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General information 


Sweep speed : 


Filter bandwidth : 


Bandwidth accuracy : 


Bandwidth selectivity : 


Resolution and noise sidebands : 


Long term frequency drift : 


Temperature drift : 


Counter 


Accuracy : 


Display | 


Store : 


40 


100 ms to 100 seconds in 1, 2, 5 sequence automatically selec- 
ted to match the selected SWEEP RANGE and FILTER BAND- 
WIDTH. A x5 speed up over the optimum is available by press 
button operation. 


A 100 sec. sweep is available for use with an X-Y recorder. 


-3 dB filter bandwidths of 5 Hz, 50 Hz, 500 Hz, 5 kHz and 

50 kHz. These are automatically selected to give up to three 
filter bandwidths (NARROW, NORMAL and WIDE) to match the 
selected sweep range. 


+20% of stated 3 dB bandwidth. 
60 dB/3 dB filter bandwidth ratio better than 10:1. 


Using the 5 Hz filter, signals 100 Hz away from a response at 
0 dB can be measured to -70 dB. 


After 2 hours warm-up (at constant local ambient temperature): 
Range switch in kHz position : 10 Hz/min.; 100Hz/10 min, 


Range switch in kHz position : 100 Hz/°C. 


A nine digit counter having the following modes of operation 
enables frequency measurement to be made on any part of the 
spectral display. 


PAST CENTRE : After a sweep the counter memorizes the 
centre frequency of that sweep. 


BRIGHT LINE : Counter measures that part of the stored 
display identified by the bright line electronic cursor. 


DIFF : Counter measures the frequency difference between the 
above two measurements. 


AUTO: +0,.0002%, +20 Hz, +1% of full sweep display. 


MANUAL : +0.0002%, +2 Hz, £1% of full sweep display. 
(After 60 minutes warm-up using the internal frequency 
standard). 


An electronic storage system giving infinite persistence with 
100 ms minimum data renewal time provides the following 
STORE/DISPLAY modes of operation. 


HIGH DEFN : Full capacity of electronic store (500 x 200 
elements) is used to display the spectrum. 


DISPLAY 'A': Half capacity of electronic store (250 x 200 
elements) is used to display the spectrum. 


DISPLAY 'B' : Remaining half capacity of electronic store 
(250 x 200 clements) is used to display the spectrum. 


REFRESH 'A': In this mode, DISPLAY 'A' is continuously 
refreshed as in IUGII DEFN, DISPLAY 'B' is permanently 
stored. 
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General information 


Output level 


Probe supply 


X—Y recorder outputs 


Power requirements 


Voltage : 


Regulation : 
Power consumption 
Safety regulations 


Limit range of operation 
Temperature : 


Storage and transport 
Temperature : 
Humidity : 

Altitude : 


Dimensions and weight 


Display unit (with covers) : 


0 dBm, +3 dB, into 600 &% load for 100% a.m. signal. 
Maximum undistorted output level occurs if the unmodulated 
carrier is set to the top of the screen on 1 dB/div. or 40 dB 
down from the top of the screen on 10 dB/div. 


Supply available at front panel socket to power active probe 
TK 2374. 

Enable TF 2370 to be used with X-Y recorder. 

X-output - 10 V max. amplitude. 100s sweep time, 
Y-output - 2 V corresponds to top of screen, 


Pen-lift - A pair of contacts open during flyback to enable 
pen lift, 


200 to 250 V or 100 to 130 Va.c, at any frequency between 
45 and 440 Hz. 


+10% on the nominal supply voltage. 
Approximately 130 W (170 VA). 
Complies with IEC 348 and BS 4743 Safety Requirements. 


0°C to 55°C, 


-40°C to #70°C. 
Up to 90% relative humidity, 


Up to 2500 m Prossurized freight at 27 kPa differential 
2. 3.9 lbf/in*. 


Height 


172 mm 
(6 3/4 in) 


Width Depth 


440 mm 516 mm 


(17 5/16 in) (20 5/16 in) 


Weight 


20 kg 
(44 1b) 


RF wit (with covers and clips) : 


1.3 ACCESSORIES 
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Supplied 


Mains lead, 43123-076. 


Connector assembly (umbilical), 2 off, 43169-005, 


Extender board 44827-235, 
Board extractor 41700-048. 
Stay assembly 34900-209. 
Fuse kit 46883-219, 

Plug, 15-way 23435-406. 
Plug shell, 15-way 23435-464, 


Operating manual EBS 2370-015, Part no. 


4688 
Protective cover, 2 off, 41690-087N. 


156 mm 
(6 1/8 in) 


453 mm 516 mm 
(17 13/16 in) (20 5/16 in) 


19.5 kg 
(43 1b) 


Optional 


Adapter (BNC to phone jack) 43168-016. 

RF fuse unit, RM 9884, 43281-007. 

Carrying case, 2 off, 54112-111, 

Rack mounting kit 54127-211. 

Connector assembly (for servicing) 2 off, 
43169-010. 

Camera hood 46883-267, 

Proprietary pack 37136—412, 

Instruction manual EB 2370-015, Part no. 


1-241U, 46881-240E. 
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? Operation 


2.4 PREPARATION FOR USE 


The instrument is constructed in two halves, 
the upper display unit, and the lower r.f. unit, 
which are connected at the rear by connector 
assemblies (43169-005), and are held in position 
by four toggle latches. The instrument is normally 
supplied with the units connected. The units, which 
are adjusted to work together, are identified by 
identical serial numbers, and may be disconnected 
for ease of transporting: 


Supply voltage adjustment 


The voltage selection panel, located on the 
rear panel of the display unit, is adjusted as 
follows : 


Remove the bar plug, and re-insert in the 
socket panel so that the arrow points to the correct 
supply voltage. Normally, the instrument is dis- 
patched with the voltage set to 240 Va.c. 


Supply lead 


The supply lead is a free cable fitted at one 
end with a female plug which connects to the instru- 
ment. When fitting a suitable supply plug, note 
that the wires are colour coded as follows : 


Earth (ground) - Green/Yellow 


Neutral - Blue 
Line (phase) - Brown 
Supply fuses 


Check that the rear panel supply fuses are 
correctly rated for the supply in use; 2A, time 
lag, for the 200 to 250 V range, 4 A, time lag, 
for the 100 to 130 V range. 


2370(1b) 


2.2 CONTROLS AND CONNECTORS 
Front panel 


Cd) CATHODE RAY TUBE: 13 x 10 cm camera 
viewfinder display. The electronic graticule con- 
sists of 50 minor divisions and 10 major divisions 
vertically and 12 major divisions horizontally. 

The first, middle and last vertical frequency cali- 
bration lines are dashed to aid easy identification 

of the centre frequency point and edges of calibrated 
scan and also to group the dB scale into easily 
counted 2 division groups. 


(Q2) VERTICAL SHIFT : The variable GRATI- 
CULE SHIFT permits vertical movement of the 
electronic graticule by +0.6 major division about 
the nominal setting. A preset DISPLAY SHIFT 
control permits the correct calibrated value to be 
set. This control moves the spectral display 
behind the graticule and thus cannot be set ona 
stored picture. 


G) VERTICAL DISPLAY GAIN : Permits the 
gain of the vertical display to be set so that each 
graticule division corresponds to 1 dB or 10 dB 
as appropriate. As with the associated preset 
SHIFT control this cannot be adjusted on a stored 
picture, 


HORIZONTAL GRATICULE SHIFT : The 
variable SHIFT control permits horizontal shift of 
the electronic graticule by at least +1 division. 


The preset control enables the graticule to 


‘be set, in the CAL position of the variable control, 


so that it agrees with the counter readout. 


HORIZONTAL GRATICULE GAIN : The 
variable GAIN control permits horizontal expansion 
of the electronic graticule by at least +20% about 
the first dashed line. The preset control enables 
the graticule calibration to be set, in the CAL posi- 
tion of the variable control. 


15 


ss 


i) 


Operation 


6) DISPLAY 'A', DISPLAY 'B' & GRATICULE 
INTENSITY : When using the A and B split store 
mode, these controls operate the individual con- 
trasts of each display. Inthe HIGH DEFN (13), 
(14) mode only the DISPLAY 'A' control operates 
the contrast level. In all cases the GRATICULE 
control operates the graticule background contrast 
independently of either display. 


@) SUPPLY ON switch. 


REFERENCE FREQUENCY: With the 

CENTRE button pressed, the swept display will 
expand about the centre line as the sweep width 
is narrowed (using buttons (17)) whilst if the LH 


- button is pressed it will expand about the left- 


hand dashed graticule line. The latter mode is 
particularly useful if the sweep is required from 
d.c. 


@) COUNTER FREQUENCY 


PAST CENTRE : Every time data is com- 
pletely renewed on the display the centre frequency 
is measured and will be displayed on the counter 
when this button is pressed. 


BRIGHT LINE : Whenever the electronic 
cursor is displayed on the screen (viz. using 
MANUAL or SINGLE shot modes (11) and the 
BRIGHT LINE POSITION control (12)) the frequency 
of any spectral line corresponding to the position of 
the electronic cursor will be displayed on the 
counter when this button is pressed. 


DIFFERENCE : When this button is used 
the counter displays the modulus of the difference 
between the above two frequency values. In all 
cases the counter resolution is appropriate to the 
sweep width. 


COUNTER READOUT : Nine digit, 9 segment 
Burrough Panaplex neon display panel. Readout 
is in MHz with automatic decimal point location. 


COUNTER ON/OFF switch: When OFF, 
prevents counter leakage from interfering with the 
instrument sensitivity. The signal at the TRACK- 
ING GENERATOR OUTPUT (26) is also switched 
OFF and the adjacent amber light glows. 
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To measure the frequency of very low level 
signals, produce a single sweep with the counter 
OFF. When the sweep is completed, switch the 
counter ON and measure the frequency with the 
BRIGHT LINE POSITION control (12). 


Note If the system under test is poorly 
screened, the counter leakage is greater and it 
becomes essential to switch the counter OFF when 
it is not in use. 


(1) SWEEP MODE 


AUTO : In this position, the read-in sweep 
runs continuously, permitting the counter to record 
the centre frequency during the retrace of each 
sweep. 


SINGLE : In this mode, a single read-in 
sweep will be initiated every time the START 
button is pressed and released. After the com- 
pletion of a sweep, the centre frequency is re- 
corded during retrace as in AUTO. After retrace, 
a vertical bright line appears on the screen which 
is an electronic cursor. This line may be posi- 
tioned anywhere on the screen by means of the 
BRIGHT LINE POSITION 5-turn potentiometer (12) 
and the frequency corresponding to that point on the 
screen may be read from the counter display using 
the BRIGHT LINE button (9). 


MANUAL : When this button is pressed, the 
read-in sweep stops at whatever point has been 
reached, and the bright line cursor appears. AS 
for SINGLE, the BRIGHT LINE POSITION poten- 
tiometer may be used to position this line anywhere 
on the screen and the counter reads the frequency 
if switched to the BRIGHT LINE position, However, 
as the electronic cursor is moved across the 


“screen, the store will record the input signal levels 


existing at that time at the frequency corresponding 


to the bright line position. If it is required to 


selectively edit the stored display, switch between 
SINGLE (for movement of cursor with no data 
renewal) and MANUAL as required. A video 
filter of 1.5 Hz is included in this position for 
noise averaging. If the rate of movement of the 
electronic cursor is too fast, some of the original 
stored picture will be left on the display and the 
displayed amplitude of some spectral lines will 

be too small. 
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START : In the SINGLE sweep mode, press 
and release this button to initiate a fresh sweep. 
In both AUTO and SINGLE modes, the pressing of 
this button will stop the read-in sweep at whatever 
point it might have reached. When the button is 
released a complete new sweep will be initiated 
and then will continue to run if the AUTO mode is 
being used. If it is desired to keep the picture 
present when this button has been operated press 
MANUAL before releasing START button, then 
switch to SINGLE if no trace editing is required. 


(2) BRIGHT LINE POSITION : This 5-turn poten- 
tiometer allows the electronic cursor to be posi- 
tioned anywhere across the display on the manual 
and SINGLE sweep modes (11). 


(3) DISPLAY 


A _: Press this button to display signals 
stored in the 'A' part of the store. 


B_: Press this button to display signals 
stored in the 'B' part of the store. 


HIGH DEFN : Press this button to put the 
store into a single recording high definition mode. 


READ IN B/U : Pregs this button to add 
artificial 'persistence’ to the display in order to 
help to identify the data renewal point on slow 
sweeps. 


PEAK MEMORY : If this button is pressed, 
the store remembers the biggest signal ever to be 
applied at each point across the screen. This 
simulates infinite persistence and is useful for 
displaying oscillator frequency responses and for 
measuring fine spectral lines using the MANUAL 
edit mode (11). 


STORE : This facility allows selection of a 
single high definition (500 lines) stored display on 
HIGH DEEFN or two low definition (250 lines) super- 
imposed stored pictures arbitrarily designated A 
and B. 


(5) VERTICAL SCALE RANGE : These threc 
buttons allow selection of 10 dB/division (100 dB 
display), 1 dB/division (10 dB display) or r.m.s. 
volts/division. Three blue lights adjacent to the 
VERTICAL SCALE buttons (21) show the correct 
scale to read off the absolute signal level. 
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Operation 


REFERENCE FREQUENCY: Four five-turn 
potentiometers permit the centre frequency (or 
left-hand frequency - see (8)) to be set to any value 
between d.c. and 110 MHz, 


0-110 MHz : When using the MHz/DIV (20) 
position of the RANGE switch, this control adjusts 
the reference frequency continuously over the band, 
When using the kHz/DIV position of the RANGE 
switch, this control sets the first local oscillator 
and hence the reference frequency to phase-locked 
intervals of 1 MHz in the range 0 to 110 MHz, 

For lowest noise and most stable operation, take 
care when setting this control to avoid the less 
stable transition areas encountered between phase- 
locked frequency steps. To speed up any tuning- 

in process, select FILTER BANDWIDTH WIDE (19) 
or use SWEEP SPEED x5 or x20 (18) buttons to 
shorten counter gate time. 


+1 MHz: This control operates in exactly 
the same manner as the 0-110 MHz control des- 
cribed above except that it covers a 2 MHz range. 
When using the MHz/DIV (20) position of the RANGE 
switch the control adjusts the reference frequency 
continuously and acts as a fine control to the 
0-110 MHz control. In the kHz/DIV (20) position 
it covers the 2 MHz range in 100 kHz phase locked 
steps and thus complements the 1 MHz settings of 
the 0-110 MHz control. As before, for the most 
stable operating point, set the control roughly 
midway between the two lock points, as seen on 
the display or counter. 


+70 kHz, +1 kHz: Operation of these controls 
cause continuous variation of the 2nd local oscil- 
lator to permit interpolation between the lock points 
of the 1st local oscillator. 


PHASE LOCKING PRECAUTIONS: When 
switched to the kHz/DIV position of the RANGE 
switch a phase lock tuning system operates on the 
0-110 MHz and +1 MHz REFERENCE FREQUENCY 
controls, 


To avoid malfunction of the system the 
0-110 MHz control should be adjusted at a slow or 
moderate rate. If the control is operated too 
quickly it is possible to break phase lock. If this 
happens the effect will be obvious from the un- 
stable appearance of the display and the counter 
readout. Locking can easily be restored by a 
small movement of the 0-110 MHz control. 
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Operation 


@) HORIZONTAL SCALE : This nine position 
push button switch selects sweep widths from 

20 Hz/division to 10 MHz/division when used in 
conjunction with the RANGE (20) switch. Normally 
it is unnecessary to know the filter bandwidth in 
use at any given time, as this is automatically 
selected. Should the bandwidth need to be known, 
however, it can bereadfrom the table above the 
push buttons for kHz/division and below for MHz/ 
division; the numbers 1, 2 and 3 referring to the 
NARROW/NORMAL/WIDE setting of the FILTER 
BANDWIDTH push buttons (19). 


SWEEP SPEED: On all occasions, the sweep 
speed automatically selected is the fastest sweep 
possible for negligible loss of amplitude of the 
spectral lines. However, for tuning in, counter 
setting or tracking generator use, it is sometimes 
desired to sweep more quickly even though it 
causes loss of amplitude and line broadening. 

To this end, the x5 button is provided which in- 
creases sweep speed by approximately the value 
stated up to 100 ms which is the fastest input data 
rate permitted by the storage system. The button 
ts spring loaded to avoid it being left in the 
operated, and thus uncalibrated, state. The100s 
button provides a slow sweep for uSe with the X-Y 
recorder facility, 


FILTER BANDWIDTH : Inthe NORMAL '2!' 
position a filter of approximately 1% of the sweep 
width (-3 dB point) is selected on all ranges. In 
the NARROW '1' position a filter 10 times narrower 
than this is selected (where possible) and in the 
WIDE '3' position a filter 10 times as wide is selec- 
ted (where possible). The filter bandwidth selected 
at any time can be read from the table either side 
of the HORIZONTAL SCALE push buttons - see (17) 
above. 


RANGE: The kHz/DIV and MHz/DIV buttons 
are multipliers for the HORIZONTAL SCALE 
buttons. As the first local oscillator is phase 
locked in the kHz/DIV position and free running in 
the MHz/DIV position there can be several hundred 
kHz shift in centre frequency between the two 
positions. When changing from kHz/DIV to MHz/ 
DIV this is no problem. When changing from 
MHz/DIV to kHz/DIV it is suggested that this should 
only be done using the 0.02 MHz/DIV position 

(200 kHz sweep) before switching to 10 kHz/DIV 
position (100 kHz sweep) and using the counter 
readout to assist if necessary. 
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©) VERTICAL SCALE : Thirteen push buttons 
give input sensitivities in 10 dB steps from +30 dBm 
to -150 dBm (300 mV r.m.s./division to 300 nV 
r.m.s,/division on LINEAR). The gain and 
attenuation throughout the receiver is automatically 
adjusted, depending on the filter in use, such that 
the i.f. amplifier noise is at the bottom of the 

100 dB display consistent with the first signal 
mixer not operating at an input level greater than 
-20 dBm. See Fig. 2.2 for signal levels at first 
signal mixer. 


@) VERTICAL SCALE : Ten push buttons give 
an i.f. gain change of 9 dB in 1 dB steps to inter- 
polate between the 10 dB steps of the above scale 
switch. A yellow ADD light reminds the user to 
add the requisite number of dB to the table when 
in any position other than0 dB. This switch is 
not calibrated for the VOLTS/DIV position of the 
VERTICAL SCALE RANGE switch. 


@3) GAIN : Permits adjustment of i.f. amplifier 
gain, 


INPUT 50 @: Maximum continuous input 
+25 dBm (4 V r.m.8.). 


Qs) STANDARD 10 MHz OUTPUT: Provides a 
nominal square wave whose fundamental is at a 
level of -10 dBm when terminated in 50 Q. 


6) TRACKING GENERATOR OUTPUT : Pro- 
vides a sinusoid output at a level of -10 dBm when 
terminated in 50 2. Frequency as indicated on 
BRIGHT LINE (9) position of counter. The output 
is switched OFF by the COUNTER ON/OFF switch 
(10), and adjacent amber light glows. 


) PROBE SOCKET : Provides -7.5 V output 
to power Zero Loss Probe TK 2374. 


3uv to 300mv 


Volts /div 300nv 1p¥ 
\dB/div] -90 -80 
1OdB f/dey, -s% —460 


—70 to +30 


Vertical 
=30: e430 scale push 
buttons 
OO Ore 
40 -40 ~40 (5Hz filter) 
- 7 -40 -30 -30 (50Hz filter) 10dB/div 
Top>ot-screen’. |}: <2 -30 -20 (All others) 
signal dBm tevet 
atinput to Ist -80 -80 -80 (5Hz filter) 
mixer -80 -70 -710 (50Hz filter) 1dBidiv 
-80 -70 -60 (All others) 
Fig. 2.2 Signal levels at input of first mixer 
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Operation 


Rear panel Gi) SUPPLY socket : pina.c. supply input 


connector. 
EXTERNAL STANDARD : Converts an 


external 1 MHz standard input to a 10 MHz standard @2) SUPPLY fuses : 2A for the 200 to 250 V 
which replaces the internal 10 MHz standard. range or 4 A for the 100 to 130 V range. 


() DETECTED OUTPUT : Provides audio G3) 3 A fuses : Provide protection for the +5 V 
monitoring of a.m. transmissions displayed by the d.c. regulated lines. 
instrument. 


X-Y RECORDER socket : Provides 
SUPPLY VOLTAGE SELECTION : Bar plug drive for X and Y coordinates and a pen lift 
selects 100 to 130 V or 200 to 250 V. control by contact closure. 
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Fig. 2.3 Rear panel controls and connectors 
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Connector Assembly 
43169-005 
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2.3 FIRST TIME OPERATING 
INSTRUCTIONS 

2.3.1 Obtaining a display 
Switch on SUPPLY (7). After about half a 


minute, a display on the c.r.t. should appear. 
Adjust GRATICULE INTENSITY (6) as required. 


Select the following push buttons : 


LH (8) 
PAST CENTRE (9) 
AUTO (11) 
HIGH DEFN (13)/(14) 
10 dB/DIV (15) 

10 (17) 
NORMAL '2' (19) 
MHz/DIV (20) 

0 (21) 

0 (22) 


All other DISPLAY buttons should be in the 
unpressed state. 


Adjust INTENSITY DISPLAY 'A' (6) until a 
suitable display of noise can be seen. Using the 
0-110 MHz and +1 MHz controls (16) position the 
d.c. marker onto the left-hand vertical dashed 
line. Now connect a 50 2 BNC cable between the 
STD 10 MHz OUTPUT (25) to the INPUT (24). The 
screen should display vertical bright lines corres- 
ponding to the 10 MHz input signal and its harmonics 
These will appear adjacent to every vertical cursor 
line as 10 MHz/division has been selected. 


The height of the 10 MHz component should 
be 1 major division down from the top of the 
screen, corresponding to -10 dBm, 


Press the '5', then '2', then '1' etc. buttons 
of the HORIZONTAL SCALE (17) and watch the 
sweep expand the display around the d.c. marker 
on the left-hand dashed line, adjusting the 
0-110 MHz and +1 MHz controls (16) as necessary. 
Return the HORIZONTAL SCALE button to 10. 


Adjust the VERTICAL SCALE buttons (21) 
and (22) to become familiar with their operation 
and then return them to their original positions. 


2.3.2 General use 


Press CENTRE (8) and adjust 0-110 MEIz (16) 
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so that the 10 MHz line is positioned on the centre 
dashed line. As before, sequentially expand the 
display using the HORIZONTAL SCALE buttons (17), 
adjusting the 0-110 MHz, +1 MHz and +70 kHz 
controls (16) as required to keep the display on the 
centre line. When the '.02' button (17) has been 
pressed, expansion is at maximum (20 kHz/div) in 
the unphase-locked mode. Note the counter fre- 
quency. Switch to '10' (17) and kHz/DIV (20) and 
adjust the REFERENCE FREQUENCY control (16) 
so that the counter returns to its original number; 
the 10 MHz signal should then appear central again. 
It will be observed that in this position the 0-110 MHz 
control phase locks every MHz, the +1 MHz control 
phase locks every 100 kHz whilst the last two con- 
trols cause continuous variation of tuning. It 
might be advantageous to press the x5 or 100s 
SWEEP SPEED buttons (18) whilst carrying out the 
above adjustment. 


If the above operations have been correctly 
executed the 10 MHz signal should be displayed at 
the screen centre on a sweep width of 100 kHz 
(10 kHz/div). As the sweep rate will now be fairly 
slow, it is sometimes advantageous to switch in 
READ IN B/U (18). This adds an artificial per- 
sistence to the display, showing clearly on the 
screen where the data is being renewed. The 
display shown is using a 500 Hz filter. If NARROW 
'1' (19) is now pressed, a 50 Hz filter is selected 
and the sweep will automatically be 100 times slower 
(press and release START (11) to initiate a fresh 
complete sweep if the switch-over is made in mid- 
sweep). Similarly press WIDE '3' to select the 
5 kHz filter. Because of the fast sweep in this 
position it will probably be desirable to remove 
the artificial persistence by releasing the READ 
IN B/U button, Return the FILTER BANDWIDTH 
button (19) to NORMAL '2' and re-press READ IN 
B/U button. 


2.3.3 Single shot use 


Press the SINGLE (11) button. The sweep 
in progress will be completed and then the bright 
line electronic cursor will appear on the screen, 
the position of which may be adjusted by means of 
BRIGHT LINE POSITION control (12). The counter 
readout will be showing the centre frequency of the 
stored single shot. If now, the BRIGHT LINE 
button (9) is pressed, the counter will read the 
frequency corresponding to the position of the 
electronic cursor, Adjust the BRIGHT LINE 
POSITION control (12) and measure several fre- 
quency points to become familiar with the position. 
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Now switch to DIFFERENCE (9). The counter will 
now read the difference between the past centre 
frequency of the recorded single sweep and the 
current frequency of the bright line cursor. 
Adjust BRIGHT LINE POSITION control (12) until 
it is superimposed on the dashed centre graticule 
line. If the counter reading is not zero (+1 count) 
adjust either the +70 kHz or +1 kHz REFERENCE 
FREQUENCY controls (16) until the zero is estab- 
lished. This operation takes out any drift that 
may have occurred in the local oscillators since 
the single sweep was stored. Movement of the 
electronic cursor will now enable measurements 
of difference frequency relative to the centre fre- 
quency of the stored display to be made. 


2.3.4 Manual use 


Position the BRIGHT LINE POSITION control 
(12) so that the bright line cursor is on the left- 
hand side of the stored display. Now press the 
MANUAL button (11). As in 2.3.3, if the BRIGHT 
LINE counter button (9) is pressed, the counter 
will display the frequency corresponding to the 
cursor position. Unlike 2.3.3, however, the 
store is being refreshed at the bright line cursor 
point. If the cursor is now moved slowly to the 
right, a new recording of the input signals, as 
present at that moment, will be recorded on the 
screen. If the cursor is moved too fast, some 
of the original data will be left on the screen and 
the coherent spectral lines will be displayed at 
too small an amplitude due to the time constant of 
a 1.5 Hz video filter included for noise averaging 
in this mode. On some sweeps and filter com- 
binations, the total width of a spectral response 
might be less than a store line width. In thesc 
cases the PEAK MEMORY button (13) should be 
pressed. This ensures that the store only 
remembers the largest input to any store location 


and thus does not miss spectral lines, however fine. 


Note The PEAK MEMORY button must 
be unlatched when it is not being used. 


If it is required to selectively edit the 
stored picture (for example either side of the 
10 MHz carrier), simply press the SINGLE (11) 
button when it is required to move the cursor 
without recording new information and MANUAL 
(11) when it is required to record. 
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2.3.5 Split store mode 


The controls should be set as follows : 


CENTRE (8) 
PAST CENTRE (9) 
AUTO (11) 
HIGH DEFN (18)/(14) 
10 dB/DIV (15) 

10 (17) 
NORMAL '2' = (19) 
kH2/DIV (20) 

0 (21) 

0 (22) 


All other display buttons should be in the 
unpressed state. Using the counter as a guide, 
if required, adjust the REFERENCE FREQUENCY 
controls (16) to recentre the 10 MHz signal. Use 
SWEEP SPEED buttons (18) as required. 


Now press '2' (17) - the display will run a 
little faster and be displayed at a horizontal cali- 
bration of 2 kHz/division. 


Now press STORE 'A' (14) and DISPLAY 'A' 
(13) buttons. The same picture will be seen but 
at half the horizontal definition. 


Now press SINGLE sweep mode button (11) - 
the low definition A sweep will be stored. 


Now press STORE 'B' (14), DISPLAY 'B' (13) 
(STORE 'A' button will be released but DISPLAY 'A' 
button will stay in) and AUTO (11). Now the instru- 
ment is recording on the 'B' part of the store whilst 
simultaneously displaying the previously stored 'A' 
image superimposed on the current signal. Adjust 
'B' DISPLAY INTENSITY (6) as required. Shift 
the signal using the +70 kHz REFERENCE FRE- 
QUENCY control (16) to become familiar with the 
two part store. Adjust relative brightnesses of 
the two displays by means of the 'A' and 'B' DIS- 
PLAY controls (6). 


Return the store mode buttons to normal by 
pressing HIGH DEFN (13), (14). 
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2.3.6 Memory mode 


This mode is useful if it is required to 
imitate the infinite persistence of a storage tube 
to record the frequency response of say, an oscil- 
lator. With the buttons as set, press PEAK 
MEMORY (13). Now if the +70 kHz REFERENCE 
FREQUENCY control (16) is rotated slowly a series 
of recordings of each successive read-in sweep 
will be left on the display. The envelope of these 
points is the frequency response of the system. 
Normally, of course, the frequency that would be 
varying is that of the input signal. This position 
can be used whenever it is desired to store the 
largest signal ever presented to the analyser. An 
application of this has been described under Sect. 
2.3.4 'Manual use'. To erase the screen of 
clutter simply release the PEAK-MEMORY button 
(13). 


2.3.7 Tracking generator use 


All modes so far described also apply to 
this usage of the instrument. Select the sweep 
width required, and connect the TRACKING GEN 
OUTPUT (26) into the INPUT (24) having removed 
the previous signal lead. Select the VERTICAL 
SCALE (21) so that 0 dBm is at the top of the dis- 
play. The signal should be displayed at a constant 
height of -10 dBm i.e. bright below the -10 dBm 
level. Store this reference level in STORE 'A' as 
described in Sect. 2.3.5 and then switch to STORE 
'B'. Connect the 50 2 system under test between 
the TRACKING GEN OUTPUT (26) and INPUT (24). 
The display should now show the characterization 
of the network under test as a frequency response 
with the frequency response of the spectrum 
analyser displayed for error correction. 


When using the narrow filters, the sweep 
speed automatically selected may be unnecessarily 
slow if no comparable fine detail occurs in the 
network frequency response. The SWEEP SPEED 
buttons (18) may be used with advantage here if no 
loss of detail is observed as they are pressed. 


2.3.8 Graticule calibration 
Over any particular sweep range (before or 


after a single shot has been stored) the counter 
can be used to calibrate the frequency graticuie to 
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an accuracy of better than +1%f.s.d. The follow- 
ing example will serve to illustrate the method 
which can, of course, be applied to any desired 
range. 


Set the controls as follows : 


SWEEP MODE (11) to SINGLE 

COUNTER FREQUENCY (9) to BRIGHT LINE 
HORIZONTAL SCALE (17) to '1' 

RANGE (20) to MHz/DIV 


Suppose it is desired to have an absolute 
calibration at 1 MHz/division around a centre 
frequency of 25 MHz : 


First adjust the bright line electronic cursor 
to the centre dashed graticule line by means of the 
BRIGHT LINE POSITION control (12). Now rotate 
the appropriate REFERENCE FREQUENCY con- 
trol (16) until the counter reads 25.00 MHz. 

Rotate the BRIGHT LINE POSITION control counter- 
clockwise until the counter reads 20.00 MHz. If 
the left-hand dashed graticule line is not coincident 
with the cursor line, rotate the HORIZONTAL 
GRATICULE SHIFT control clockwise away from 
its uncalibrated position until itis. Finally move 
the cursor line towards the right-hand side until 
the counter reads 30.00 MHz. Adjust the right- 
hand dashed graticule line for coincidence with the 
cursor using the HORIZONTAL GRATICULE GAIN 
control. Asa check, measure each graticule line 
on the counter to establish sweep linearity. If an 
accurate frequency is now applied the absolute 
accuracy can be checked. 


The vertical scale calibration graticule can 
be shifted 1.2 major divisions by means of 
the VERTICAL SHIFT control (2). This allows a 
major graticule line to be positioned against any 
signal of interest so that all other signals can be 
measured relative to it. The dashed lines on the 
frequency graticule serve also as group markers 
enabling any interval to be quickly measured viz. 
20, 40, 60, 70, 73 dB instead of 10, 20, 30, 40, 


-50, 60, 70, 73 dB. 
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2.3.9 Front panel presets 
VERTICAL DISPLAY GAIN (3) 


Using the 10 dB/DIV (15) position a WIDE '3!' 
FILTER BANDWIDTH (19) and 10 kHz/division 
sweep, apply a suitable input signal via a precision 
attenuator (or use the VERTICAL SCALE (21) push 
buttons if not available). By adjusting the input 
in 10 dB steps adjust the VERTICAL DISPLAY 
GAIN (3) preset for best fit to the top 7 or 8 divi- 
sions of the graticule. The STD 10 MHz OUTPUT 
signal (25) can be used for this purpose. 


VERTICAL DISPLAY SHIFT (2) 


This control positions the spectral display 
behind the graticule and should be adjusted so that 
consistent readings are obtained between the 
1 dB/DIV and 10 dB/DIV (15) positions. This is 
set in conjunction with the SET GAIN preset (23) 
as follows : 


Apply the 10 MHz calibrating signal from 
OUTPUT (25) to the INPUT (24). Press the 1 dB/ 
DIV (15) button and the -10 VERTICAL SCALE (21) 
button. Ensure the 1 dB interval buttons (22) are 
at 0. Press PAST CENTRE (9) and HIGH DEFN (13), 
(14) and tune to 10 MHz. 


Adjust the GAIN (23) preset until the top of 
the response is on the line at the top of the dis- 
play. Now switch to 10 dB/DIV (15), '0' VER- 
TICAL SCALE (21) and set the VERTICAL SHIFT 
preset (2) to bring the top of the response to the 
first major division from the top of the screen 
(-10 dBm). Repeat this adjustment as necessary. 


HORIZONTAL GRATICULE SHIFT (4) AND GAIN (5) 


Select the following push button positions : 


CENTRE (8) 
PAST CENTRE (9) 
AUTO (11) 

10 (17) 
MHz/DIV (20) 
HIGH DEFN (13)/(14) 
10 dB/DIV (15) 

0 (21) 
NORMAL '2' = (19) 


Set the INTENSITY 'A' control (6) fully 
counter-clockwise to avoid a cluttered display. 


Set the counter to read 50.0 MHz by means 
of the 0-110 MHz and +1 MHz (16) controls. Switch 
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to SINGLE (11) and BRIGHT LINE (9). Press LH 
(8) and adjust the BRIGHT LINE POSITION control 
(12) so that the counter again reads 50.0 MHz. 


Adjust the preset SHIFT control (4) (with 
the main control in its calibrated position) so that 
the left-hand dashed graticule line coincides with 
the electronic cursor. 


Now press CENTRE (8) button and readjust 
the BRIGHT LINE POSITION control (12) so that 
the counter reads 50.0 MHz again. Adjust the 
preset GAIN control (5) (with the main control in 
its calibrated position) so that the centre dashed 
line coincides with the electronic cursor. 


2.3.10 Ancillary facilities 
DETECTED OUTPUT (at rear of instrument) 


The controls should be set as follows : 


CENTRE (8) 
PAST CENTRE (9) 
AUTO (11) 
HIGH DEFN (13) /(14) 
10 dB/DIV (15) 

10 (17) 
NORMAL (19) 
MHz/DIV (20) 

0 (21) 

0 (22) 


All other DISPLAY buttons should be in the 
unpressed state. 


Apply a signal, amplitude modulated at 1 to 
10 kHz, to the INPUT (24). Adjust the REFERENCE 
FREQUENCY controls (16) to centre the signal. 
Expand the frequency scale using the HORIZONTAL 
SCALE (17) buttons, recentring the display as 
necessary, until a dispersion of 0.02 MHz/div. is 
reached. Select a NARROW (19) filter so that the 
carrier and sidebands are separately resolvable. 
Adjust the VERTICAL SCALE (21), (22) buttons 
until the carrier is 40 dB down from the top of 
the display. Press MANUAL (11) and WIDE (19) 
filter, and tune using the BRIGHT LINE POSITION 
control (12). The brightened-up portion of the 
electronic cursor should be adjusted to maximum 
(-34 to -40 dB from the top of the display depending 
on the modulation depth). The detected output 
socket at the rear of the instrument will now carry 
the demodulated signal at 0 dB into 600 © for 100% 
modulation or proportionately less for smaller 
modulation depths. 
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Experiment with different modulation fre- 
quencies and filter bandwidths using the kHz/DIV 
(20), HORIZONTAL SCALE (17), REFERENCE 
FREQUENCY (16)and FILTER BANDWIDTH (19) 
controls as appropriate. At all times keep the 
displayed signal at approximately 40 dB down from 
the top.of the display (10 dB/div.) or at the top of 
the display (1 dB/div.) for maximum undistorted 
detected output. 


FM signals may be detected for identification 
purposes by tuning the signal down the skirt of the 
filter appropriate to the deviation of the signal. 


EXTERNAL STANDARD INPUT 


To use this facility, apply a 1 MHz +0.1 Hz 
signal, at between 0.25 V and 1 Vr.m.s., to the 
appropriate rear BNC socket. A green light will 
glow to indicate that the external signal has re- 
placed the internal standard. 


To check the correct functioning, connect 
the STANDARD 10 MHz OUTPUT (25) to one 
channel of a dual trace oscilloscope, and the 
external standard signal to the other channel. 

If the oscilloscope is triggered by the 1 MHz 
external standard, the internal 10 MHz signal 
will drift across the oscilloscope screen due to 
the frequency error between the two standards. 

If the external signal is also fed to the external 
standard input socket (rear panel) the drift of the 
10 MHz signa] will cease showing that the 10 MHz 
standard is now in phase with the external 1 MHz 
standard. 


X-Y RECORDER 


Signals for an X-Y recorder drive are provided 
on rear panel socket SKR at the following pins :- 


Pin No. 
X output 10 
Y output 11 
Pen-lift relay } { 3 
contacts 2 
Relay coil 9 
Earth 1 


(1) When the pen-lift facility is required it is nec- 
essary to link pin 9 to pin 1 so as to energize the 
relay drive circuit. Pins 2 and 3 then present a 
pair of electrically isolated contacts which are made 
during the sweep. 


Note To prolong relay contact life the link be- 
tween pins 9 and 1 should be removed when 


pen-lift is not required. 
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(2) Make connection to the recorder via the 15-wa: 
mating plug supplied with the instrument, 


(3) Select SWEEP SPEED 100 s when using a 
recorder. 


2.4 USEFUL PROCEDURES 
2.4.1 Sweep width 


If the frequency of the input signal is not 
accurately known, the method of starting with a 
wide sweep and successively narrowing the sweep 
around the signal must be used. However, if the 
signal frequency is known, for example within 
+1 kHz, the following method enables a narrow 
sweep of the signal to be directly obtained. 


Set the controls as follows : 


CENTRE (8) 
BRIGHT LINE (9) 

MAN (11) 

10 dB/DIV (15) 
HIGH DEFN (13)/(14) 


BRIGHT LINE POSITION (12) to position elec- 
tronic cursor on 


centre dashed line 


0.2 (17) 
kHz/DIV (20) 
WIDE (19) 


REFERENCE FREQUENCY (16) to approximately 
centre the +70 kHz 
and +1 kHz controls 


Using the REFERENCE FREQUENCY (16) 
adjust the 0-110 MHz control and obtain a counter 
readout to the nearest MHz of the input signal. 
Set the +1 MHz control to the nearest 100 kHz 
increment, and then tune the +70 kHz and +1 kHz 
controls to the exact frequency required. 


Select the NORMAL (19) and AUTO (11) 
buttons. A sweep covering +1 kHz around the 
input signal, together with the input signal, should 
be displayed. The VERTICAL SCALE (21) buttons 
may now be adjusted as required. 


By re-centring the input signal with the +70 kHz 
controls (16), the frequency scan may be further 
narrowed to 20 Hz/div. using the SWEEP SPEED (18) 
buttons or the WIDE (19) button to speed the process. 


Note If during this procedure the signal 
trace disappears, check the counter with MAN (11) 
and WIDE (19) buttons. If the counter is exactly 
1 MHz or 100 kHz in error, the phase locking 
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system will have jumped to an adjacent lock posi- 
tion, and the REFERENCE FREQUENCY controls 
(16) should be adjusted. The 0-110 MHz control 
will correct a 1 MHz error, and the +1 MHz con- 
trol corrects a 100 kHz error. 


2.4.2 Spectral line frequency 


To measure the frequency of any of the dis- 
played spectral lines accurately, press SINGLE 
(11) button and wait for completion of the scan. 
Then superimpose the electronic cursor onto the 
required spectral line using the BRIGHT LINE 
POSITION control (12) , and read the counter fre~ 
quency. For the greatest possible accuracy, 


press MAN (11) button and adjust the electronic 
cursor to give a peak value on the required res- 
ponse, and read the counter while maintaining this 
condition. 


Operation 


2.55 APPLICATION NOTES 


The electronically produced graticule is 
superimposed on the raster, and may be shifted 
vertically, and/or horizontally shifted and scaled 
before or after an image is stored, see Fig. 2.4, 


Fig, 2.4(a) shows a single shot recording of 
a 50 MHz carrier with 500 Hz f.m. sidebands 
using a 50 Hz filter. This recording took 
20 seconds. In general, such a recording will 
not be ideally positioned with respect to the grati- 
cule. With a fixed graticule, several 20 second 
recordings would have to be taken before precise 
alignment is achieved. With the electronic grati- 
cule only one single shot recording is required. 
This is because the graticule can be shifted verti- 
cally to make relative carrier sideband ratios easy 
to read (Fig. 2.4(b)), shifted horizontally to centre 
on the carrier (Fig. 2.4(c)), and horizontally scaled 
against the internal counter to give an exact fre- 
quency calibration (Fig. 2.4(d)). 


> Namen 


44 


PETS Lee 


ae 


ote 
oo sh 
a= 
SS 
A stieteniitel 
Lag al 
a 
—a 
=——= 
ee 
st 
a 
ae 
ae 
Sete 
=F 
al 
Sinai 


ala 
eee 
morn 
Sc pisabeatiee 
Bren 
| calesiedaopal 
hamarcod 
Seal 
aro 
a 
=e 
Se 
Bhrors 
ar 
ee 
at 
new 
PAT 
beatae 
Pertuir 
ee at 
ees 
zat 
Pee 
henna 


) 


Hii 


f 


(b) Vertical calibration scale aligned with carrier level 


(c) Horizontal calibration scale centred on carrier 


(d) Horizontal calibration scale adjusted against counter readout 
for exact frequency intervals 


Fig. 2.4 Single shot record of 50 MHz carrier with 500 Hz f.ra. sidebands using the 50 Hz filter. Scales: 500 Hz/div.,10 d8/div. 
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(b) Counter measures first upper sideband 


(c) Counter measures difference frequency between carrier and first 
upper sideband 


(d) Bright line cursor used as edit pointer to manually refresh 
display around first upper sideband 


Fig. 2.5 Methods of frequency measurement using the counter. Scale 100 Hz/diy., 10 dB/div. 


After any single sweep recording a bright line 
electronic cursor is available to be positioned any- 
where across the screen so that the frequency at 
that point may be measured by the internal counter. 
The COUNTER READOUT will display either the 
absolute frequency at that point or the difference 
frequency between the bright line value, and the 
centre of screen value of.the stored display, see 
Fig. 2.5. 


In the MANUAL mode of the store, the elec- 
tronic cursor becomes an edit pointer enabling the 
display around any points of interest to be selec- 
tively updated (Fig. 2.5(d)). In this mode the 
instrument behaves as a selective level measuring 
set. 


To enable two recorded displays to be super- 
imposed, the digital store is used in two parts 
designated A and B. Fig. 2.6 shows the received 
signal from the BBC FM Station at Wrotham, with 
the carrier at 93.5 MHz and the stereo pilot tones 
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at 19 kHz away. Fig. 2.6(a) shows the signal 
during a quiet passage. Fig. 2.6(b) shows a 
typical speech spectrum, and Fig. 2.6(c) shows 
how the two displays can be superimposed for 
comparison. 


The persistence of the image on a storage 
tube display must be adjusted so that the decay 
rate is roughly comparable to the sweep speed, 
otherwise flickering or cluttered displays result. 
With the digital store, the persistence is infinite 
until renewed by the new sweep when it becomes 
zero. Read-in bright-up may be added as required 
to help identify old and new data when using slow’ 
sweeps (Fig. 2.7). 


TWO-TONE TESTING 
When using two equal-level tones for’ inter- 
modulation testing it is important to ensure that 


the level of each tone is no higher than -40 dBm 
at the input of the first mixer. in practice this 
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= SE, 
2S = 
——— == 
i SS == 
== = 
“ ===! = 
= 
(a) Signal with stereo pilot tones at 19 kHz during a quiet passage. Fig. 2.7 Slow sweep in progress with the data renewal region 
Display stored in A store identified by the read-in bright-up. Scales: 200 Hz/div., 
10 dB/div. 
~ Ss SS SS Se means restricting the level of the displayed tones 
Ng = == S53 to -20 dB relative to the top of the screen except 
a SS SSS SS ; when using the narrowest (5 Hz) filter bandwidth 
= ——— and/or the most sensitive (-50 dBm) vertical 
= —— = scale, in which case the tones can be increased to 
== SSS===_S_ SS the top of the screen. 
= S=== == S SE 
RES =e Se Even with a tone level of -20 dB an adequate 
== (SSE dynamic range is available for most intermodula- 
raj ———}— tion distortion measurements. However, tone 
ee levels intermediate between -20 dB and the top of 
ra the screen may be used at various combinations 
oer of filter bandwidth and vertical sensitivity - see 
Fig. 2,2 and the calibration table on Fig. 7.7. 
DISTORTION MEASUREMENT 
(b) Typical speech spectrum obscuring the pilot tones. Display 
stored in B store When measuring low levels of non-linear 
distortion the signal level at the input of the first 
mixer must not exceed -40 dBm, otherwise the 
"spurious responses' performance quoted in the 
7) Data Summary may not be realized. 
The signal level at the mixer depends on the 
settings of the VERTICAL SCALE, VERTICAL 
SCALE RANGE and FILTER BANDWIDTH as shown 
in Fig. 2.2. Where the combination of settings 
produces a figure higher than -40 dBm, i.e. -30 or 
-20 dBm, the signal level at the analyser INPUT 
socket must be reduced by a corresponding amount, 
i.e. by 10 or 20 dB. 
BROAD BAND NOISE MEASUREMENT 
When measuring broad band noise the analy- 
(c) Aand B stores displayed simultaneously thus allowing Figs. per should only peused in. ‘the ANUS T Sear 
% 3(a) and 3(b)' spectra to be superimposed mode. The correct relationship between displayed 
level and bandwidth is only obtained on the 3narrow- 
est filter positions and for this reasonthe 5 and 50 
kHz filters should not be used. To obtainthe equiva- 
Fig. 2.6 Received signal of BBC FM Station at 93.5 MHz. Scales lent noise bandwidth of the recommended filters 
on 10 kHz'div., 10 dBidiv. their 3 dB bandwidth should be multiplied by 1.06. 
ed 
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3 Technical description 


3.1 SYSTEM OPERATION 


In this section the overall operation of 
TF 2370 is explained with reference to block 
diagrams Fig. 3.1 to Fig. 3.9. 


3.1.1 Digital display 


Am.o.s. f.e.t. recirculatory digital store 
is used. 


The detected output from the receiver 
section is analogue to digital converted to form a 
256 level by 512 ordinate representation of the 
display area. This stored information is con- 
tinuously displayed on a bright 130 x 100 mm 
camera viewfinder tube at a flicker free rate of 
76 Hz as a brightness modulated vertically scanned 
raster. Superimposed on this raster is an elec- 
tronically produced graticule which may be shifted 
vertically, and/or horizontally shifted and scaled 
before or after an image is stored. 


JOM 30MHz 200mH2z 200MHz 
SIGNAL 200MHz 
INPUT INPUT LP BUFFER BALANCED F 

+30dBm ATTEN FILTER AMPLIFIER MIXER AMPLIFIER 


-1 s0¢BM 


3OMHz RESTORED 

FREQUENCY OUTPUT 

ai —10dBm 
J 


200MHz 
F 


wore 


BALANTEO 


SWEEPS oscntatonl 


MV 


\ BALANCED 
. MIXER MIXER 
AMPLIFIER 
WOMH: 
COUNTER 30MHz 200MHz 200MHz 


The electronic graticule can be shifted ver- 
tically to make relative carrier/sideband ratios 
easy to read, shifted horizontally to centre on the 
carrier, and horizontally scaled against the inter- 
nal counter to give an exact frequency calibration. 


After any single sweep recording a bright 
line electronic cursor is available to be positioned 
anywhere across the screen so that the frequency 
at that point may be measured on the internal 
counter to a resolution down to 2 Hz. The counter 
readout will display either the absolute frequency 
at that point or the difference frequency between 
the bright line value and the centre of screen value 
of the. stored display. 


In the manual mode of the store, the elec- 
tronic cursor becomes an edit pointer enabling the 
user to selectively update the display around any 
points of interest. In this mode the instrument 
behaves as a recording selective level measuring. 
set. 


J6MHz 1O0kHz 1OOkHzZ VLF AUOIO 


/ CRT 


LOGARITHMIC 
AMPLIFIER 
SWITCHED ee 


BANDWIOTH 
FILTERS ee 


-3d8 at SH, 
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SOkHz 


OQ to-100d8 arent bit 
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Fig. 3.1 Simplified overall impression of TF 2370 
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2460 MHz 


40 MHz 


10 MHz 
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PULSE 
GENERATOR 
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Fig. 3.2 Block diagram of the fixed oscillator system 


To enable two recorded displays to be super- 
imposed, the digital store is used in two parts, 
each of 256 lines arbitrarily designated 'A' and 'B'. 


The persistence is infinite until renewed by 
the new sweep when it becomes zero. Read in 
bright-up may be added as required to help identify 
old and new data when using slow sweeps. 


In most cases, the complete erasure of the 
old image is ideal. However, there are some uses 
where the old image is required to be kept, simu- 
lating infinite persistence. Such applications might 
be for checking the frequency response or drift rate 
of an oscillator. Selection of the peak memory 
button on the display unit puts the store into this 
mode, 


3.1.2 Timing system 


Fig. 3.2 shows a block diagram of the fixed 
oscillator system. 


An. 80 MHz varactor controlled crystal oscil- 
lator produces a pure high level signal. This is 
multiplied by 3 to produce a reference frequency 
for the second local oscillator, and divided by 2 to 
produce a 40 MHz drive for the fixed i.f. chain. 

It is further divided by 4 to produce 10 MHz, then 
compared in a phase detector with the 10 MHz sig- 
nal from a temperature compensated crystal oscil- 
lator, which is operated at low level to achieve a 
stable frequency. 


The output from the phase discriminator is 
passed through the low-pass filter to control the 
80 MHz oscillator. The 10 MHz signal is finally 
divided by 100 to produce a 100 kHz signal which 
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drives a fast pulse generator producing a 100 kHz 
comb. A 36.4 MHz varactor controlled crystal 
oscillator is phase locked to the 364th harmonic of 
this to produce a coherent source for the tracking 
generator signal. 


A facility is also provided for the system to 
be locked to an external reference frequency stan- 
dard at 1 MHz. If this is used, the counter accu- 
racy will be as good as the standard +2 Hz. 


Fig. 3.3 shows the receiver front end and 
tracking generator schematic. The input signal 
is fed via a programmable attenuator to ana.c. 
coupled amplifier which permits the attenuator to 
be correctly matched into 50 2, This gives good 
v.S.W.r. performance at zero input attenuation 
and a low frequency 3 dB point of <30 Hz. Addi- 
tionally it lessens the noise contribution of the front 
end circuitry. 


The first local oscillator driving the double 
balanced ring bridge mixer up-converts the input 
signals to an i.f. of 200.2 MHz, whilst the second 
local oscillator down-converts to the second i. f. 
of 36.4 MHz. 


The first oscillator is a varactor controlled 
system of phase locked loops giving an output drive 
which is either in discrete steps of 1 MHz and 
100 kHz on narrow sweeps, or continuously swept 
on ranges of 20 kHz/div. and wider. The second 
local oscillator at 236.6 MHz has a range of 
£150 kHz which is used for sweeps of 10 kHz/div. 
or less, and permits fine tuning when the first 
local oscillator is phase locked. 
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Fig. 3.3 Block diagram of receiver front end and tracking generator 


Each oscillator has its own diode shaper 
network to produce a linear voltage/frequency 
relationship. The tuning controls are summed 
with the attenuated sweep which, in turn, is obtained 
from an integrated digital to analogue converter in 
the digital store. 


3.1.3 Tracking generator 


The tracking generator output signal is pro- 
duced by taking the previously generated 36.4 MHz 
signal (Fig. 3.3) and reverse processing the signal 
with the second and first local oscillators. 


The signal level is kept low through the 
mixers and 200.2 MHz i.f. to minimize leakage 
through the common signal paths to the first and 
second local oscillators. As the signal sensitivity 
in the 200.2 MHz i.f. mixer region can be as great 
as -140 dBm, the total isolation due to the buffer 
and mixers must be in excess of 115 dB over the 
range 0 to 110 MHz and at 200 MHz. Similar iso- 
lation levels are required between first and second 
local oscillators. Asa result, all these units are 
formed of discrete circuits in screened boxes. 


40 MHz 


36 4 MHZ IF 


36: MHz FROM 
SECOND MIXER. 
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The tracking generator output amplifier feeds 
a signal to the front panel at a level of -10 dBm 
and also a signal to the counter. 


3.1.4 Fixed i.f. chain 


Fig. 3.4 shows the arrangement of the fixed 
i.f's. 


Because a high degree of mirror channel 
rejection is required, the ratio of successive i.f's 
is chosen to be 10:1 or less. To avoid harmonic 
beats and spurious inter-modulation products 
between the several i.f's, the oscillator drives to 
the mixers are harmonically related. This has 
been achieved by simple division from the 40 MHz 
reference frequency. The square wave drive from 
integrated circuit dividers form ideal drives for 
the double balanced ring bridge mixers, and ensure 
that the last three mixers negligibly worsen the 
inter-modulation products produced in the first and 
second mixers. 
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Fig. 3.4 Block diagram of the fixed i.f. chain, switched filters and logarithmic amplifier 
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The finali.f. is at 100 kHz. It is at this 
frequency that the switched filtering and logarithmic 
shaping is performed. The 5 Hz and 50 Hz filters 
are of the crystal type whilst the 500.Hz, 5 kHz and 
50 kHz filters are LC type. 


The method of making the ‘oscillator' drives 
to the fixed i.f. chain phase coherent by means of 
digital dividers is extended to cover most other cir- 
cuit areas. For instance, the 10 MHz standard 
signal controls all the counter circuitry and the 
digital store takes this signal to derive its clock 
frequency. This in turn produces the c.r.t. line 
scan rate of 19.532 kHz by direct division which is 
also used to drive the e.h.t. unit. Thus any 
interfering signals from these sources are crystal 
controlled. 


The logarithmic amplifier is of the successive 
limiting gain blocks type, each block being current 
summed to give a segmented approximation to a 
logarithmic law. 


Two functions are performed. One comprises 


ten gain blocks summed to give a 100 dB range 
with a law accuracy of +1 dB whilst the other is pro- 


duced from four 2.5 dB gain blocks giving a 10 dB 
range with a law accuracy of +0.1 dB. A linear 
output position is also included. The detected sig- 
nal from the logarithmic amplifier is passed to the 
digital store circuitry. 


10 MHz 
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Technical description 


3.1.5 Variable oscillator system 
First local oscillator 


The first local oscillator is required to sweep 
between approximately 200 and 300 MHz for a vol- 
tage change of 10 V, which is the sweep drive pro- 
vided by the circuitry associated with the digital] 
store. 


The schematic diagram of the first local 
oscillator system is shown in Fig. 3.5. 


The system consists of three variable oscil- 
lators. The first is tuned over the range of 200 
to 310 MHz nominal frequency and is always phase 
locked. This oscillator provides the drive for 
the first input mixer and the tracking generator 
output mixer, and is called the slave first local 
oscillator. A similar oscillator tuned over the 
range 205 to 315 MHz nominal is the master first 
local oscillator. A third oscillator always phase 
locked at intervals of 100 kHz, tuned +1 MHz about 
4.8 MHz, provides a variable offset between the 
master and slave. 


Although the slave receives a sweep drive 
via the shaper circuit as does the master, this is 
only to set it approximately on the desired fre - 
quency. The precise frequency is set by phase 
locking it to the difference between the master and 
4.8 MHz oscillators. 


Tracking 


SLAVE VEO 
generator 


200-310 MHz 


MASTER VCO 
206-316 MHz 


Signal 


Fig. 3.5 Block diagram of first local oscillator system 
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CRT: 


Intensity 'A': 


Intensity 'B' : 


Vertical gain : 
Vertical shift : 


Graticule 


Horizontal gain : 


Horizontal shift : 


Vertical shift : 


_ Intensity : 


External standard input 


Input impedance : 

Signal level required : 

Frequency : 

Accuracy required : 
Detected output 

Output impedance : 


Frequency response : 
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REFRESH 'B' : In this mode, DISPLAY 'B' is continuously re- 
freshed as in HIGH DEFN, DISPLAY 'A' is permanently stored. 


READ IN B/U : Display 'Bright-up' indicates the data renewal 
point on the display. ; 


PEAK MEM : The peak signal level of a spectrum (whose level 
may be changing) is stored and displayed, 


Camera viewfinder tube with 100 x 130 mm viewing area, 


Controls brightness of display on HIGH DEFN and DISPLAY 'A' 
modes of operation. 


Controls brightness of display on DISPLAY 'B' mode of 
operation, 


Provides preset adjustment of the display amplitude. 
Provides preset adjustment of the display position. 
Nominal 1 cm vertica] calibration lines and 1 cm horizontal 
calibration lines sub-divided to 2 mm, are electronically dis- 
played on the c.7.t. 
Enables the electronic graticule to be expanded. Cover 
greater than +15%, An indicator lamp shows when the control 
is being operated in the uncalibrated position, 
Enables the electronic graticule to be positioned over at least 
+1,5 major divisions, An indicator lamp shows when the 
control is being operated in the uncalibrated position, 
Enables the electronic graticule to be positioned over at least 
1 major division, An indicator lamp shows when the control 
is being operated in the uncalibrated position. 
Controls background brightness of the electronic graticule. 
Rear BNC socket permits internal 10 MHz standard to be locked 
to external 1 MHz standard. Green light next to socket glows 
when adequate signal is applied at the correct frequency to 
achieve satisfactory lock. 
Approx, 10 k2 shunted by 100 pF. 
0.25 Vtol.0O Vr.m.s. 
1 MHz, 

7 
Better than 1 in 10. 
Rear panel BNC socket provides demodulated cutput, 
Approx. 600 &, 
-3 dB at less than 30 Hz to greater than 20 kHz using 50 kHz 
filter, relative to level at 1 kHz. 


ll 


The differential action of TR9, TR10 helps 
balance out hum onthe +14 V, -14 V lines, re- 
ducing the level of hum applied to varactor diodes 
D1 and D2 on AB3. Potentiometer R42, whose 
attenuated output is taken to the base of TR10, 
allows a d.c. preset bias to be applied across 
varactor diodes D1 and D2 on AB3. 


10 MHz output of IClb, pin 15, is applied to 
emitter followers TR4 and TR5. The output of 
TR5 drives three parallel] 10 MHz output stages, 
TR6, TR? and TR8. 


The first 10 MHz signal is routed to poten- 
tiometer R30 in the emitter circuit of TR6. Out- 
put of TR6 is fed via pin 10 to the front panel 
standard 10 MHz socket. The output level at the 
socket is -10 dBm when terminated with 50 2, and 
is set by R30. 


A second signal from TR5 is fed via C18 to 
the emitter of TR7. Output of TR7 is taken via 
pin 12 to AE3. This 10 MHz signal is used, after 
being divided by four, as the clock drive for the 
digital store. 


The third output of TR5 is routed via C21 to 
the emitter of TR8. The output of this buffer 
is taken via pin 14 to AA2, and used to produce a 
comb for the phase locking of the first local 
oscillator. 


3.8 FIXED OSCILLATOR DIVIDER CHAIN 
—AB2 


Circuit diagram— Fig. 7.9 
Block diagram—Fig. 3.10 


40 MHz output of AB3 is taken to ICla via 
pin 6, [Cia divides the signal by 5, and IC1b 
further divides the signal by 2. 


The 4 MHz signal at pin 15, IC1b, is applied 
to emitter follower TR1. The output of TR1 is 
fed to the base of amplifier TR3. The amplifier 
produces an output which passes via pin 7 to AB7 
as the 4 MHz mixer drive. C20 reduces the high 
frequency components of the 4 MHz square wave 
output. 


A second output of TR1 is applied to the base 
of TR2, which amplifies the 4 MHz signal to 
sufficient level to operate IC2, IC2 divides the 
signal by eight, producing 500 kHz. This signal 
is passed via NAND gates IC4b and IC4c to ampli- 
fier TR4. The output of TR4 is taken via pin 9 
to AB6 to be used as a local oscillator drive, 
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A further input to IC4c turns off the 500 kHz 
output to the i.f. mixer during T time. The T 
time input is taken via pin 13. 


T time suppression of the 500 kHz local 
oscillator output during flyback open circuits the 
i.f. path. This avoids any spurious response at 
the start of scan due to the filter memory of a 
previous response. 


Diode D1 clips the top of the 500 kHz square 
wave output of IC4c to remove any residual modu- 
lation, 


A second output of IC2 is passed via NAND 
gate IC4a toIC3. IC4a acts as a buffer to prevent 
signals from IC3 appearing on the output of IC2, 
IC3 divides the 500 kHz signal down to 100 kHz, 
and the oufput is taken via pin 11 to ABI, 


3.9 364MHz CRYSTAL OSCILLATOR—AB1 


Circuit diagram— Fig. 7.9 
Block diagram—Fig. 3.10 


The 100 kHz square wave output of AB2 is 
passed to amplifier TR1 via pin 2. TR1 output is 
tuned to 36.4 MHz by Ll and C5. TR2, whose 
collector is tuned to 36.4 MHz, further amplifies 
the signal, and a comb of 100 kHz signals about 
36.4 MHz is produced at its collector. This out- 
put is tapped at L2, and fed to T2 which is part of 
a ring bridge, used as a phase comparator. The 
signal is compared with output of 36.4 MHz phase 
locked crystal oscillator TR3. 


TR3 output is amplified by TR4, TR5 and 
provides drive to the phase comparator IC1. The 
d.c. output of the phase comparator is amplified 
by IC2 and applied to Di via R8 to control the 
oscillator frequency. Potentiometer R30 opti- 
mizes the d.c. bias in the phase locked loop. 


Diodes D2, D3 and D4 form a clamp circuit 
which prevents the phase locked loop going into a 
locked state during switch on. 


TR3 is tuned by C12, C14, C15, inductor L3, 
varactor diode Dl and crystal XL1l. 


An additional output at 36.4 MHz is taken 
from TR5 via R23, attenuator pad R24, R34 and 
R35, and isolating transformer T3. The signal 
passes via pins 7 and 8 to AC1. The output level 
of this 'tracking generator reference’ signal is 
adjusted by variable resistor R23. 
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1.4 INTRODUCTION 


TF 2370 is a spectrum analyser/tracking 
signal generator/counter covering the range 30 Hz 
to 110 MHz in sweep widths varying from 200 Hz 
to 100 MHz and with resolutions varying from 
50 kHz to 5 Hz. Theuserselects input sensitivity, 
sweep width, centre frequency and filter resolution 
and.a wired logic programme selects best r.f. /i.f. 
gain ratio, sweep rate and filter bandwidth. 


One of the disadvantages of high resolution 
swept-filter type spectrum analysers is the long 
sweep times necessary to scan the required fre- 
quency band. In TF 2370 the longest sweep time 
is 100 seconds. Toenablethe data scanned during 
this time to be clearly presented and subsequently 
analysed, a digital store, consisting of a 256 x 
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512 bit m.o.s. f.e.t. dynamic shift register, re- 
cords the processed signal from the wide range 
logarithmic amplifier and displays this stored data 
at a flicker free 70 Hz rate on a bright 13 x 10 cm 
camera monitor cathode ray tube. Superimposed 
on this displayis an electronic graticule which may 
be moved in both vertical and horizontal directions 
to facilitate accurate measurements. The stored 
display of a single shot scan can be measured in 
frequency to counter accuracy by positioning an 
electronic cursor in. the desired position. Addi- 
tionally the electronic cursor can be used to 
manually edit or update the stored image or can be 
used as a meter, thus providing the facilities ofa 
selective level test set. 


The instrument is constructed in two halves, 
an upper display unit, and a lower r.f. unit, which 
are connected at the rear by two comnector 
assemblies. 
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Fig. 1.1 410 MHz Spectrum Analyser TF 2370 
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1.2 DATA SUMMARY 

Amplitude measurement 
Input impedance : 
Input v.s.w.r. : 


Maximum input : 


Vertical scale range : 


Vertical scale display : 


Frequency response : 
(relative to 10 MHz level) 


Gain: 


Vertical scale range accuracy : 


Vertical scale display accuracy : 


Bandwidth/dispersion switching 
accuracy : 


Average noise level : 
(between 100 kHz and 110 MHz) 


Spurious responses : 


intermodulation display : 


Residual responses : 


Amplitude stability : 


50 Q (BNC type socket). 
Less than 1,2:1. 


+30 dBm for five minutes (7.1 V r.m.s.). 
+25 dBm continuous (4 V r.m.s.). 


+30 to -159 dBm at 10 dB/div. (1 div. = approx. 1 cm). 
+30 to -109 dBm at 1 dB/div. 


Log : 10 dB/div. for a 100 dB full screen display. 
1 dB/div. for a 10 dB full screen display. 


.Linear : 300 mV/div. to 300 nV/div. ina 1, 3, 10 sequence on 


a 10 division display. 


+1 dB from 100 Hz to 110 MHz, 
-3 dB at less than 30 Hz. 


Preset control for adjustment of vertical scale display. 


10 dB steps : +0.3 dB/10 dB; cumulative error less than 
+1,5 dB. 

1 dB steps: +0.1 dB/1 dB; cumulative error less than 
+0.3 dB. 


Log : 10 dB/div. Overall law accuracy 0 to -80 dB, +1 dB; 
-80 to 100 dB, 41.5 dB. 
1 dB/div. Overall law accuracy +0.1 dB. 


Volts/div. linearity : +1.5% of full-scale range. 


Quantization error : +0.25% of full-scale range for 5 Hz to 
5 kHz filter bandwidths. 


Maximum error when switching between bandwidths and Hz/div. 
settings (15to 25°C) : 


Log: +1 dB, +1% f.s.d. 

Linear : +10%. 

Less than -120 dBm with counter 'ON'. 
Less than -130 dBm with counter 'OFF'. 


(Both measurements made on MANUAL sweep with 
50 Hz filter selected. } 


70 dB below a single signal at a level of -40 dBm at input mixer. 


-70 dB (two tone test) with signals at -40 dBm at input mixer 
and 500 Hz apart (measurements made on MANUAL sweep). 


30 Hz to 20 kIIz less than -90 dBm. 
20 kHz to 110 MHz less than -100 dBm (measured at input mixer 


or INPUT socket, whichever is greater). 


40.1 dB/?C 
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Calibrator 
Output impedance : 
Frequency : 


Amplitude : 


Tracking generator output 


Output impedance : 
Output v.s.w.r. : 
Frequency : 
Amplitude : 


Frequency response : 
(relative to 10 MHz level) 


Frequency measurement 


Range : 


Reference frequency : 


Sweep modes : 


Sweep range : 


Sweep range accuracy : 
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50 Q nominal (BNC type socket). 


10 MHz +20 Hz. 


-10 dBm +0.3 dB. 


Enables the transfer characteristic of any network to be 
measured over a dynamic range of up to 120 dB. 


50 2 (BNC type socket). 

Less than 1.2:1. 

Within +2 Hz of the input tuned frequency. 
-10 dBm +2 dB at 10 MHz. 


+1 dB from 100 Hz to 100 MHz. 
-3 dB at less than 30 Hz and greater than 110 MHz. 


30 Hz to 110 MHz. Four REFERENCE FREQUENCY con- 
trols provide frequency cover of 0-110 MHz minimum. 
Three of the controls give adequate incremental coverage 
across the frequency range of approx. +1 MHz, +70 kHz 
and +1 kHz. 

The reference frequency may be positioned to the centre or 
left-hand edge of the graticule display by front panel push 
button selection. 


Accuracy : see 'Counter'’. 


Auto: Analyser sweep free runs. 


Manual : Sweep position determined by the BRIGHT LINE 
POSITION control which is continuously variable across the 
display in either direction. In this mode the instrument may 
be used as a selective level measuring set, a video filter for 
noise averaging being automatically selected. 


Single : A single sweep may be initiated by the START control. 


Start : Sweeps may be terminated at any time by pressing this 
button. The sweep will re-commence when this button is 
released. 


18 calibrated sweep widths in two bands : 10 MHz/div. to 

0.02 MHz/div. and 10 kHz/diy. to 0.02 kHz/div. 

In the kHz/div. modc, the 0-110 MIlz and +1 MHz REFERENCE 
FREQUENCY controls are phase locked to frequency increments 
of 1 MHz and 100 kHz respectively. 


+£10% of full-scale +20 Hz, against electronic graticule. May be 
set to within :1% +20 Hz using internal counter. 
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Technical description 


Together, the master and 4.8 MHz offset 
oscillators control the frequency of the slave, 
which is always phase locked to the difference 
frequency even during a sweep. The 4.8 MHz 
oscillator is not swept, but provides precise incre- 
mental steps of 100 kHz, since it is phase locked. 


When phase locked, the phase difference 
between the slave and master oscillator is com- 
pared in a quadrature mixer arrangement to check 
whether the slave oscillator has locked above or 
below the frequency of the master oscillator. The 
search oscillator is not stopped until the correct 
frequency relationship of the two oscillators is 
achieved. 


The master is swept on the MHz/div range 
setting, the amount of sweep depending on the 
degree of attenuation inserted by the horizontal 
scale button, or is phase locked at 1 MHz intervals 
on the kHz/div range. 


When on kHz/div, the offset oscillator is 
able to give the cover in 100 kHz steps between 
the 1 MHz lock points of the master. When set 
to MHz/div, the offset oscillator is not varied but 
fixed, and the '+1 MHz' control acts directly on 
the master as a fine control. 


All phase lock loops have automatic search 
circuits incorporated although not all of them are 
shown in the diagram. 


Second local oscillator 


When the first local oscillator is phase locked, 
the sweep must be performed by another oscillator 
which is stable enough so that a 5 Hz filter can be 
used to advantage. This is effected by an oscil- 
lator of 3.4 MHz nominal frequency swept by 
£150 kHz. 


To ist LO 
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=t 
SCALE v 


tee ind 


vco 
3-42 045 MHz 


The varactor sensitivity of approx. 30 kHz/V 
keeps the problems of noise and spurious sidebands 
within reason, and provides enough sweep to take 
over sweeping from the first local oscillator at the 
point where the stability of the latter becomes in- 
adequate. 


The change over from sweeping the first local 
oscillator to the second local oscillator while phase 
locking the first local oscillator, is achieved auto- 
matically when selecting the desired sweep width. 
Thus sweeps of 10 MHz/div to 0.02 MHz/div are 
provided by the horizontal scale push button switch 
when the range switch is set to MHz/div. In this 
condition sweeping is accomplished by the first local 
oscillator (which is then, of course, not phase locked) 
and the reference frequency controls '0-110 MHz' 
and '+1 MHz' act together on the first local oscillator 
as coarse and fine controls. 


The '+70 kHz' and '+1 kHz' controls act in the 
same way for the second local oscillator but the 
‘+1 kHz' control is too fine to be useful in this con- 
dition. 


When the kHz/div button is pressed the hori- 
zontal scale factor is changed by 1000 and so sweeps 
of 10 kHz/div to 0.02 kHz/div are provided by the 
second local oscillator... The first local oscillator 
is phase locked in this condition and may be altered 
in 1 MHz steps by the '0-110 MHz' control and in 
100 kHz steps by the '+1 MHz’ control. Thus in 
this mode all four controls provide successively 
finer alterations of centre frequency about which the 
second local oscillator sweeps. 


The schematic of the second local oscillator 
is shown in Fig. 3.6. Many features are similar 
to those of the first oscillator. Quadrature mixer 
phase detector and lock check circuits are used. 
The shaper is separate from the first, but the atten- 
uator used for the horizontal scale is the same and 
the sweep is switched to the appropriate oscillator. 
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Fig. 3.6 Block diagram of second local oscillator system 
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Fig..3.7 Overall block diagram of data store and display 


The 240 MHz reference input, like the LO Mliz to 
the first oscillator, is derived from the crystal 
standard, 


The total tuning range of the second oscillator 
is +150 kHz. This is needed to accommodate both 
centre frequency and left-hand side frequency 
expansion called up by the display section, as well 
as '+70 kHz' control and the sweep itself. 


3.1.6 Data store and display 


The 100 kHz signal from the last i.f. passes 
to the logarithmic amplifier and detector - see 
Fig. 3.7. This detected signal must now be con- 
verted into a set of digital words which can be 
stored prior to displaying. The analogue to digi- 
tal converter must be capable of working to at 
least the accuracy of the preceding circuitry, and 
at the same time be fast enough to gather infor- 
mation correctly from the fastest sweeps. 
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Analogue to digital converter 


Conversion takes place at precise times 
which are controlled by a set of counters dividing 
the basic clock frequency by a preset number. 
Since these times do not necessarily correspond 
to peaks in the detected output, there is a further 
requirement for the analogue to digital converter. 
This is to hold the peak value of the detector output 
between conversion times, so that any spectrum 
spike occurring between these times is presented 
to the store and displayed at the next data point. 


To capture and hold these spikes a second 
peak detector is used as shown in Fig. 3.8. Both 
peak detectors can be discharged once their output 
has been read into the peak store, which must be 
capable of reaching the maximum value in a very 
short time, and also retain this value accurately 
until the next conversion time. The peak voltage 


is converted into its digital form in a conventional 
ramp converter. 


Data to store 


Fig. 3.8 Block diagram of peak detector and analogue to digital converter 
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Considering the conversion sequence, the 
output from detector 2 is frozen at the latest peak 
value, and then converted to the equivalent binary 
number and presented ready for storing. During 
the conversion time detector 1 is operating. 
Immediately after conversion the freeze signal is 
removed from the second detector and it is dis- 
eharged. When the discharge is ended detector 2 
is able to take the peak value as recorded by detec- 
tor 1, which is discharged just prior to detector 2 
being frozen for the next conversion. Any peak 
signal occurring during this discharge time is not 
lost as the output of detector 1 follows the input 
during the discharge. As soon as detector 1 is 
discharged the sequence is repeated. 


After conversion, the digital number is tem~ 
porarily stored in the counter. It is transferred 
to the main store at the beginning of the next con- 
version time, 


The capacity of the store is 513 eight bit 
words. When the spectrum analyser is used in 
in its high definition mode the display uses 470 of 
these words. The remaining words can beaccessed 
from the store only during scan flyback, 


Display technique 


A magnetically deflected display tube is used. 


The display method is to use the vertically 
scanned raster as a framework on which the elec- 
tronic graticule is displayed; the data is displayed 
by brightening up the raster lines to a height repre- 
senting the input voltage. The maximum number 
of spectrum lines displayed is limited by the number 
of raster lines, viz 470 per displayed area. As the 
line rate is fixed there is no problem in achieving 
0.5% accuracy and, as both data display and grati- 
cule undergo the same deflection distortion, the 
accuracy can be +1 bit. 


Data accession 


To obtain the greatest accuracy on the display, 
digital data accessed from the store is converted 
from the digital form to a time function which is as 
accurate as the crystal standard. The amplitude 
graticule is also timed by this same crystal stan- 
dard. 


The time function is produced by presetting 
a counter to the binary inverse of the number stored 
in the store, at the beginning of each line scan. 


The raster is brightened up until the preset counter 
clocked by the standard clock, reaches its maximum 
count. At this instant the raster line is dimmed to 
the graticule brightness level. Obviously, the 
larger the digital number in the store, the smaller 
the number preset in the counter, and the longer the 
time taken before the maximum count is reached 
and the raster dimmed. 


As the data input rate, data access rate and 
the electronic requirements of the shift registers 
used in.the store are not directly compatible, data 
in the store is multiplexed. Data is accessed from 
the store at line rate. As there are 513 words in 
the store and the maximum line rate using standard 
techniques is about 20 kHz, the total. contents of the 
store can be accessed every 25.65 ms. Ina simple 
display, this rate would cause excessive flicker, 
but this is eliminated by using dual interlace. 


Data input to the store is arranged so that 
each time data is recirculated in the store shift 
registers, one word may be entered. To obtain 
different input rates the shift register is allowed 
to recirculate once, twice, five times etc. in 1, 
2, 5, 10... 1000 sequence, before the next data 
word is entered. 


The fastest sweep required is 100 ms. In 
this time 513 words must be entered to fill the 
store, i.e. 1 word per 194.9 ws. In this time 
the store must recirculate once, Hence the clock 
rate required is 1/(194.9 x 10-6 + 513) = 2.63 MHz. 
In practice a slightly slower sweep is allowed and 
a 2.5 MHz clock is used. 


Considering the data access from the store, 
a clock rate of 2.5 MHz anda line rate of 20 kHz 
means that lines occur every 125 clock pulses. 
By reducing the line rate to 19,53125 kHz, it 
becomes equal to clock rate divided by 128, which 
provides the basis for the store multiplexing. By 
using a line frequency of 19,53125. kHz and clock 
frequency of 2.5 MHz, four 8 bit words are re- 
moved from the store every 512 clock pulses, and 
the store, having 513 words, is one word removed 
from the start. Hence the next four words bring 
the store back to a similar position but two bits 
removed from the start. 


Continuing this sequence 64 times, the store 
is 64 bits removed from the start and has accessed 
G4 x 4 = 256 words, This is half the store. 
Remembering that a double interlaced scan is being 
used, the second frame is now ready to start. 

This continues until the final 256 words are re- 
moved from the store. 
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Data entry 


It can be seen that the first word in each 
frame accessed from the store are positioned 
64 words apart inthe store. Similarly the second 
words are 64 words removed from the first and 
64 words apart. Hence the input data must be 
inserted so that the second word is 64 words after 
the first and the third 64 words behind the second 
and so on. This is combined with the data input 
criteria by allowing the store to recirculate one 
whole revolution and 64 words each time data is 
put in on the fastest sweep, two revolutions and 
64 words on the second fastest sweep and so on. 
As there are 64 x 8 + 1 words in the store the 9th 
word will correctly place itself one word in front 
of the first which fits in with the data readout 
criteria. 


Sweep generator 


The sweep supplied to the local oscillators 
in the r.f. section must be in synchronism with the 
data input to the store, and be of exactly the correct 
amplitude and duration on each sweep speed. This 
enables an accuracy of +1 line in the data display to 
be achieved. 


The method used is to take each data input 
command pulse and, by means of a counter and 
digital to analogue converter, use it to produce a 
staircase waveform. This staircase can be reset 
each time a complete set of data has entered the 
store - or at any time if the sweep is interrupted by 
operator intervention. As there are the same 
number of data input pulses no matter what sweep 
speed is selected, the staircase is of constant size 
but of variable rate. Its amplitude at any time 
corresponds exactly to the data input point to the 
store. 


The steps in the staircase waveform are 
removed by an integrator with a relatively short 
time constant which is switched with sweep speed. 
The accuracy of the time constant is not critical. 


Each time 512 words have been entered in the 
store, the input sequence stops. A signal is passed 
to the frequency counter enabling the ‘count centre 
frequency’ sequence to begin. Whilst the centre 
frequency of the scan is being calculated, the scan 
voltage is held constant at half the maximum scan 
voltage by presetting the staircase generator. 

When the centre frequency has been measured, and 
stored in the counter memory latches, a signal is 
passed to the input sequence circuitry. 


2370 (1) 


Technical description 


In the auto mode, the input sequence is re- 
synchronized to the start of the data in the recir- 
culating shift register and the read-in sequence is 
repeated. Shoulda single sweep have been selec- 
ted, the resynchronizing pulse is inhibited hence 
inhibiting the start of another read-in sequence. 


When operating in the. manual mode data is 
placed in the store at the point where the bright line 
is displayed. This method of data renewal is easily 
achieved as data is accessed from the store at the 
beginning of a line scan, and by detecting the bright 
line signal at the start of a line scan and gating it 
with a data access pulse, a ‘manual data input' 
pulse is produced. 


Dual store 


In the dual store mode the input and output 
sequence to the store is slightly modified. Alter- 
nate data input pulses are inhibited, the onés in- 
hibited being odd or even depending on the selection 
of A or B store refresh. 


Referring back to the data readout sequence 
described earlier, it can be seen that these two 
stores will be accessed alternately each field scan. 


The method employed is to display both A and 
B stores on each field. To do this a latch is used 
to store one word of data. When store A is being 
accessed directly by line rate pulses, store B may 
be accessed at a time 64 clock pulses earlier and 
stored in the latch. Hence by using two presettable 
counters and two sets of raster bright-up circuits, 
one operated directly from the store, and the other 
from the word stored in the latch, the required 
display of A and B stores can be achieved. 


To obtain a display of A store only, the 
bright-up circuit is switched between the outputs 
of the two presettable counters. As during one 
field store A is accessed by line pulses; during 
the next, as B is being accessed directly, A is 
accessed by the latch operating 64 clock pulses 
earlier. Similarly B is accessed by a similar 
process operating 180° out of phase. 


Not only can a signal be measured accurately 
in amplitude, it can also be compared accurately 
using the dual store mode with another signal which 
need not be at the same frequency. 
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Measurement graticule 


Measurement of frequency is very accurate 
using the graticule, and can be set so that per- 
manent records using photographs can be taken 
without the need for any note of the frequency 
graticule error. 


The frequency graticule is generated by an 
astable circuit. Its output pulses are synchronized 
by field scan, and delayed after field scan by a 
settable time. The period of the oscillation of the 
astable circuit is also alterable. By changing the 
delay and period, the frequency graticule can be 
both shifted and expanded. 


Thus, with the help of the frequency counter, 
the graticule can be adjusted in two simple opera- 
tions to be exactly correct to the accuracy of the 
counter, over any sweep width chosen. Hence not 
only can a signal be measured accurately and easily 
in amplitude, it can be calibrated on a frequency 
graticule, and a permanent record kept at the high 
accuracy. 


The dashed lines on the frequency graticule 
are added to serve a dual purpose. The lines are 
positioned to be the first, centre and last graticule 
lines, The first and last are marked to show the 
extent of the calibrated sweep, and the centre for 
ease of identifying the point at which the counter 
measures the centre frequency. The lines also 
enable the operator to calculate relative levels of 
signals more easily by grouping the dB lines in 
sets of two major divisions. 


To produce the dashed lines, the first, centre 
(sixth) and last (eleventh) frequency graticule lines 
are detected using .a + 5 counter preset to a count 
of 4 each field flyback. Each time a count of 5, 

10 or 15 is reached, the standard graticule line is 
gated out and a new line introduced, by counting 
major amplitude graticule divisions and dividing 
by 4 to produce alternate dashes of 2 bright and 

2 dim divisions. When the third dashed frequency 
line has been produced, all frequency graticule 
lines are inhibited so that the 11th frequency grati- 
cule line - producing 10 divisions - is the last line 
displayed. 


The amplitude graticule lines are produced 
from the standard clock. They are generated by 
two counters - see Fig. 3.9. The first is a +128 
counter operating on the clock rate to produce a 


pulse at line rate. This counter is synchronized 
at field rate, but delayed from the start of the 
field. Pulses at line rate are hence produced 
slightly delayed by the same amount. They are 
used to preset the graticule generator counter 
which counts clock rate producing a narrow lne 
each count, and a wider line each 5th count as set 
by the pulse time of two monostables. 


Major 
Qraticule 


2 5 MHz clock 
To video 
mixers 


Minor 
graticute 
lines 

> 


PO A 


Fig. 3.9 Block diagram of amplitude graticule generator 


All the signals finally come to the video 
mixers and amplifier. The bright line signal is 
added at a constant level. The frequency and 
amplitude graticule are gated together and fed to 
the video signal at an adjustable level, the data 
display is added at an adjustable level, and both A 
and B stores can be adjusted independently. Line 
and field blanking is added and the final signal, 
which is very similar to that of a standard tele- 
vision video signal, is presented as modulation 
to the display tube electrodes. 


3.2 PROGRAMMABLE INPUT 
ATTENUATOR—AHI1 


Circuit diagram— Fig. 7.7 


This is a stepped attenuator giving up to 
120 dB loss in 10 dB steps. 


The pad sections consist of resistive 7 net- 
works with a characteristic impedance of 50 2. 


Electrical shielding is provided by a metal 
casting divided into compartments which house the 
pads. The dimensions of the casting, together 
with the pads, bypass links and microswitches, 
are designed to maintain the characteristic impe- 
dance. Provision is made by controlling the 
spacing of components, and the adjustment of 
stray reactayice, to ensure maintenance of per- 
formance up to 110 MHz. 
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Fig. 3.10 Block diagram -— Oscillator system 
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Pads are taken out of circuit by micro- 


switches, housed inside the screened compartments, 


which are operated in pairs by solenoids energized 
by drivers on AF2. 


Signal input is via the input 50 2 socket on 
the front panel. Output is fed to AB10. 


3.3 30 Hz to 110 MHz INPUT SIGNAL 
AMPLIFIER—AB10, AB10a and AB10b 


Circuit diagram— Fig. 7.7 
Block diagram—Fig. 3.10 


This stage consists of low-pass filter AB10, 
10 dB wide band amplifier AB10a, and supply line 
cleaner AB10b. Input is via the 120 dB program- 
mable attenuator. 


Low-pass filter AB10 is preset to curve (a) 
in Fig. 3.11, and C7 is selected for optimum 
v.S.W.r. 
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Fig. 3.11 Response curves of input low-pass filter and i.f. signal 
\ es amplifiers 
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The signal is passed to wide band amplifier 
TRI to TR6 (AB1l0a) via pin 6. The amplifier has 
a nominally flat response between 100 Hz and 
100 MHz, witha gain of 10 dB. Adjustment of 
R19 balances the d.c. output, and 014, C16 are 
chosen to give a flat response. TR1, TR2 are an 
input pair, and with TR3, TR4 form two balanced 
feedback pairs, which are a.c. coupled with 
balanced output transistors TR5, TR6. Amplifier 
output is taken via double screened coaxial cables 
to the input balanced mixer of 200.2 MHz i.f. signal 
amplifier AB9. 


Line cleaner AB10b provides stable, current 
limited supplies of approximately +11.5 V and 
-11.5 V for board AB10a . 


R1 sets the reference voltage for the +11.5 V 
line. R38, R4 provide the feedback voltage to com- 
parator IC1, which is short circuit protected. C2 
provides the frequency characteristic roll-off 
point, and R2 sets the circuit protection current 
limit. 

The -11.5 V line is similar to the +11.5 V 
line : 


R5, R6 provide the reference voltage, R7, 
R8 the feedback voltage to comparator IC2, and C4 
the frequency characteristicroll-off point. TRI, 
with R9, R10, Dl, D2 and D3, forms a series 
regulator external to IC1, which is capable of 
withstanding up to 5 s short circuit. 


3.4 200.2 MHz IF SIGNAL AMPLIFIER—-AB9 


Circuit diagram— Fig. 7.7 
Block diagram—Fig. 3.10 


Output of ABi0a is fed to input balanced 
mixer AZ1, which also receives swept frequency 
output of the first local oscillator of 200 to 
310 MHz. AZ1 output of 200.2 MHz is fed via Rl 
to TP.1 emitter. 


TR1 to TR4 are cascaded grounded base 
amplifiers, each tuned to 200.2 MHz (see curve (b) 
in Fig. 3.11), with an overall gain of approxi- 
mately 8 dB. Output is passed to output balanced 
mixer AZ2. Also fed to AZ2 is the variable out- 
put (236.6 MHz +150 kHz) of the second local oscil- 
lator. 


Mixer output of 36.4 MHz is fed to 36.4 MHz 
i.f{. signal amplifier AB8. 
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3.5 36.4MHz IF SIGNAL AMPLIFIER—AB8 
3.6 MHz IF SIGNAL AMPLIFIER—AB7 
400 kHz IF SIGNAL AMPLIFIER—AB6 


Circuit diagram— Fig. 7.8 
Block diagram—Fig. 3.10 


These boards form a group of three i.f. 
amplifiers with an overall gain of unity. Each 
amplifier is designed for a particular frequency 
response. The response curves (AB8 curve (c), 
AB7 curve (d), AB6 curve (e)) are shown in 
Fig. 3.11. 


36.4 MHz output of AZ2 on AB9Y is fed to AB8 
at pin1. AB8 contains three transistor stages, 
TR1, TR2 and TR3, with frequency responses 
shaped by four tuned circuits. Potentiometer R12 
adjusts the overall amplifier and mixer gain to 
unity. L8, C17, at the output of TR3, provide 
increased rejection at 200 MHz. Output of TR3 
is transformer coupled (T2) into balanced mixer 
ICl. The mixer is also fed with 40 MHz output 
of AB3, Mixer output of 3.6 MHz is transformer 
coupled (T3) into AB7. 


AB7 consists of three transistor stages, 
TR1, TR2 and TR3. 3.6 MHz from AB8 is taken 
via pin 1. 


The first stage contains tuned circuit Ll, C4 
which is overcoupled to tuned circuit L2, C6 via 
C5. Stage two tuned circuit L3, C8 is under- 
coupled to L4, Cil via C10. The overall amplifier 
and mixer gain is set to unity by R16. TR2 output 
is transformer coupled into balanced mixer IC1, 
which is also fed with 4 MHz output of AB3. 

Mixer output of 400 kHz is passed to AB6. 


AB6 has three transistor stages; the first, 
TR1, is followed by an overcoupled pair of tuned 
circuits, and the second, TR2, by an undercoupled 
pair of tuned circuits. R16 sets the overall 
amplifier and mixer gain to unity. L6 and C18, 
in the output of TR1, increase the rejection at 
the mirror channel of 600 kHz. 


Output of TR3 is transformer coupled (T2) 
into balanced mixer IC1, which is also fed with 
500 kHz from AB2. Mixer output of 100 kHz is 
taken to the switched gain amplifier AC6. 
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3.6 80 MHz CRYSTAL OSCILLATOR—AB3 


Circuit diagram— Fig, 7.9 
Block diagram—Fig. 3.10 


Transistor TR1 and associated circuit forms 
an 80 MHz varactor controlled crystal oscillator. 
The main tuning components are L1, C5, C7, C8, 
varactor diodes D1 and D2, and crystal XL1. 

The output signal is passed to TR2. 


The output of the tapped inductor in the col- 
lector circuit of TR2 is fed two ways; to emitter 
follower TR3, and then out to AA7, and also to IC1. 


IC1 is a high frequency bistable which divides 
the 80 MHz signalto 40 MHz. The signal is passed 
via emitter follower TR4 to three paralleled output 
stages. One path, via C19, is to cascade ampli- 
fier TR5, TR6 which provides an output to AB8. 

A second path via C23 to AB2, and a third path 
via C25 and amplifier TR7 to AB4. 


3.7 10MHz REFERENCE CRYSTAL 
OSCILLATOR—AB4 


Circuit diagram—Fig. 7.9 
Block diagram—Fig. 3.10 


A 40 MHz signal is fed to pin 8 from AB3. 
The signal is taken to IC1 which is a high frequency 
dual bistable connected as a divide by four. 


The 10 MHz output at pin 9, IClb, is fed to 
emitter follower TR2. The signal at TR2 emitter 
drives amplifier TR3 which contains transformer 
T2 in its collector. T2 forms a ring bridge modu- 
lator with Tl and IC2, which is used as a phase 
comparator comparing the signal from TR3 with 
the output signal of temperature controlled crystal 
oscillator X1. The output of X1 is fed via C7 and 
amplifier TR11 to the other side of the ring bridge 
modulator. The 10 MHz signal output of TR3 is 
at sufficient level to drive alternate pairs of diodes 
of IC2 into conduction on alternate half cycles. 


The output of the phase comparator at the 
centre tap of T1 is fed via R7 and R8 to the base 
of TR9. TR9 and TR10 form a long tailed pair, 
differential amplifier. The signals at TR9, TR10 
collectors are fed via pins 6 and 16 to the varactor 
diodes on AB3. 
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The differential action of TR9, TR10 helps 
balance out hum onthe +14 V, -14 V lines, re- 
ducing the level of hum applied to varactor diodes 
D1 and D2 on AB3. Potentiometer R42, whose 
attenuated output is taken to the base of TR10, 
allows a d.c. preset bias to be applied across 
varactor diodes D1 and D2 on AB3. 


10 MHz output of IClb, pin 15, is applied to 
emitter followers TR4 and TR5. The output of 
TR5 drives three parallel] 10 MHz output stages, 
TR6, TR? and TR8. 


The first 10 MHz signal is routed to poten- 
tiometer R30 in the emitter circuit of TR6. Out- 
put of TR6 is fed via pin 10 to the front panel 
standard 10 MHz socket. The output level at the 
socket is -10 dBm when terminated with 50 2, and 
is set by R30. 


A second signal from TR5 is fed via C18 to 
the emitter of TR7. Output of TR7 is taken via 
pin 12 to AE3. This 10 MHz signal is used, after 
being divided by four, as the clock drive for the 
digital store. 


The third output of TR5 is routed via C21 to 
the emitter of TR8. The output of this buffer 
is taken via pin 14 to AA2, and used to produce a 
comb for the phase locking of the first local 
oscillator. 


3.8 FIXED OSCILLATOR DIVIDER CHAIN 
—AB2 


Circuit diagram— Fig. 7.9 
Block diagram—Fig. 3.10 


40 MHz output of AB3 is taken to ICla via 
pin 6, [Cia divides the signal by 5, and IC1b 
further divides the signal by 2. 


The 4 MHz signal at pin 15, IC1b, is applied 
to emitter follower TR1. The output of TR1 is 
fed to the base of amplifier TR3. The amplifier 
produces an output which passes via pin 7 to AB7 
as the 4 MHz mixer drive. C20 reduces the high 
frequency components of the 4 MHz square wave 
output. 


A second output of TR1 is applied to the base 
of TR2, which amplifies the 4 MHz signal to 
sufficient level to operate IC2, IC2 divides the 
signal by eight, producing 500 kHz. This signal 
is passed via NAND gates IC4b and IC4c to ampli- 
fier TR4. The output of TR4 is taken via pin 9 
to AB6 to be used as a local oscillator drive, 
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A further input to IC4c turns off the 500 kHz 
output to the i.f. mixer during T time. The T 
time input is taken via pin 13. 


T time suppression of the 500 kHz local 
oscillator output during flyback open circuits the 
i.f. path. This avoids any spurious response at 
the start of scan due to the filter memory of a 
previous response. 


Diode D1 clips the top of the 500 kHz square 
wave output of IC4c to remove any residual modu- 
lation, 


A second output of IC2 is passed via NAND 
gate IC4a toIC3. IC4a acts as a buffer to prevent 
signals from IC3 appearing on the output of IC2, 
IC3 divides the 500 kHz signal down to 100 kHz, 
and the oufput is taken via pin 11 to ABI, 


3.9 364MHz CRYSTAL OSCILLATOR—AB1 


Circuit diagram— Fig. 7.9 
Block diagram—Fig. 3.10 


The 100 kHz square wave output of AB2 is 
passed to amplifier TR1 via pin 2. TR1 output is 
tuned to 36.4 MHz by Ll and C5. TR2, whose 
collector is tuned to 36.4 MHz, further amplifies 
the signal, and a comb of 100 kHz signals about 
36.4 MHz is produced at its collector. This out- 
put is tapped at L2, and fed to T2 which is part of 
a ring bridge, used as a phase comparator. The 
signal is compared with output of 36.4 MHz phase 
locked crystal oscillator TR3. 


TR3 output is amplified by TR4, TR5 and 
provides drive to the phase comparator IC1. The 
d.c. output of the phase comparator is amplified 
by IC2 and applied to Di via R8 to control the 
oscillator frequency. Potentiometer R30 opti- 
mizes the d.c. bias in the phase locked loop. 


Diodes D2, D3 and D4 form a clamp circuit 
which prevents the phase locked loop going into a 
locked state during switch on. 


TR3 is tuned by C12, C14, C15, inductor L3, 
varactor diode Dl and crystal XL1l. 


An additional output at 36.4 MHz is taken 
from TR5 via R23, attenuator pad R24, R34 and 
R35, and isolating transformer T3. The signal 
passes via pins 7 and 8 to AC1. The output level 
of this 'tracking generator reference’ signal is 
adjusted by variable resistor R23. 
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3.10 LINE CLEANERS-— AB5 
Circuit diagram-—Fig. 7.5 


These are positioned in h.t. lines remote 
from the power supply to provide supplies free 
from spurious interfering signals. The cleaners 
consist of a.c. coupled shunt regulators connected 
to reduce any unwanted h.t. line signals by greater 
than 30 dB over the range 50 Hz to 50 kHz. 


4+-6 V line cleaner 


The reference earth on pin 10 is a.c. coupled 
to pin 3 of IC2 via C5 and emitter follower TR3. 
Because of the inherent high open loop gain of IC2, 
the feedback loop from pin 6 of IC2, via emitter 
follower TR4, ensures that the voltage on pin 2 
of IC2 is within a few pV of that on pin 3. 


As the level of the interfering signal on the 
+6 V line is approximately 5 mV, TR4 has to pro- 
duce a correction current of 10 mA through R17, 
R18 to achieve zero signal level on the +5.5 V line. 
Therefore, TR4 is biased to operate at a quiescent 
current level of approximately 20 mA. To achieve 
this, the current through TR4 collector is sensed 
by the voltage developed across R19. This voltage 
is fed to the base of TR3 via potential divider R11, 
R12 and series resistor R13, producing stable 
_ biasing conditions even if the +6 V line is altered 
by about one volt. 


R13 and C5 set the limit for low frequency 
performance. TR3 is a low leakage transistor 
operated at low collector/base potential, produced 
by the divider R14, R16. 


Diode D4 achieves fast initial turn on by 
charging C5 to near its final value. 


L2 and CG provide smoothing at frequencies 
above those at which IC2 operates. 


The -6 V line cleaner is Similar to the '6 V 
line cleaner. 


The +15 V and -15 V line cleaners are also 
similar, and include Zener diodes D2, D3 and D5, 
D6, respectively, to provide correct biasing. 
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3.11 OVERALL DESCRIPTION OF FIRST 
AND SECOND LOCAL OSCILLATORS 


-AA1 to AAT 
Block diagram—-Fig. 3.10 


The read in sweep from the digital store 
enters at pin 5 on AA1, at a level between 0 V and 
+10 V. The sweep is summed with the centre 
left-hand reference frequency level and then 
attenuated by the horizontal scale Hz/division 
attenuator. This produces a signal at the correct 
size to produce the desired frequency sweep, 


The output of the attenuator at pin 13 of AA1 
is inverted and rate limited in the negative-going 
direction. Rate limiting is necessary to ensure 
that the slave oscillator does not lose phase lock 
with the master oscillator during flyback on the 
faster sweeps. After rate limiting, the saw-tooth 
signal is routed to the second local oscillator in 
the kHz/div. mode, where it operates at a sensi- 
tivity of 10 kHz/volt, or fed to the first local 
oscillator where it operates at sensitivity of 
10 MHz/volt. 


In the kHz/division mode, the sweep is 
summed with the +70 kHz and +1 kHz reference 
frequency controls, and then diode linearized. 

This distorts the sweep and reference signals to 
produce a linear frequency change from the 3.4 MHz 
voltage controlled oscillator on AA4b. 


The frequency changes of the 3.4 MHz voltage 
controlled oscillator are converted to 236.6 MHz, 
the desired frequency for the second local oscil- 
lator, using a phase locked loop. The output of 
the 236.6 MHz varactor controlled oscillator is 
compared with a reference signal of 240 MHz which 
is derived from the 80 MHz reference signal sent 
to AA7. 


The difference frequency resulting from this 
comparison appears at the X output of the mixer 
in which the two signals are comparcd. ‘The dif- 
ference signal enters AAda at pinG. ‘The dif- 
ference frequency is then compared, by a phase 
discriminator, to the 3.4 MHz Icaving the voltage 
controlled oscillator on AA4b. The d.c. control 
signal leaving the phase discriminator is fed via 
pin 14 (AA4a) to pin 7 (AA7a) and thus via a sum- 
mer ind lead lag filter to control the 286.6 MHz 
varactor controlled oscillator. 
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To prevent the oscillator locking onto the 
unwanted upper sideband, at 243.4 MHz, an addi- 
tional loop is included to check the phase relation- 
ship at lock between the 3.4 MHz voltage controlled 
oscillator on AA4b and the difference signal derived 
from the 236.6 MHz oscillator. 


Should the phase be in the correct relationship, 
the output of the phase comparator of the phase lock 
check signal loop will produce +3 V at pin 15 of 
AA4a. This in turn stops the stoppable search 
oscillator on AA7 which leaves the 236.6 MIIz 
oscillator at this particular frequency. 


Should the signals be in anti-phase at the 
phase comparator, the output will be at -3 V which 
will not stop the stoppable search oscillator, and 
the search continues until the correct phase lock 
is achieved. 


In the kHz/division mode, the Ist local oscil- 
lator, consisting of boards AA3, AA5 and AAG, is 
operated in a phase lock mode at intervals of every 
100 kHz over its range, 200 to 310 MHz. This is 
achieved by synthesis of two oscillator units, one 
the AA3 oscillator at 4.8 MHz +1 MHz, which phase 
locks at 100 kHz intervals, and the other the AAG 
oscillator, operating between 205 to 315 MHz in 
1 MHz increments. 


The two oscillators are combined in slave 
oscillator unit A.A5 by a phase locked loop. The 
final oscillator locks from 200 to 310 MHz in 
100 kHz increments. 


A 10 MHz reference frequency enters AA2 
divider board at pin 9, and is divided to produce 
the 1 MHz and 100 kHz drive signals. 


The 1 MHz signal leaves AA2, at pin 5, to 
drive the sampling gates in the phase locked loop 
of AAG oscillator. The sampled signal from the 
sampling gate leaves AAGa at pin 1 and enters AA1 
at pinll. It is then routed via an attenuator and 
a summer, which combines the potential of the 0 
to 110 MHz reference potentiometer, through the 
diode linearizer and lead lag filter back to AA6a 
via pin 20. Here it controls the 204 to 316 MHz 
varactor controlled oscillator on AAG. 


The 100 kHz drive from AA2 enters AA3 as 
a balanced drive at pins 13 and 14 to drive the 
sample and hold phase discriminator. The output 
of the phase discriminator is fed to a search oscil- 
lator and amplifier, and a summer circuit which 
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adds the potential of the +1 MHz reference fre- 
quency potentiometer; then fed via a diode shaper 
and lead lag filter to control the 4.8 MHz voltage 
control oscillator so that it locks at 100 kHz steps 
over the range 3.8 to 5.8 MHz. In both this, and 
the AA6 oscillator loops, a search oscillator is 
incorporated so that if either of the oscillators is 
not locked onto an appropriate increment, the 
search oscillator will start and then sweep the 
oscillator through a correct lock point. 


The slave oscillator on AA5 combines the 
two phase locked loops as follows : 


An output of the 200 to 310 MHz oscillator 
on AA5 is compared with the output of the 204 to 
316 MHz oscillator on AA6 in a mixer on AA5. 
The difference frequency resulting from this com- 
parison, at pin X of the mixer, is taken to pin 6 
on AA3 and compared in phase with the 4.8 MHz 
frequency derived from the oscillator on AA3. 

The difference signal leaving the phase comparator 
on AA3, at pin 16, controls the 200 to 310 MHz 
slave oscillator so that its frequency becomes 
exactly the difference between the oscillators on 
AA6 and AA3. 


In the second local oscillator, an additional 
phase locked check loop is used to ensure that the 
slave oscillator is locking onto the difference sig- 
nal and not the sum. This 'check' signal leaves 
AA3 at pin 18, and stops the stoppable search 
oscillator if its level becomes +3 V indicating the 
correct sideband. Otherwise, the search continues 
until the correct sideband is found. 


When the instrument is used in the MHz/ 
division mode, the first local oscillator is not phase 
locked but swept. The slave/master relationship 
between AA5 and AAG is maintained, but the refe- 
rence frequency control potentiometer is switched 
out at pin 12 on AA3, and the 4.8 MHz oscillator 
rests at approximately 5.7 MHz. This +1 MHz 
reference frequency control is switched into the 
summer of the control signal to AA6, and replaces 
the frequency shift in this oscillator which is lost 
in AA3. 


The attenuated sweep entering pin 13 on AA1 
is now added to the potential from the two reference 
frequency controls in a summer, and passed via a 
diode linearizer and noise filter to control the 205 
to 315 MHz varactor controlled oscillator. 


As previously described, AA5 is a slave 
oscillator to AAG, the difference frequency being 
that of the AA3 oscillator. 
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3.11.1 Sweep shaper and local regulator AAt1 


Circuit diagram-—- Fig. 7.10 


The sweep generated on AE4 of the digital 
store enters at pin 5, at a level of 0 V to +10 V. 
Operation of the centre frequency button adds a 
Suitable offset voltage which is summed by IC3a. 
The sweep signal leaves at pin 10, and is fed to 
the horizontal scale (Hz/division) control. Here 
it is attenuated in 1-2-5 sequence down to the 
lowest level of 20 mV peak-to-peak, and then 
returned via pin 13. 


The signal is inverted and rate limited by 
IC3b. D830 is cut off if the fly-back rate exceeds 
a pre-determined rate. This is necessary to 
prevent the slave oscillator losing phase lock with 
the master oscillator should the fly-back rate be 
exceeded. 


In the MHz/division position, the sweep sig- 
nal is fed to the first local oscillator shaper after 
combination with signals from the reference fre- 
quency control (0 to 110 MHz) and +1 MHz in the 
current summing stage IC4a. 


The first local oscillator shaper consists of 
seven biased diodes (D6 to D12) which successively 


limit to distort the signal into semi-parabolic shape. 


This diode network forms the gain determining 
resistance element in an amplifier comprising 
IC4b and TR10. The output of the stage is fed 
via noise filter R63, C14 to output pin 20. 


In the kHz/division position, the 0 to 110 MHz 
reference frequency control feeds IC4a which 
steers the first local oscillator over its total 
range. The +1 MHz reference control is fed to 
board AA3, via pin 16, to control the oscillator in 
its 100 kHz steps from 3.8 to 5.8 MHz. 


The sweep at TR7 output is fed to summer 
IC5, where it is combined with outputs of the 
+70 kHz and +1 kHz reference frequency controls, 
and then pre-distorted by the second local oscil- 
lator shaper consisting of biased diodes (D15 to 
D28). 


The diode network forms one of the two gain 
determining resistor elements in amplifier IC5b. 
Overall gain and offset voltages are set by R107 
and R104. The output of the amplifier is fed via 
noise filter R109, C20, and pin 18 to control the 
3.6 MHz oscillator on AA4. 
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IC1 and IC2a form a double regulator system 
that produces a +20 V line from the +30 V line 
entering at pinl. This locally referenced h.t. 
line is stable with low noise content, and is used 
on the varactor controlled oscillators and shaper 
networks. 


Similarly, IC2b produces a -13.3 V regulated 
line from the -15 V line entering the board at pin 4. 


3.11.2 Frequency divider and pulse generator— 
AA2 
Circuit diagram— Fig. 7.11 


The 10 MHz signal, at a nominal level of 
0 dBm, enters at pin 9. TRI raises the signal 
level for t.t.l. working (i.e. 2 V peak-to-peak). 


IC1 divides the signal by 10 to produce a 
1 MHz signal which is fed, via gate IC2b and pin 5, 
to AA6 where it phase locks the 204 to 316 MHz 
master oscillator in 1 MHz increments. 


The 1 MHz signal is also fed via isolating 
buffers IC2c and IC2d to the second + 10 stage 
IC3. The resultant 100 kHz signal turns on TR2 
which forms a very fast negative-going step at its 
collector. This step activates tuned circuit C6, 
L3 producing a raised cosine pulse shape at the 
collector of TR3. The fast pulse is applied to 
transformer T1 which produces a balanced drive 
at output pins 7 and 8. 


The output signal is fed to the sampling gate 
on AA3, and causes the 4.8 MHz oscillator to phase 
lock in 100 kHz increments. 


C2, Li, C3, L2 and C4 form decoupling 
networks necessary to prevent amplitude to phase 
modulation in the divider chain. 


3.11.3 4.8 MHz interpolating oscillator--AA3a 
and AA3b 
Circuit diagram— Fig. 7.12 


L1 and TR1 on AA3b form a Hartley oscillator. 
Varactor diodes D2, D3 and D4 tune the frequency 
of the oscillator by +1 MHz. Diode D1, biased by 
R3 and R4, limits the amplitude of oscillation to a 
constant level. The output of the oscillator is 
taken from the tap on L1, buffered by emitter 
follower TR2, and leaves AA3b at pin 3. 
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TR2 on AA3a is a shunt feedback stage taking 
the current from R9 on AA3b and converting it to 
a low impedance output voltage of 1.5 V peak-to- 
peak. 


The signal is further isolated by passing it 
through shunt feedback stage TR4 and comple- 
mentary emitter followers TR5, TR6. These 
form a symmetrical low impedance output stage 
to couple the signal via C19, C31, R61 to the 
sampling gate bridge IC3. The bridge is driven 
by the balanced signals from AA2 entering at 
pins 13 and 14. The self-rectification action of 
C20, C24, R38, R39, in conjunction with the diode 
bridge, form the correct bias level. 


If a step function input signal is applied 
across R37, the input to the sampling gate, memory 
capacitor C23 will not charge to the full amplitude 
in the period of time of one sampling pulse. This 
is because of the finite resistance of the turned-on 
diodes. The ratio of C22 and C23 is chosen so 
that this error in the sampled amplitude is coun- 
tered by feedback action around the feedback loop 
of IC4 during the interval between the sampling 
pulses. By correct choice of the capacitance 
ratio, the output reaches the correct amplitude of 
the input signal in one sampling interval, i.e. 

10 ps. - 


The sampled signal is fed to search oscillator 
and amplifier IC5. When the loop is in the phase 
locked condition, IC5 acts as an amplifier to the 
loop signal. In the absence of phase lock, positive 
feedback around R43, C26, R42, C25 turns IC5 
into a Wien bridge oscillator, oscillating at approxi- 
mately 7 Hz, 2 V peak-to-peak. Diodes D1 and D2 
limit the amplitude of oscillations. 


The sinusoidal output of IC5 ensures that the 
oscillator on AA3b sweeps through one of the phase 
lock points, and the loop obtains lock; the overall 
negative feedback action round the loop inhibiting 
any further oscillations at 7 Hz within IC5 stage. 


The signal is applied to summing amplifier 
IC6, where the potential on the slider of the +1 MHz 
reference frequency control enters the board at 
pin 12, and is summed. The amplifier output is 
shaped by diodes D3, D4 and coupled, via emitter 
follower TR7, lead lag filter R49, R50, C30, and 
pin 11, to AA3b. Here it controls the frequency 
of the 4.8 MHz voltage controlled oscillator. 
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TR2 (on AA8a) output is also fed to balanced 
modulator IC1. A second input to IC1 is taken 
from TR1 (AA3a) via test point 1. The signal at 
the collector of TR1 (AA3a) is an amplified version 
of the difference frequency which arrives from the 
ring bridge mixer on AA5 at pin6. The output of 
IC1 is fed via pin 16 to control the 200 to 310 MHz 
slave oscillator on AAS. 


After phase shifting by 90° at TR3, the signal 
from TR2 (AA3a) collector is again compared with 
that at TR1 (AA3a) collector by balanced modulator 
IC2 to produce a phase lock 'check' signal. This 
signal if positive when the correct phase lock has 
been obtained, and negative should the oscillator 
have locked on to the unwanted sideband. 


3.11.4 3.6 MHz master second loca! oscillator 
- AAda and AA4b 
Circuit diagram— Fig. 7.11 


TR1 on AA4b and its associated circuit form 
a Colpitts oscillator which produces the variable 
part of the second local oscillator system. Varac- 
tors D2, D3 and D4 tune the oscillator over the 
range +150 kHz around 3.4 MHz, and are driven 
from the shaper circuit on AAl. Biased diode D1 
stabilizes the amplitudes of oscillation. 


The output of the oscillator is taken from 
between C2 and C3 of the tuned circuit, and is 
coupled via emitter followers TR2 (AA4b) and 
TR2 (AA4a) to IC1 (AA4a) which is a balanced 
modulator. The second input to IC1 is fed via C9 
from the collector of TR1 (AA4a). This signal is 
the difference frequency of the 236.6 MHz oscil- 
lator on AA7 and the reference frequency at 
240 MHz. 


The two signals are compared by IC1 which 
produces the phase locked 'control' signal that is 
taken via pin 14 to control the 236.6 MHz oscillator 
on AA7. 


As with board AA3, the 3.4 MHz oscillator 
signal from TR2 (AA4a) is 90° phase shifted at 
TR3, and applied to balanced modulator IC2. 

This is also compared with the difference frequency 
of the 236.6 MHz oscillator, and the 240 MHz 
reference frequency, to produce a phase lock 
'check' signal. This signal is either positive if 
the correct sideband has been locked on, or nega- 
tive if the incorrect sideband has been locked on. 
The signal is fed via pin 15 to the stoppable search 
oscillator on AA7a. 
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3.11.5 200 to 310 MHz slave first local oscillator 


-- AAS and AA5a 
Circuit diagram-—. Fig. 7.13 


TR1 (unit AAS) with associated circuit, forms 
a varactor tuned Colpitts oscillator. The ampli- 
tude of oscillation is limited by back to back diodes 
D2 and D3. The output of the oscillator is taken 
via C17 and buffer TR2, TR3 to an isolating buffer. 


The unit contains four isolating buffers, con- 
sisting of transistor pairs, TR6 and TR7, TR8 and 
TR9, TR4 and TRS. 


Isolating buffer TR4, TR5 drives the ring 
bridge mixer on board AZ2. This compares the 
slave and master oscillators and produces an out- 
put difference frequency which is fed to AA3. 


The first local oscillator output drive of 
buffer TR6, TR7 is coupled via C40 to drive the 
first signal mixer on AB9; and first local oscil- 
lator output of buffer TR8, TR9 is taken via C48 
to drive the tracking generator output signal mixer 
on ACI. 


The control signal to oscillator TR1 (unit AA5) 
is coupled via lead lag filter R26, R27, C51, pin1l 
on AA5a and r.f. filter L1, R14 from its entry at 
pin 7 (AA5a). The signal is derived from the phase 
comparator on AA3a. 


Should the phase locked loop be not locked, or 
locked onto the incorrect sideband, the signal 
entering pin 9 (AA5a) will be zero or negative. 

This cuts off TR1 (AA5a) and its collector voltage 
becomes +5.5 V. This unbalances long tailed pair 
TR2, TR3 so that diodes D1 to D4 are reverse 
biased. This permits IC1 to oscillate at approxi- 
mately 7 Hz, its amplitude limited at 25 V peak-to- 
peak by the feedback action of R12, C2, R11, Cl 
which form a Wien bridge feedback network. 


This circuit will continue to oscillate, thus 
sweeping the varactor tuned oscillator over its 
range, until the correct phase lock has been 
acquired. When this occurs, a positive voltage 
enters at pin 9 turning on TRI, and reversing the 
state of long tailed pair TR2, TR38 so that the diode 
bridge is now fully forward biased. This puts a 
very low impedance between IC1 pin 3 and earth, 
and stops the feedback action of Wien bridge oscil- 
lator IC1. 


46. 


3.11.6 205 to 315 MHz master first local 


AA6, AAéba and AAébb 
Circuit diagram - Fig. 7.14 


oscillator 


This is a combination of units previously des- 
eribed. The Colpitts oscillator TR1 (unit AA6) is 
identical to that on AAS. The buffer units, TR2 
to TR7, are identical to those on AAS. The slow _ 
sampling gate, and the search oscillator and ampli- 
fier are the same as those on AA3. 


The 1 ns pulse generator comprises step 
recovery diode D1 (AA6b) which is driven by tran- 
sistor switch TR1 (AA6b). TR1 is driven by the 
rectangular 1 MHz waveform from AA2. The fast 
pulse produced by D1 is coupled via unbalanced to 
balanced transformer Tl, and a.c. couplings C7, 
C8 to the fast sampling bridge D2 to D5. 


The fast sampling gate (AA6b) is self biased 
by the action of the diode bridge, the time constant 
for the rectification circuit being effected by R5, 
C7, R6 andC8. Capacitors C9, C10 form a posi- 
tive feedback divider. This ensures that the in- 
adequacy of the charge obtained by C10, in the 
sampling period due to the finite resistance of the 
diode bridge, is made good by positive feedback 
action round IC1 during the interval between 
sampling pulses. 


The output is taken via r.f. filter L17 to 
AAGa where it is re-sampled in the slow sampling 
gate at 1 MHz. 


The slow sampling gate has large value, 
memory capacitor C8, which minimizes the amount 
of 1 MHz ripple at the gate output. This in turn 
reduces the amount of 1 MHz sideband on the final 
oscillator. 


3.11.7 236 MHz slave second local oscillator 
AAT and AATa 
Circuit diagram - Fig. 7.15° 


This is similar to AA5, except that the first 
local oscillator becomes the second local oscillator, 
board connections are with AA4a instead of AA38a, 

and x3 multiplier TR10 is added. 


The 80 MHz reference signal fron: AB3 is 
applied to the base of TR10 which greatly distorts 
the signal. The collector incorporates tuned 
circuit L17, C55 which resonates at 240 MHz. 
This stage is a x3 multiplier which produces the 
240 MHz reference signal. 
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3.12 200.2 MHz IF AMPLIFIER FOR TRACK 
ING GENERATOR SIGNAL—AC1 
30 Hz to 110 MHz OUTPUT AMPLIFIER 
FOR TRACKING GENERATOR 
SIGNAL-—-AC2 and AC2a 


Circuit diagram— Fig. 7.7 
Block diagram—Fig. 3.10 


The fixed frequency of 36.4 MHz from ABl 
is fed to input balanced mixer AZ1l, The mixer is 
driven by second local oscillator AA7 at 236.6 MHz 
+160 kHz, and the required mixer output of 
200.2 MHz +150 kHz is fed to the emitter of TR1 
via Rl, Cl. Inductors L1, L3, L5 tune the four 
stage i.f. amplifier AC1 to 200.2 MHz, and pro- 
vide rejection at the mirror frequency of 273 MHz. 


Signal input to output balanced mixer AZ2 is 
taken from the collector of TR4. The mixer is 
driven by first local oscillator AA5 via matching 
buffer TR5. Output of the mixer X port is fed via 
the low-pass filter on AC2 to the base of TR1 on 
AC2a. The signal level is at -30 dBm, ata fre- 
quency of 0 to 110 MHz depending upon the setting 
of the first local oscillator. 


The output amplifier on AC2a consists of 
transistors TR1, TR2, TR3, TR4 which form a 
series shunt feedback stage, followed by balanced 
output stage TR5, TRG. R19 is adjusted to pro- 
duce zero d.c. component on the output signal at 
TR5 collector which is taken to the tracking gen~ 
erator output socket. R26 provides 50 source 
impedance for the signal. The output at TR6 
collector is used to drive frequency counter front 
end AGI, 


Components C14, C15, Ll, L2, C11 provide 
frequency response compensation. C9, R14, R16, 
C10, R15, R17 determine the low frequency roll- 
off characteristic. 


Because the coaxial lead carrying AC2a out- 
put is routed via panel plugs and sockets, small 
compensating capacitors are added to these con- 
nectors to minimize mismatch and improve the 
h.f. frequency response. 


2370 (1) 


me —‘(‘iéOC UY 


Technical description 


3.13 DETECTOR AND EXTERNAL 
REFERENCE SIGNAL AMPLIFIER—ACS 


Circuit diagram— Fig. 7.16 
Block diagrams —Fig. 3.10 and Fig. 3.12 


This board provides two functions : 
External standard 


This section converts an external 1 MHz 
standard input frequency to a 10 MHz standard 


which replaces the instrument's internal 10 MHz 


standard. Input is via the external standard 
socket on the rear panel. 


The external 1 MHz standard is fed to 
emitter follower TR1 via pin 3 and Cl. Output 
of TR1 is taken to tuned amplifier TR2. This 
amplifier is tuned to 1 MHz by L1 and C2, and 
ensures that the circuit does not respond to other 
input frequencies. 


Tapped output of L1 is fed to emitter follower 
TR3 which drives Schmitt trigger TR4, TR5. The 
1 MHz square wave output of TR4, TR5 is taken to 
shaper TR6 which in conjunction with C6 and R16 
provides a differentiated input at the emitter of 
TR7. This causes tuned circuit C7, L2 in TR7 
collector to resonate at 10 MHz. The output of 
the tuned circuit is routed to AB4 via emitter 
follower TR17, and attenuator pad R59, R60. 


TR8 is switched by output of TR6, fed via 
R18, C9, and turns off the internal 10 MHz stan- 
dard on AB4 via pin 7. 


TR10 is switched on when TR6 is driven due 
to the d.c. voltage drop across R15, R56, which 
is smoothed by C8, and causes LP7 to illuminate. 


Detector 


This section provides audio monitoring of 
a.m. transmissions displayed by the instrument. 


AM signal input from AC7 is fed to emitter 
follower TR11 via pin 1 and C10. 
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Technical description 


Output of feedback amplifier TR12, TR13 is 
taken to transistors TR14, TR15, TR16 which, 
with diode bridge D3 to D6, form a full-wave 
detector. Detector output is developed across 
R39 and fed to balanced to unbalance amplifier IC1. 


IC1 output, which contains carrier frequency, 
is passed to an active low-pass filter formed by 
feedback amplifier IC2, with associated circuit. 
The cut-off point of the filter is 30 kHz. Audio 
output of the filter is fed to the detected output 
socket on the rear panel, via R48 and pin 9. 


3.14. SWITCHED GAIN AMPLIFIER—AC6 


Circuit diagram— Fig. 7.8 
Block diagram—Fig. 3.12 


The main function of this board is to maintain 
the overall analyser gain constant when the band- 
width is changed. As each bandwidth filter is 
selected, changes in gain are compensated by the 
selection of an appropriate amplifier. 


Input of 100 kHz is taken from AB6 via pin 1, 
and coupled by matching transformer T1 to TR1 
base. TR1 to TR5 are cascaded series feedback 
amplifiers. R2 and R4 in TR1 collector are 
switched by the vertical scale control so that the 
gain of the iastrument is changed toal, 3, 10 
sequence, instead of a 10 dB sequence, when using 
the volts/division mode. 


The gains of amplifiers TR2, TR3, TR5 are 
preset to either 0 or 10 dB, and TR4 to 0 or 7 dB, 
by variable resistors in their emitters. Each 
collector load is shunted by a resistor which is 
switched by diodes D3 to D9. The diodes are 
controlled by d.c. commands on pins 4 to 7 which 
are connected to the 0 to 9 dB vertical scale 
control. 


The final gain of each amplifier is determined 
by logic signals from AF2 (pins 18 to 21), and the 
setting of the vertical scale 0 to 9 dB control. 


For example : with the 0 to 9 dB control set 
at 0 dB, the collector load of each stage is un- 
shunted, and a '1' state at pin 21 produces an 
amplifier output of 10 dB; a '0' state gives a 0 dB 
gain. 
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Outputs to bandwidth filters AC3, 4, 7 and 8 
are diode switched via Dil to D15, and diodes on 
the relevant boards, by control signals from AF2, 


3.15 LOW-PASS FILTER—AC7 
Circuit diagram—Fig. 7.17 
Block diagram—Fig. 3.12 


When 50 kHz bandwidth is selected, the out- 
put of AC6 is diode switched on command from AF2 
to TR1 base via D4. 


TR1 is a series feedback amplifier whose 
collector contains a low-pass filter, tuned by L1, 
L2 to the response curve shown in Fig. 3.13(a). 
The front panel gain control is connected to TR1 
emitter via pin 12, and sets the overall amplifier 
gain. 
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Fig. 3.13 Response curves of 100 kHz filters 


Output is fed via isolating transformer Tl 
to logarithmic amplifier AD1 (pins 10, 11). Out- 
put is also fed (pin 15) to demodulator AC5. 
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3.16 500 Hz and 5 kHz BANDWIDTH, 100 kHz 
FILTERS—AC8 
Circuit diagram—Fig. 7.17 
Block diagram—Fig. 3.12 


This board contains two filters : 


With 5 kHz bandwidth selected, AC6 output 
is diode switched to TR4 base via D9. This filter 
consists of two stages, TR4 and TR5, which are 
coupled by a pair of band-pass filters. The band- 
pass filters are tuned to 100 kHz by L5, L6 (see 
Fig. 3.13(b)). Overall gain is set to 7 dB by R31. 


The collector of TR5 contains a further pair 
of band-pass filters, tuned to 100 kHz by L7, L8. 


Output (pin 12) is diode switched on command 
from AF2 via D11 to AC7. 


With 500 Hz bandwidth selected, AC6 output 
is switched via D4 to the base of TR1. Transistors 
TR1, TR2 and TR2, TR3 are coupled by pairs of 
band~pass filters inductively tuned to 100 kHz. 


Overall amplifier gain is set to 10 dB by R12 
in the emitter of TR2. Output is fed to TR4 via 
diodes D5, D8 when the command signals at pins 7 
and 8 are calling the 500 Hz filter. 


3.17 50 Hz BANDWIDTH, 100 kHz FILTER— 
AC4 
Circuit diagram— Fig. 7.17 
Block diagram—Fig. 3.12 


When 50 Hz bandwidth is selected, AC6 out- 
put is diode switched via D4 to TRI base. Tran- 
sistors TR1, TR2 are coupled by band-pass crystal 
filter pair XL1, XL2; TR3 and TR4 are similarly 
coupled by XL3, X14. See Fig. 3.13(b) for 
response curve. 


R8 in the collector of buffer TR1 varies the 
skirt response of crystal filter XL1, XL2. R17 
in the collector of TR3 similarly varies the skirt 
response of XL3, XIA. 


TR5 is a series feedback amplifier set to 
give an overall gain of 10 dB by R27. 


Output of AC4 (pin 8) is diode switched on 
command from AF2 via D6 to AC8. 
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3.18 5 Hz BANDWIDTH, 100 kHz FILTER— 
AC3 
Circuit diagram— Fig. 7.17 
Block diagram—Fig. 3.12 


Selecting 5 Hz bandwidth switches AC6 output 
via D5 to the base of TR1. TR1 and TR2 are 
coupled by 100 kHz band-pass crystal filter pair 
XL1, XL2; TR4 and TR5 are similarly coupled by 
XL3, XLA. See Fig. 3.13(b) for response curve. 


R9 in the collector of buffer TR1 alters the 
skirt response of XL1, XL2. R20 in the collector 
of buffer TR4 alters the skirt response of XL3, 
X14. 


Emitter follower TR2 feeds the signal to the 
base of series feedback amplifier TR3. Emitter 
follower TR5 feeds series feedback amplifier TR6. 
R29 in the emitter of TR6 sets the overall ampli- 
fier gain to 10 dB. 


Trimmer capacitors C8, C10, C18 and C20 
provide fine frequency adjustment of the crystal 
filters. 


3.19 OVERALL DESCRIPTION OF THE 
LOGARITHMIC AMPLIFIERS—AD1 and 
AbD2 
Block diagram—Fig. 3.12 


The logarithmic amplifier operates at a 
centre frequency of 100 kHz, and contains a number 
of limiting amplifiers in cascade. The output of 
each amplifier is current summed, and then detec- 
ted to produce a logarithmic output. 


The amplifier consists of two main sections; 
nine 10 dB gain amplifiers plus one wiity gain 
amplifier provide the 100 dB dynamic range for 
the 10 dB/division mode, and four 2,5 dB gain 
amplifiers produce the 10 dB range required for 
the 1 dB/division mode. 


In the 1 dB/division mode, the signal is 
amplified approximately 30 dB by three 10 dB 
amplifiers in the main chain on AD1, and fed to 
four 2.5 dB amplifiers on AD2. The amplifier 
outputs are current summed, selected by the 
vertical scale control, converted to voltage, 
detected and then passed via an operational ampli- 
fier to the digital store. 
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Technical description 


In the 10 dB/division mode, the first 
amplifier on AD1 is current summed separately 
from the other 10 dB amplifiers, and the last 
two amplifiers (on AD2) are summed separately 
depending upon the mode of operation. 


When the spectrum analyser is used on wide 
bandwidths, the automatic programming of the 
instrument does not permit the full resolution of 
the 100 dB range because of the noise level of the 
receiver section. In this mode, good linearity 
to the bottom of the screen is not important as it 
is always drowned by noise. Fast response of 
the logarithmic amplifier is, however, important 
because only a few cycles at 100 kHz are available 
on some sweeps for the signal to be recognized and 
measured. In this mode, designated 'fast', output 
of the last two 10 dB amplifiers is routed through 
a diode switch, which is controlled by AF2, and 
fed to the main current summing bar. The output 
is then routed via the vertical scale control to be 
detected and passed to the digital store. 


On the narrower filter positions, notably at 
500 Hz, 50 Hz and 5 Hz, the response time of the 
logarithmic amplifier is not important because 
many thousands of cycles are present as the instru- 
ment sweeps through each spectral line. 


To improve the linearity of the logarithmic 
amplifier display on the screen, output of the last 
two 10 dB amplifiers is separately converted and 
detected by an auxiliary detector. The output is 
then low-pass filtered to reduce the noise content 
before being current summed, ,together with the 
output of the other eight 10 dB amplifiers. 


3.19.1 Logarithmic amplifier--AD1 


Circuit diagram— Fig. 7.18 


Limiting amplifier TR1 is a shunt feedback 
stage with unity gain, and is not cascaded with the 
main amplifier chain. 


Diodes D3, D4, D5, D6 form a current 
limiting bridge which limits the output voltage 
swing at the collector of TR1 to 4 V peak-to-peak. 
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TR1 output is taken via R12 to TR2 emitter. | 
TR2 collector output is fed to the current summing 
lead. A fraction of the input signal is taken via 
R3 and R6 to TR2 base; this provides part of the 
current of the overall current summing necessary 
to produce the correct logarithmic shape. 


Transistors TR3, TR4 form a low noise 
amplifier at the start of the cascade chain. The 
amplifier is similar to TR1 except that it has a 
gain of 10 dB. 


R1 and diodes D1, D2 maintain the input 
impedance approximately constant at higher levels 
of input signal. 


Output of TR3, TR4 amplifier is taken via 
R16 to TR2 emitter, and is current summed in 
TR2 collector. 


Amplifier ICla is a shunt feedback stage 
similar to the first two stages. The diode bridge 
is, however, replaced by a diode pair, and the 
circuit values are arranged so that in the absence 
of an input signal, the current through diode D11 
equals the current through D12. This is effected 
by providing current through D11 via negative feed- 
back loop R21, R22; this allows symmetrical 
limiting of any sinusoidal signal applied. If 
limiting of the previous stages has been asym- 
metrical, the d.c. coupled negative feedback loop 
operates to minimize the error. 


The signal path is coupled via C9, and the 
gain at 100 kHz is determined by the ratio of R25 
and R26 to R22. Capacitor C11 reduces the high 
frequency response to avoid overshoots on pre- 
viously limited signals. Resistor R25 sets the 
overall gain of the first three amplifiers to 30 dB. 


The output voltage is divided by R28, R29, 
and converted to current by ICib. The current 
is then summed with the previous stages. 


The fourth amplifier IClc is similar to ICla, 
except that variable gain adjustment is not pro- 
vided. The output is taken in current form via 
C15 and R35 to IC1b to be summed. 


The remaining four amplifiers are similar 
to ICle. All perform identically, each limiting 
its output to 4 V peak-to-peak, with a gain of 
approximately 10 dB. 
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Output of IC2a is fed, via R62, C28 and 
pin 1, to the detector on AD2 so that when volts/ 
division is selected, a linear response is obtained 
on the display screen. 


Output of the seven amplifiers is fed via pin 13 
to AD2, where it drives the last two 10 dB ampli- 
fiers in the chain. The summed current leaves 
at pin 3, and is taken to the front panel switching. 


3.19.2 Logarithmic amplifier—AD2 
Circuit diagram— Fig. 7.18 


Integrated circuit IC3 forms the last two 
10 dB amplifiers, which are cascaded together at 
the end of the amplifier chain on AD1. The ampli- 
fier output of AD1 arrives at pin 13, and is fed to 
IC3a. The summed current at pin 14 of IC3b is 
taken via pin 15 to the front panel switches. 


If the 10 dB/division mode is selected, the 
summed current is routed to input pin 1, and flows 
either through D13 or D14 depending upon the con- 
trol voltage at pin 29. 


With a control voltage of +15 V, the summed 
output is routed through D14, C27, R62, R64, and 
develops a voltage at the input of long tailed pair 
IC4b, which with TR2 forms the auxiliary detector. 


If the control voltage is -6 V, the summed 
output flows via D13 into the current summing bar 
common to allamplifiers. The signal is then 
routed, via the front panel switches and input pin 6, 
to drive shunt feedback stage IC4a. Here, the 
summed current is converted to a summed voltage. 
The summed voltage is coupled via C29 to main 
detector IC4c. 


The main detector output is fed either direct 
to IC5, and thereby out to the digital store, or 
when the sweep mode manual button is operated 
earthing pin 5, via low-pass filter R73, C35. 


Output of the auxiliary detector produces 
the d.c. level at the input of the main detector, 
permitting both detector outputs to be summed. 


IC1 and IC2 form four 2.5 dB amplifiers 
which comprise the 1 dB/division logarithmic 
amplifier. The amplifiers function the same 
as the 10 dB amplifiers on AD1, and differ only 
in the values of certain components. 
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Resistor R5 samples the input signal, and 
provides an amount of current to the current 
summing bar which enables the production of a 
correct logarithmic shape. 


Emitter follower TR1 prevents R3 loading 
the output stage of amplifier IClc on AD1, and 
thus retains the correct logarithmic law when 
switched to 10 dB/division. 


The auxiliary detector IC4b, TR2, contains 
a feedback loop, which ensures that the voltage at 
pin 4 of IC4b always equals the voltage applied to 
pin 2, IC4b. Any fast positive-going signals at 
pin 2, IC4b,are followed at pin 4, IC4b, because 
TR2 is able to charge C30 to its correct value 
quickly. Negative-going signals at pin 2, however, 
are not followed at pin 4 because of the long time 
constant of C30 and R67. The circuit is a peak 
detector operating in the positive direction. Out- 
put is passed via R69 to IC4c. 


R69 and C29 form a low-pass filter which 
reduces the noise content of the auxiliary output. 


The summed voltage signal at the collector 
of IC4a is coupled via C29 to IC4c. Thus, the 
output of the main detector is the sum of the d.c. 
signal fed from the auxiliary detector, and the 
peak positive potential of the a.c. component of. 
the signal coupled via C29. 


If the manual sweep mode button is not 
pressed, pin 5 is open circuit, and R73, Li, C33, 
C35 couple the signal at TR3 collector to amplifier _ 
IC5. ICS output is fed to the digital store via pin 4. 
The time constant of C31, R72 is short so that the 
signal at TR3 collector has considerable ripple at 
100 kHz imposed upon it. The peaks of this ripple 
are the correct amplitude, and the peaks of these 
signals are passed to the digital store. 


When the manual sweep mode button is 
pressed pin 5 is earthed, and C33 greatly increases 
the detector time constant. This produces an 
accurate peak representation of the signal at TR3 
collector. R73 and C35 form a low-pass audio 
filter. Ll eliminates parasitic oscillations in the 
main detector due to long lead length between pin 5 
and the front panel. R75, R76, R77 are adjustable 
gain controls which allow the calibration of 10 dB/ 
division, 1 dB/division and volts/division modes, 
respectively. 


37 


Technical description 


Signal transfer between the logarithmic 
amplifier (pin 4), and the digital store is achieved 
between the levels 0 V and +2 Vd.c. 


In the volts/division mode, no voltage input 
corresponds with 0 Vd.c. output. In both loga- 
rithmic modes, however, the zero output condition 
corresponds to a finite a.c. signal into the detector 
and must, therefore, be backed-off by input offset 
potentials. This is effected in the 1 dB/division 
mode by potential divider R52, R55. Divider 
voltage is switched via pin 26 to produce the bias 
input potential for the auxiliary detector. R25 on 
AD1 adjusts the gain of the amplifiers preceding 
the detector so that with the correct level of input 
signal, zero volts can be obtained at the detector 
output. 


In the 10 dB/division mode, the bias potential 
is adjusted by potentiometer R56. The bias voltage 
is switched via pin 26 as above. 


3.20 OVERALL DESCRIPTION OF THE 
DIGITAL STORE—AE1 to AE6 
Block diagrams—Fig. 3.14 and Fig. 3.15 


The store consists of eight 513 bit shift 
registers which store a maximum of 513 eight bit 
words. The information is arranged so that 513 
frequency points can be stored, and on each point 
one of 256 levels. Before entering the store, 
information is converted to digital form, and then 
passed to the re-circulating shift register for 
storage. 


Digital information taken from the store is 
converted into a time function, which in turn is 
converted to a bright line on the display tube, the 
length being proportional to the stored value. 


A 2.5 MHz standard clock frequency is 
generated, and an 'end of store’ pulse is produced 
which occurs in synchronism with the store, every 
513 clock pulses. A read-in sequence controller 
governs the time at which information is taken from 
the peak detector/digital converter and placed in 
the store, and is synchronized by the ‘end of store’ 
pulse. 


Each time the read-in sequence controller 
commands the digital converter to take a reading 
of the input, it also passes a pulse to a digital 
scan controller which advances a ramp signal by 
one increment. This sweep is used to drive the 
swept oscillators. 
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The display is in the form of a scanned 
raster in which the lines are scanned vertically. 
Therefore, spectrum lines are brightened up 
raster lines. 


The amplitude and horizontal graticules are 
generated electronically, and can be moved to fit 
any display after it is stored. 


Organization of the store 


As the store re-circulates it is possible to 
gain access to any one point in the store every 
513 clock pulses. To enter one bit of information 
into the store each time the store re-circulates 
requires 513 x 513 clock pulses for a complete 
set of information. To obtain the fastest read-in, 
the shift register must be driven at a maximum 
clocking rate (i.e. 100 ms read-in requires a clock 
speed of 513 x 513/0.1 Hz = 2.65 MHz). In prac- 
tice this will be slower due to an allowance of 10% 
for sweep flyback time, i.e. 2.36 MHz. 


To read out the store on a television type 
display, it is necessary to take the element data 
rate from the shift register at about 15 kHz or 
every 66 us. If the shift register is clocked at 
2.65 MHz to satisfy the input requirements, 
this produces data at 0.38 us per element which 
is 174 times faster than required. If the clock 
rate is 10% lower because of the flyback allowance, 
and the line scan is permitted to be as high as 
18 kHz, and also the output is interlaced, a time 
of 0.38 x 2x 1.1 x 18/15 = 1 ys per element is 
achieved. This is 66 times faster than required. 
To reduce this ratio to unity only 513 + 66 must be 
taken out, which is 7.8 elements for each two 
circulations of the shift register instead of 513. 
This is approximately equal to four extractions 
per shift register re-circulation, and can be 
achieved without the use of an auxiliary store by 
the encoding sequence shown in Table 3.1. 


This sequence enables the 513 bits of the 
store to be divided into eight blocks of 64, plus 
one extra bit. If data enters the store every 
64 clock pulses, the 8th entry will be on the 512th 
clock pulse. This is one bit removed from the 
first data entry as the store is 513 bits long. 
Thus after 64 repeats of this sequence the store 
will be full. The data readout sequence is iden- 
tical except that the interval between the readout 
points is 128 clock pulses. 
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Table 3.1 
Read-in/read-out sequence of shift register 
Read-in Readout 
Dual High defn. 
1A 1 1 
253B 506 510 
249B 498 506 
245B 490 502 
" " n 
9B 18 266 
5B 10 262 
1B 2 258 
254A 507 254 
250A 499 250 
246A 491 246 
n " n 
10A 19 10 
6A 11 6 
2A 3 2 
254B 508 511 
250B 500 507 
246B 492 503 
n fn " 
10B 20 267 
6B 12 263 
2B 4 259 
255A 509 255 
251A 501 251 
247A 493 247 
fn fn n 
11A 21 11 
TA 13 7 
3A 5 3 
255B 510 512 
251B 502 508 
247B 494 504 
fn ft n 
11B 22 268 
7B 14 264 
3B 6 260 
256A 511 256 
252A 503 252 
248A 495 248 
n n n 
12A 23 12 
8A 15 8 
4A 7 4 
256B 512 513 
252B 504 509 
248B 496 505 
n fn W 
12B 24 269 
8B 16 265 
4B 8 261 
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Table 3.1 (continued) 


257A 513 257 
253A 505 253 
249A 497 249 
" f n 
9A 17 9 
5A 9 5 
1A 1 1 
253B 506 510 


The fastest read-in sweep is 100 ms. To 
achieve this, 513 clock pulses are added to the 
64 pulses in the read-in sequence. On slower 
read-in sweeps a variable divider introduces an 
extra n x 513 clock pulses in a 1-2-5 sequence. 
The read-in sweep time is effected by board AE5. 
Command signals from system control logic board 
AF2 are connected to AE5, dictating the sweep 
speed required. 


The basic counter on AE5 is a 513 bit counter. 
It can be converted to a 64 bit counter when com- 
manded. At the beginning of the read-in sweep a 
513 bit counter is synchronized with the 'end of 
store’ pulse from AE3. The 513 bit counter begins 
to count at clock frequency for a number of times 
depending on the sweep speed required, ranging 
from 1 for the 100 ms sweep to 1000 for the 100 s 
sweep. When the required number of counts has 
been performed, the counter is converted to a 
> 64 counter, and at the end of the 64th count an 
output pulse is fed to AE1 to command it to take 
information from the logarithmic amplifier. The 
counter is not re-synchronized to the 'end of store’ 
pulse but continues to divide by 513 until it again 
is commanded to divide by 64. This continues 
until the entire store is filled. 


A 7512 bit counter on AE5, counting the 
commands to AE1, provides the ‘store full’ infor- 
mation. When all the data has been stored a pulse 
is sent to AG2 of the counter unit, which informs 
the counter that the read-in sweep has been com- 
pleted and commands it to measure the centre 
frequency. 


At the time AE5 is commanding the frequency 
counter to count, a pulse is passed to a D-type 
bistable, the output of which resets all the counters 
on AE5. The counters will not start counting again 
until the frequency counter on AG2 has completed 
its measurement, and the next 'end of store' pulse 
from AE8 has arrived. The counters will be 
further inhibited if the single shot mode is selected. 
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Operating the start button will remove this inhi- 
bition. Also, if the manual mode is selected, 
counters will not start until the mode is returned 
either to single shot or auto. 


The ‘can store now' signals from AE5 are 
passed to AE1. AEl1 consists of a peak detector 
and an analogue to digital converter which are 
controlled by logic on AE1. The peak detector 
stores any spectrum line occurring between 'can 
store now’ commands and consists of two parts, 
one peak detecting while the other is discharged. 
Thus no spectrum line will be missed. The output 
of the peak detector is fed to an amplifier which 
contains the front panel vertical shift control. 


The output of the amplifier is connected to 
one input of a comparator. The other comparator 
input is taken from a ramp generator. The ramp 
generator commences to sweep at the same time 
the counter on AE1 begins to count. When the 
comparator gives an output informing that the ramp 
generator is at the same amplitude as the output 
from the peak detector, the ramp detector and the 
counter are stopped. The counter outputs are then 
ready for passing to AE2, being the digital form of 
the input signal. The larger the input signal the 
longer the ramp generator has to run before the 
comparator gives the output signal. 


The counter stores its outputs until it is time 
to pass them on to the store at the next 'store now' 
command. The sequence of events on AE1 whena 
‘store now' command has been received is (a) dis- 
charge the first peak detector, (b) hold the value in 
the second peak detector, set off ramp generator 
and counter, (c) stop the ramp generator and 
counter when the comparator has given its signal 
and (d) discharge second detector. The preset gain 
control on the front panel alters the slope of the 
ramp generator, and hence the number of counts 
during the run-up time of the ramp. 


AE2 is normally set in the re-circulation 
mode, but on command from AE5 through AE1, a 
changeover switch on the input to the shift register 
is operated to read the output of AE1. The switch 
is held over for 1 bit-length. Therefore, 1 bit of 
information is fed into the shift register at the 
correctly synchronized time as governed by AE5. 
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The shift register is clocked by a two-phase 
clock. The clock rate is half that of the data rate 
because the data is multiplexed internally by the 
shift register integrated circuit. The shift register 
consists of a 512 bit m.o.s. shift register plus a 
one bit latch. The outputs of the latch are avail- 
able for re-circulation and also as outputs to AE3, 


A small additional circuit on AE2 is a mag- 
nitude comparator which is used in the peak memory 
mode. In this mode, information already in the 
store is compared with information on the outputs 
of AE1, and is only entered into the store if the 
information on AE1 is of greater amplitude. 


The output of the store is taken by eight 
parallel lines to AE3 which, when commanded, 
stores it in presettable counters. 


Apart from the clock amplifier and generator 
on AE3 there are several counters which govern 
the readout waveforms : 


A + 128 counter divides the clock frequency 
of 2.5 MHz producing 19.53 kHz, which is the 
line frequency. This line drive is fed to the scan 
and video amplifier AM2 to operate the raster scan. 


Also triggered from the line drive waveform 
is a monostable which is used for line blanking. 
This is a variable monostable which can be set by 
a trimming potentiometer. 


A + 513 bit counter generates the 'end of 
store’ pulse which, when divided by 64, produces 
a pulse every half field, and a further division by 
two produces field pulses. 


A division of eight on the 10 MHz fast clock 
rate provides the 2 dB graticule markings, and a 
further division by five produces the 10 dB grati- 
cule. ‘The width of these markings is governed 
by the pulse duration of two monostables. A 
‘delayed line’ pulse is generated from this grati- 
cule counter for use on AEG. Movement of the 
graticule with respect to the display is achieved by 
inhibiting the graticule counter by the output of a 
monostable for a variable period starting at the 
beginning of a line. 
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As the line frequency is the clock frequency 
divided by 128, it is exactly the correct rate for 
taking information from the store. Therefore, 
the edge of the line drive is used to trigger a mono- 
stable which opens the preset gate on the eight bit 
presettable counter. The period of the monostable 
enables it to capture one bit of information from the 
store. When it has been loaded into the presettable 
counter, the counter immediately begins to count 
and produces a pulse, the timing of which depends 
on the number entered into the presettable counter. 


As the counter will only count in the forward 
direction, the complement of the number in the 
store is entered so that the counter is full after a 
number of clock pulses equal to the original number 
in the store. The output pulse of the presettable 
counter is called the 'end of ordinate’ pulse and is 
passed to AE6. 


On AE6, at the beginning of a line, a D-type 
bistable is triggered, and the output to the video 
amplifier on AM2 produces a bright line. The 
bright line is terminated when the end of ordinate 
pulse from AE3 re-triggers the bistable to its '0' 
state. 


Another signal generated on AE6 is the 
"horizontal' or 'frequency' graticule. Half field 
pulses from AE3 trigger a monostable which is 
used to vary the start of the horizontal graticule. 
The output of the monostable triggers a multivi- 
brator, whose period is also variable, so that the 
horizontal graticule can be expanded or contracted 
about its calibrated position. 


The half field pulse also triggers a mono- 
stable used for field drive, and another monostable 
used for field blanking. The field blanking is 
mixed with line blanking in a NAND gate whose 
output is connected to the bright up mixing circuit. 


The horizontal graticule is modified before 
it is displayed. The first, central and last lines 
are dashed, and horizontal graticules after the 
tenth division of frequency are blanked out. The 
first, middle and last lines are markers for the 
beginning, middle and end of the sweep. The 
stripes or dashes placed on them are generated by 
counting the 10 dB graticule lines; each dash is 
two lines long. The alternate black and white 
dashes help in the calculation of the dB level of 
any spectral line, enabling the user to count in 
20 dB steps. The modified horizontal graticule 
is added to the vertical dB graticule by a NAND 
gate whose output feeds into the bright up mixing 
circuit. 
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A further ‘bright up' signal is generated on 
AE6 which allows the operator to identify the point 
at which information is being read into the store 
during a sweep. This circuit is also used to pro- 
duce a bright line which appears after a single 
sweep has been used, and the bright line used for 
manual recording. 


Separate contrast controls are available for 
the graticule and the store output. 


AE4 is the digital scan generator board. 
The board receives pulses from AE5 each time a 
new bit of information enters the store. These 
pulses are counted by a counter whose output is 
fed to a digital to analogue converter. The output 
of the converter is in the form of a fine step stair- 
case. After the summing of a voltage from the 
bright line position potentiometer on the front panel, 
which is normally switched out during the auto 
sweeps, the signal is passed to an amplifier whose 
gain is variable so that an accurate sweep amplitude 
can be set. 


The output of the amplifier contains staircase 
steps, which must be filtered before it can be used 
to sweep the oscillators. This is achieved by a 
switched RC filter whose time constant is switched 
depending on the sweep speed. 


To eliminate filter distortion of the ramp 
signal, the first step of the staircase is 28 times 
the height of each succeeding step. The height of 
the step is exactly equal to the aiming potential 
needed to produce the required rate of change at the 
output. To achieve the step, during flyback the 
counter is reset to 24 but the analogue to digital 
converter is held at '0' state. After the first four 
counts have reached the counter the converter is 
released and the first staircase step is produced. 
As the counter is preset to 24 it reaches its maxi- 
mum count of 512, 24 counts before the store is 
completely full, but this occurs during the flyback 
of each sweep so it is not displayed. 


During the count of 24, the analogue to digital 
converter is held at a centre frequency level by 
gates which override the counter outputs. Thus 
its output is set at centre frequency level before 
the frequency counter is ready to count the centre 
frequency during the flyback of the sweeps and, 
therefore, a stable centre frequency voltage can 
be achieved. 
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Technical description 


The output of the RC switched filter is fed to 
an amplifier where a shift potential is applied. 
The output of the amplifier is then passed to the 
remainder of the instrument. 


When set, the ramp rises from 0 to 10 V with 
a step on the falling edge at 5 V, the centre fre- 
quency voltage. 


When a single shot has been produced and 
the counter has counted the centre frequency, the 
digital to analogue converter is switched out, and 
the bright line position potentiometer is switched 
in. The signal which passes to the bright line 
potentiometer control circuit also passes to the 
bright up mixing circuit on AEG to allow the bright 
line to be displayed. The position of the bright 
line depends on the setting of the bright line posi- 
tion potentiometer. 


If at any time during the sweep, or after a 
single shot sweep, the manual button is pressed, 
the digital to analogue converter is again over- 
ridden and the bright line position potentiometer 
is switched into circuit. 


To satisfy the condition that there must be a 
signal from the frequency counter before the bright 
line potentiometer can be switched in, a 'manual 
T time’ reply is fabricated on AE5 when the manual 
button is pressed. 'T time' is the pulse length 
from the frequency counter given while it is 
counting. 


A further signal from AE4 is derived from 
its counter drive circuit, and passed onto AE6 while 
the counter is counting and the scan is being pro- 
duced. AE6 combines this signal with the read-in 
point to provide artificial persistence to show where 
new information is being read into the store. 


When the manual button is pressed, the infor- 
mation is read into the store at a point coincident 
with the bright line. When a particular raster line 
is being brightened up, information is being 
accessed from the store at that time. 


To enter information at the bright line point, 
the bright line is detected on AEG, and the detected 
signal is gated with 'access' pulse to produce a 
'read-in' pulse. This pulse is passed to AF1 to 
produce a 'manual read-in' pulse. ‘The pulse is 
called 'can store now manual’, and is of similar 
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duration to the 'can store now auto' pulse pro- 
duced by AES during the normal auto read-in 
sweep. 


The circuit producing the bright line on AE6 
consists of a ramp generator which is operated in 
synchronism with the field drive to the display unit. 
The generator produces a ramp with the same 
amplitude as that generated to sweep the oscillators. 
This is compared with the oscillator ramp, and at 
the comparison point the bright line is produced. 
The bright line coincides with the read-in point. 


During normal sweeping of the spectrum 
analyser, the display is slightly brightened up at 
the beginning of a field. This ‘bright up' is re- 
moved when the ramp comparator reaches its com- 
parison point and, therefore, the display to the left 
of the reading point is slightly brighter than that to 
the right and a mock persistence is produced. 

This persistence can be switched out on the faster 
sweep by cancelling the read-in 'bright up’. 


The dua! store mode 


To achieve the dual store mode, information 
is fed into the store on alternate read-in commands, 
and by switching between either the odd or the even 
commands, two separate sets of information can be 
stored. 


If one set of information only is to be dis- 
played during the first field scan, the readout is 
in the normal fashion. If, however, it continues 
this way during the second field scan, the inter- 
laced picture would be that of the alternative store. 
To overcome this, the original information is 
accessed from the store, and held in a latch until 
the counter on AE3 is ready to process it. There- 
fore, both fields of the interlaced display are 
identical and the definition of the display is halved. 


Similarly if the other set of information from the 


store is to be displayed, the first field scan will 
be that taken from the latch, and the second field 
sean will be that normally derived from the store. 


When displaying both stores simultaneously, 
each field displays both sets of information. This 
is achieved by displaying the information accessed 
directly from the store with information held in 
the latch. The information from each store has 
separate bright-up facilities to allow store iden- 
tification. 
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3.20.1 Peak detector and digital to analogue 


converter AE‘ 
Circuit diagram—- Fig. 7.19 


The two 400 ns wide pulses 'can store now 
manual' and 'can store now auto' arrive at input 
pins 27 and :26. A set of gates of IC3 forma 
changeover switch. The manual button on the 
front panel operates via pin 25, and controls the 
switch. 


The selected pulse is routed two ways : 


In one direction the pulse passes to IC4 
where it is gated with signals during the peak read 
mode. To record only the peak signals of a 
sweep the peak read button is operated. The 
level at pin 3 then rises to '1' state (#5 V); this 
opens the first gate of IC4 to allow signals from 
AE2 toenter. If these signals are '0', the infor- 
mation in the store is of smaller amplitude than 
presented to the store at its inputs from AE1. 

In this case, the output on the first NAND gate of 
1C4 will be '1'. This, when gated with the selected 
‘can store now' signal, produces a pulse which is 
passed onto AE2 to command it to accept the new 
information. An inverted version of this pulse is 
produced by IC4c. The pulses 'store command’ 
and 'store command’ leave at pins 9 and 8, and are 
fed to AE2. 


The second route of the selected 'can store 
now' signal is to monostable IC5a, which produces 
a pulse of 30 us duration. This pulse discharges 
the first peak detector. The falling edge of the 
pulse fires monostable IC5b which produces a 
7.5 us pulse. This triggers J-K bistable IC6 
whose outputs control four functions. Output at 
pin 8 opens gate IC4d to allow the clock pulse at 
input pin 1 through to counters IC8 and IC9. Pin6 
output is fed to the second peak detector and holds 
the value on the detector for the duration of the 
count. This output also turns off TR12 permitting 
the constant current through TR13 to produce a 
ramp across C18, which is compared with the 
outputs of the peak detectors. Additionally, pin 8 
output triggers monostable IC7 at the end of the 
bistable pulse. 


The bistable pulse can be terminated by 
either one of two ways. When the ramp generator 
has attained a value similar to that of the output of 
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Technical description 


the peak detector, comparator IC2 gives an output 
which resets the bistable. However, if the output 
of the detector is too high, the counter reaches a 
count of 255 before the ramp has reached the cor- 
rect value. In this condition gate IC10, at the 
output of the counter, detects the count of 255 and 
terminates the pulse by clocking the bistable. 


The falling edge of the pulse of bistable IC6 
triggers monostable IC7, which produces a 35 ps 
wide pulse that discharges the second peak detector 
capacitor C7. When the bistable pulse has termi- 
nated, the ramp generator is discharged and the 
clock gate to the counter is closed. 


The ramp generator consists of a current 
source feeding a constant current into capacitor 
C18. The constant current source is a transistor 
(TR13) with its base voltage controlled by Zener 
diode D7, and its emitter current set by gain con- 
trol R40. At the end of the ramp, TR12 dis- 
charges C18 and sinks the current supplied by TR13. 
A second variable resistor in the emitter of TR13 
is the front panel vertical gain preset control. 


The analogue input of logarithmic amplifier 
IC1 is at input pin +, which is connected via R4 to 
the base of one of the transistors (TR2a) of a long 
tailed pair. The other base of the pair is connec- 
ted to the emitter of current amplifying transistor 
TR5, whose base is connected to C4 on which the 
input voltage is stored. C4 is charged via diode 
D1 from p.n.p. transistor TR3 situated in a feed- 
back loop round the long tailed pair. As the input 
voltage falls diode D1 is cut off and the charge is 
retained on capacitor C4. Thus the peak input 
voltage is recorded. The capacitor is discharged 
by a current through TR4 during the time that 
monostable [C5a is giving its output pulse. 
However, should there be an input signal during 
this time, the feedback loop is capable of supplying 
enough current to keep the capacitor charged to 
within 0.2% of the correct value. 


The first peak detector is followed by a 
second peak detector. The first peak detector 
must keep the charge on C4 accurately when the 
second peak detector is being discharged, and when 
its output is being compared with that of the ramp 
generator. This time is approximately 130 us. 
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The second peak detector is similar to the 
first but because the charge on C7 must be stored 
for up to 0.5 s on the slow sweeps, the components 
used to charge the capacitor and to detect the vol- 
tage on it must be very low leakage. For this 
reason, both the charging (D3) and discharging (D4) 
diodes are low leakage silicon types. Low leakage 
field effect transistor TR10 samples the voltage on 
the capacitor. The field effect transistor is in 
common drain configuration, and is followed by 
emitter follower transistor TR11 which further 
reduces the output impedance, to provide a suitable 
drive to the base of long tailed pair TRGa, IRGb. 


It is essential to control the stability of the 
peak detectors. PNP transistor TR7 in the feed- 
back loop is a shunt feedback stage which provides 
close current control. The rise time of the vol- 
tage on capacitors C4, C7 is limited by 100 Q 
resistors (R10, R21) in series with diodes D1, D3. 
The emitter follower in the first peak detector, 
and the field effect transistor and emitter follower 
in the second detector are bypassed by capacitors 
C3, C6 which act as a.c, paths. When pin 6 of 
IC6 goes negative, TR7 is turned on and the second 
detector output voltage is held for the duration of 
the comparison; immediately the comparison is 
made C7 is discharged by TR11. The discharge 
is governed by the output pulse of IC7. 


The output of long tailed pair TR6a, TRGb is 
amplified approximately twice by IC1, and a shift 
potential is applied by the vertical shift control on 
the front panel. The amplifier output is passed via 
a protection circuit to comparator ICz. ‘The pro- 
tection circuit (R33, D5) prevents the input to IC2 
going more negative than -0.7 V; thus keeping the 
maximum voltage between the two inputs of the 
comparator at less than 5 V. The output of the 
comparator passes to bistable ICG to terminate 
the counting period. 


When the counting period is terminated, the 
outputs of the counter are available at output pins 13 
to 20, pin 13 being the most significant hit. The 
digitized number is read into the store as soon iis 
the next 'can store now' pulse triggers the input 
circuit. Therefore, the information is displiced 
by one line from the time it is recorded. ‘this 
displacement is removed by moving the graticule 
one line to the right. 
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3.20.2 Shift register store AE2 
Circuit diagram — Fig. 7.20 
This board contains the shift register memory 
and the drive circuit. 


In order to store information in the shift 
register a two phase clock signal is required. 
Fach of the eight 512 bit shift registers consist of 
two 256 bit registers multiplexed within the inte- 
grated circuit. The two clock signals driving the 
integrated circuit are 180° out of phase. The 
first shift register of 256 bits uses phase 1 of the 
clock to shift the information and phase 2 to input 
the information. The second 256 bit shift register 
uses the opposite phases. In this way information 
can be taken in and read out from the shift register 
on both phases of the clock, and the combined 
512 bit shift register then has a data rate of twice 
the clocking frequency. 


The shift register is a m.o.s. dynamic 
shift register where the inputs and outputs of data 
are t.t.l. compatible. The clock, however, is 
not t.t.1. compatible requiring special clock driver 
Ic4. This is a high power two phase clock driver 
requiring an input pulse from t.t.l. gates, and 
producing the required output swing of 16 V. 


The two phase input pulses to the clock 
driver are taken from IC2a and IC2b monostables 
via high current buffer IC3. The inputs to the 
monostables are fed from bistable IC1, which 
divides the standard clock frequency by two. 
Potentiometers Rl and R2 set the clock pulse 
width delivered to the shift registers. This is 
between 100 and 120 ns. 


Inputs to the eight 512 bit shift registers 
are connected to IC's 7, 8, 9 and 10 which act as 
changeover switches. The inputs to these switches 
are taken from the output of the shift register 
chain, and from input pins which receive the 
stored data of the counters on AEl. The switches 
operate when a ‘store command! is received from 
AEI, allowing the data stored ou AE1 to be syn- 
chronously entered into the shift register. Infor- 
mation being re-circulated in the store is inhibited 
for the one clock pulse and, therefore, old infor- 
mation in the store is replaced by the new infor- 
mition is it arrives from AEI. 
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In order to achieve a store length of 513 bits, 
the outputs of the 512 bit shift registers are con- 
nected to latches IC15 and IC16. As the latches 
are not multiplexed, their clocking frequency must 
be that of the standard clock. Because the output 
of the changeover switches is negated, the Q output 
of the latches is used to re-circulate through the 
store. However, as board AE3 requires a negated 
output, the Q output of the latches is passed to AES. 


The Q output of the latches is also fed to 
comparators IC5 and IC6. These compare the 
input data with that being re-circulated in the 
store. If the peak memory mode is chosen, the 
output of the comparators is used to decide whcther 
to read in new information or to keep that which is 
re-circulating in the store. 


The output of the store is available at pins 23 
to 30, pin 23 being the most significant hit. 


As the clock drive to the store has to feed a 
high capacitance, special de-coupling of the power 
supplies is used. The +5 V line at pin 12 is divi- 
ded two ways so that the logic on the board is not 
subjected to the large clock spikes. These are 
de-coupled by L1 before the clock line is connected 
to the main power supply. 


As the negative excursion of the clock is 
-11 V, a separate -11 V supply is produced from 
the -15 V power line. This is effected by TRi. 


In order to help line de-coupling, an earth 
plane is introduced which circles the 512 bit shift 
registers, and capacitors are connected directly 
between lines and earth at various points. 


Resistors R7 to R22 provide interface between 
the t.t.1. and m.o.s. circuits. 


3.20.3 Readout waveforms generator AE3 


Circuit diagram — Fig. 7.21 

Input pin 3 is connected by coaxial cable to 
ABI. The cable carries a 10 MIlz signal at a 
level of -6 dBm. The signal is amplified by TRI, 
TR2 to produce a level compatible with t.t.1. logic. 
Iual D-type bistable IC1 divides the 10 MHz fre- 
quency by four to produce a standard clock frequency 
of 2.5 MIlz. ‘This is available at output pin 1, 
buffered by IC2 to produce sufficient output drive. 
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The 5 MHz output is used by the presettable 
counters. 


The line scan rate used by the display is 
directly related to the clock frequency. IC's 3 
and 4 are + 16 counters connected together to 
divide by 128. The output of the counters, after 
being buffered by IC2d, is available at output pin 19 
as the ‘line drive’ signal. The second output of 
the counters drives monostable IC5a which provides 
line blanking for the display. The period of the 
line blanking is preset by R8. 


The square wave 'line drive' also fires mono- 
stables IC18a and IC18b, on its negative and posi- 
tive edges. The monstables produce pulses of 
400 ns duration. The line pulse generator is 
synchronized by the 'end of store’ pulse at the 
start of each field scan so that the monostables 
pulses are also in synchronism with the store. 
‘These pulses are used to remove information 
from the store IC18a being 64 places in advance 
of IC18b. The advance information is stored by 
IC19 and [C20 which are quadruple latches. The 
latch output is fed to the inputs of presettable 
counters, IC23 and IC24. A further pair of pre- 
scttable counters, IC21 and IC22, are connected 
to the output of the store. 


Monostahble IC18b opens the input to both 
pairs of counters just as the 'line drive’ waveform 
begins a new line on the display. Therefore, the 
output of IC21, IC22 is that of an ordinate taken 
directly from the store, and the output of IC23, 
IC24 is that of an ordinate taken 64 pulses earlier. 


The output of the second pair of counters is 
the same as that produced by the first pair during 
the last field scan. Therefore, in the dual store 
mode, the intcrlaccd picture can consist of two 
identical field scans by combining the outputs of 
the two scts of presettable counters. 


Both pairs of presettable counters are clocked 
at 5 MHz. ‘his enables the count of 256 to be 
achieved during the line period of 128 standard 
clock pulses. 


A pulse which is in synchronism with the re- 
circulation of the store is produced by the ‘end of 
store’ pulse generator (IC's 11, 12, 13 and 14), 
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The generator is a + 513 counter, produced by a 
standard + 512 counter whose output is fed to mono- 
stable IC14, which inhibits the count for 1 count 
after 512 counts. The 'end of store' pulse is taken 
from the output of the monostable and fed to output 
pin 18. 


As there are 513 lines per field, a division 
by 128 of the 'end of store’ pulse will produce field 
pulses, and a division by 64 produces half field 
pulses which occur twice for each interlaced field. 
Field pulses are not used on other boards but are 
used by the front panel switches, together with 
their inverted form; these outputs are fed via 
pins 13 and 14, 


Just as control] pulses to the presettable 
counters select information from either field, the 
‘complete field’ pulse and its inverse activate a 
changeover switch to select one of two pulses. 
The pulses feed the counters which feed in infor- 
mation on the manual] scan mode. The selected 
pulse is available at pin 32 as 'can refresh' and 
is fed to AE6, 


A further output of TR1, TR2 is fed to the 
graticule generator. The generator consists of 
IC6a, IC6b and IC7 which provide division by 
eight and forty. These outputs are taken to mono- 
stables IC8a, IC8b which produce the 2 and 10 dB 
graticule lines. The position of these lines is 
thus movable with respect to the start of the line 
scan, using the vertical graticule shift poten- 
tiometers. 


The output of IC6b is also fed to counter IC9, 
IC10 via test point 5. The counter divides the 
output by 128, and is synchronized by the graticule 
shift monostable IC5b, to produce a pulse at line 
frequency, but delayed from the line frequency by 
the period of IC5b. The counter output is pro- 
cessed by R21, R22, R23, C13 to produce a pulse 
edge which resets the graticule generator at the 
start of each line, and also provides an output, at 
pin 20, of 'delayed line' pulses which are used by 
AE6. 


3.20.4 Digital scan generator . AE4 
Circuit diagram— Fig. 7.22 


The main function of this board is to provide 


a distortion free signal to sweep the oscillators of 
the spectrum analyser. 
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Ordinate pulses from AE5, at pin 13, are 
counted by a + 512 counter (IC's 10, 11 and 12). 
The outputs of each stage of the counter are fed to 
a digital to analogue converter. As the counter 
counts the ordinates, the output of the converter 
rises in staircase form. The most significant 
digits of the converter have to be preset to obtain 
the correct voltage steps. To achieve this, the 
current through TR13, TR15, TR17 is adjusted by 
the settings of R23, R27 and R31. 


During the flyback of the scan, the + 512 
counter is preset to 24, but gates of IC9 prevent 
this preset number reaching the converter. The 
gates are closed by the output signal of D-type 
bistable IC7b. When the counter has reached a 
count of 4, IC6c passes a signal to the trigger input 
of IC7b, whose output then changes state and opens 
the gates to the converter. The output of the con- 
verter rises to the count of 28 on the counter. 


When the counter has reached a count of 512, 
the output of IC12 goes to '0' state sending a pulse 
via IC6f, which clocks the D-type bistable IC7a. 
The outputs of the bistable feed two integrated 
circuits. The Q output goes to gate IC8b which 
resets the counter to zero. The Q output feeds 
through IC4b to the base of TR3 via diode D3. 
When the output of IC4b is at '0', the potential at 
TR3 output drops from +12 Vto0 V. This causes 
the converter to produce an output which is equi- 
valent to half the staircase height. 


After a further count of 24, the counters ot 
AE5 produce a 'reset' pulse which arrives at input 
pini5. This pulse is fed two ways. It is gated 
at IC8b with the signal from IC7a, and also fed via 
IC8a to dual input NAND gate IC5b. When IC5b is 
open, its output turns off TR28 which causes the 
‘call bright line' signal to go high. This turns on 
gate IC5a and hence gives a '1' state signal which 
turns on the bright line position control described 
below. IC5b is only turned on if the output of IC5c 
is low. 


The inputs to NAND gate IC5c are controlled 
by signal 'T time’, and the output of monostable 
IC3 triggered by the signal's rising edge. The 
output of ICS¢e is high during 'T time’, and for a 
time of 18 ms after 'Ttime', Therefore, the 
bright line position control circuit is switched out 
during 'T time' and for 18 ms after 'T time’, and 
no bright line is displayed on the screen. 
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The 'T time' monostable IC3 can be fired by 
two signals. The first is 'T time’ which arrives 
at pin 20 from AGI of the counter unit. The second 
arriving at pin 16 from AE5. This line carries a 
single positive-going pulse whenever manual is 
selected. The output of IC3 monostable in addition 
to being fed to IC5c is taken to pin 32, and routed 
to AES. 


The output of the converter is amplified by 
ICl1, which incorporates variable gain control R38. 
The output waveform is a 5 V staircase where the 
first step is 28 times higher than each succeeding 
step, and the falling edge has a step at half ampli- 
tude. 


To remove the steps of the staircase, and 
produce a smooth ramp, an integrator is used. 
As the period of the staircase can vary from 100 ms 
to 100 s, the time constant of the integrator is pro- 
grammed by the four lines that control the sweep 
speed on AE5. Control lines A and B vary the 
integrator resistor in a 1-10-100 series, and con- 
trol lines C and D vary the capacitance in a 1-2-5 
series. 


During flyback, the integrator is switched out 
of circuit by turning on f.e.t. TR19, and the capa- 
citor is discharged quickly via the output of IC1. 


The resistors of the integrator are selected 
by f.e.t's TR20 and TR21. The gates to the tran- 
sistors are controlled by open collector integrated 
circuits, IC13b and IC13c. The capacitors are 
selected by f.e.t's TR22, TR23 and TR24. The 
gates to these transistors are controlled by the 
output voltages on the collectors of TR25, TR26 
and TR27, which are in turn controlled by the con- 
trol logic on lines C and D, fed via gates of IC13 
‘and IC8, 


The control lines to each of the field effect 
transistors in the resistance and capacitance arms 
of the integrator are routed via test points 10, 11, 
12, 13, 14 and 15. 


The signal at test point 10 is fed from TR18, 
which is turned off whenever the integrator capa- 
citors are to be discharged. The control to its 
base is derived from IC7b which is a D-type bi- 
stable, controlling the inputs to the converter during 
the first count of 28 on the counter. ‘The signal is 
also available at output pin 23 for routeing to the 
read-in bright-up switch on the front pancl. 
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Technical description 


The output of the integrator is at a high 
impedance level and, therefore, is fed to low bias 
current integrated circuit IC2. Here it is ampli- 
fied by a factor of 2, and a shift potential is applied 
through potentiometer R49. The output is set to 
produce a 0 to 10 V positive-going sweep, and is 
taken to output pin 14 for use on AE6 and sweep 
shaper AAI, 


Three front panel controls operate from this 
board : 


The bright line position potentiometer is con- 
nected via pin 4. This control varies the voltage 
of the output of the converter via transistors TRl 
and TR2, whenever TR1 is not shorted by the out- 
put of IC4a. 


The start control is connected to pin 3. When 
this button is pressed, circuits on AE5 cause the 
reset line at pin 15 to go low, resetting counter 
IC10, IC1l and IC12. If the output of IC12 were 
to be high, the negative-going step resulting from 
the resetting would pass via C10, IC6f, and would 
clock the D-type bistable IC7a. The Q output of 
the bistable would go to '1' state, and call centre 
frequency level, resulting in a lock-out state since 
there would be no 'T time’ reply from the frequency 
counter on AG1. To avoid this, pin 12 of IC7a is 
wired to the start button. 


The manual and start controls are inter- 
connected so that a new sweep is not initiated during 
manual scan if the start button is accidentally 
pressed. 


3.20.5 Read-in sequence controller--- AES 
Circuit diagram— Fig. 7.23 


This board controls the input of data to the 
store on AE2. It is synchronized to the store re- 
circulation time by the ‘end of store’ pulse at pin 18. 
The ‘end of store’ pulse is shaped and gated to 
trigger D-type bistable IC21b which removes the 
resets on the counters whenever a new sweep is 
to be started. 


IC's 1, 2, 3 and 4 form a + 513 counter. 
IC's 1 and 2 are presettable counters, and IC4 is 
a monostable which inhibits the count on IC] for 
one clock pulse. Outputs of the counter, therefore, 
occur every 513th clock pulse. 
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Technical description 


The output of counter 1C3 is connected to the 
variable ratio counters IC's 5, 12 and 13 which are 
programmed by the sweep speed commands. 

These commands enter ht pins 27 to 30, and 
operate through latch IC10 to control gates IC's 6, 
7, 1l and 14. Counter IC5 is used in two parts, 
as av 2 counter anda~+5 counter. IC12 and IC13 
are + 10 counters controlled by the sweep speed 
commands. 


Different counters are gated into circuit, 
and a 1-2-5 sequence division ratio is achieved. 
The output of the final counter is connected to mono- 
stable IC4b. The monostable output is a pulse 
40 us wide which is set to be between 64 and 128 
clock pulses wide. 


The Q output of IC4b is fed to gate IC8a whose 
output feeds the preset enable of [C2. The gate is 
opened when IC1 and IC2 have counted to G64 on the 
next + 513 cycle, and the counter is preset to zero 
on the next clock pulse. The output of IC8a is, 
therefore, a pulse of one clock pulse duration. 


As counters ICI] and [C2 are reset to zero, 
the > 513 counter must start again. Before the 
next count of 64 is reached, the output of mono- 
stable 1C4b will have gone back to its zero state, 
and gate IC8a is closed. The count of 513 then 
continues, undisturbed. 


The ‘preset enable’ pulses of IC8a occur when 
new information should be entered into the store. 
However, to enable dual store modes, these pulses 
must be inverted by IC9b, gated by IC&b and further 
inverted by IC9c, before they are fed out at pin 26. 


Ungated pulses are taken via pin 13 to AE4 
to operate the ramp generator. 


‘Thus the read-in point moves 64 clock pulses 
through the store each time new information is 
read in, and the correct store sequence is achieved. 
Since the + 513 counter will have completed its 
counts a certain number of times plus a further 
count of 64 clock pulses. 


To stop the read-in sequence when the store 
is filled, the number of read-in points must be 
limited to 512; the 513th bit is never rcad in. 
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IC's 15, 16 and 17 form a + 512 bit counter, count- 
ing the outputs of monostable IC4b. The output of 
the counter is passed via differentiating circuit C3, 

3, R4, RS, and after invertion by ICOf is passed 
to gate IC8c. 


The output of IC8c triggers monostable IC18b, 
the 'start T’ monostable. This monostable sends 
a pulse to AG2 via pin 19, indicating to the fre- 
quency counter that the sweep has been completed, 
and that it should measure the centre frequency. 


The output of monostable IC18b also clocks 
the D-type bistable IC21b. The output of the 
bistable resets all counter chains, except IC1, 
back to zero. ICl is preset to a count of two, to 
correct the phase of the 'end of store’ pulse during 
the fly-back of the display. 


The input pulses to IC18b are gated by [IC8c 
so that should the output of IC17 be high when the 
start button is pressed, the resultant negative- 
going edge on the output of IC17 will not trigger 
the 'start T' pulse. This is because the gate will 
already be closed by the reset line to the counters. 


To operate in the dual store mode, the outputs 
of bistable IC15 are connected to the front panel A, 
B and single store refresh buttons via pins 23 and 
24. The selected signal returns to AED at pin 25 
and is fed to gate IC8b, selecting the ordinate 
pulses. These are then passed out at pin 26 to 
AF1 as 'can store now auto' pulses. 


When a total of 512 new bits of information 
have been stored, D-type bistable IC21b is clocked 
and its output, going high, resets the counters as 
previously described. This bistable is reset by a 
selected 'end of store’ pulse. IC20a gates the 
pulses so that no 'end of store! pulses can be used 
during 'T time' when the counter is counting the 
centre frequency. These pulses are further gated 
by 1C20c in the single sweep mode so that only one 
pulse will reset IC21lb. ‘The gating signal at IC20c 
is taken from the output of IC20b, 


In the auto mode, input at pin 4 is high ('1' 
state). ‘This, after inversion through IC1I9, 
presents a low signal ('0' state) to one input of 
IC20b. ‘The resultant '1' state signal at IC20b 
outpul nllows the pulse waveform at the other input 
of 1C20c through to D-type bistable ICz1b. 
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If the single mode is selected, the input at 
pin 4 is at '0' and hence the signal at IC20b input 
is in'1' state. IC20b output, therefore, is at '0' 
closing gate IC20c to any pulses, and the D-type 
bistable will not reset. The output of IC20b will 
not go to '1' unless the output of D-type bistable 
IC2la goes to '0'. This is triggered low whenever 
the start button is pressed. 


The start button signal is also gated (IC20d) 
with the ‘manual’ signal to set bistable IC21b, so 
that all the counters are reset. This ensures that 
the sweep restarts at the beginning. 


When the start button is released, the reset 
is removed, and IC21a output is at '0'; this opens 
gate IC20c allowing the 'end of store’ pulses to be 
fed to the reset input of IC21b. As soon as the 
output 6f IC21b goes to '0', the reset input of IC2la 
is triggered through differentiating network C7, 
R15, R16, R17. The reset lines to the counters 
are also removed. 


If the manual button be pressed, the reset 
signal is applied by triggering IC21b via gate IC20d. 
Pressing the start button no longer triggers IC21la 
because the start and manual buttons are inter- 
connected so that pin 3 does not go to '0’. 


Pin 5 carries the manual signal which, after 
inversion at IC9d, is differentiated (C6, R12, R13, 
R14) further inverted (IC9e) and fed to pin 16. 

This signal is used on AE4 as a 'manual T time' 
reply, imitating the output of the frequency counter 
at the end of the centre frequency period. 


Pin 32 carries the 'read-in dwell' signal 
from AE4. This inhibits the variable ratio counter 
during the 4ms duration of the pulse. No infor- 
mation is read into the store during the first 4 ms 
after the end of 'T time’, and the scan and sweep 
are not started for a similar period. This enables 
the swept oscillators to settle after the flyback of 
the scan. 


By inhibiting the variable ratio divider, the 
input + 513 counter, IC's 1, 2 aud 3, continues to 
count 513 until the pulse is removed. In this way 
the 'read-in' signals continue in synchronism with 
the store as soon as the sweep is allowed to start. 
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Technical description 


3.20.6 Frequency graticule generator and 
bright-up processing --AE6 
Circuit diagram— Fig. 7.24 


This board provides the video drive to line 
scan and video amplifier AM2. 


Half field pulses at pin 16 are used by three 
monostables : 


The first monostable, IC2b, produces a 
0.8 ms wide pulse which is used for field blanking. 
The second monostable, IC2a, provides (pin 29) a 
200 ps wide pulse used to produce field drive to the 
field scan circuit on AM3. This waveform is also 
used to drive the saw-tooth generator on AE6. 
The third monostable IC1la has a variable pulse 
width, and is used to start the first line of the fre- 
quency graticule. The start of the frequency 
graticule can be moved by +1 ms about the cali- 
brated 2 ms time. Hence, the first frequency 
graticule line can be moved from zero to 2 cali- 
brated divisions from the start of the scan. 


The outputs of monostable IC1la feed the 
reset line to the frequency graticule counter, the 
add stripes circuit, and frequency graticule multi- 
vibrator IC1ib. 


Multivibrator IC1ib is a monostable with a 
calibrated period of | ms. By varying this period 
the interval between the frequency graticule lines 
can be varied. Both the shift and gain poten- 
tiometers are front panel controls. 


The output of ICib is inverted at IC3a, and 
then connected to J-K bistable [C4a where it is 
synchronized with the beginning of a line by delayed 
line pulses (pin 20) from AE3. [C4a output is then 
gated at IC8a. 


In order to display only eleven lines of fre- 
quency graticule, the frequency graticule is masked 
alter the eleventh count by a signal applied to the 
second input of gate IC8a. The combined signal is 
then passed through IC8e where the first, sixth and 
eleventh lines are masked so that the striped line 
con be added at IC8d. 
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Technical description 


The ‘frequency graticule mask' signal is 
obtained by counting the number of striped lines. 
ICSb and IC6a divide by three so that after the 
third striped line the ‘frequency graticule mask' 
signal is produced at the output of IC6a. This 
counter is reset every field by the output of IC1la. 


The ‘add stripes’ signal is produced by IC5a 
and IC4b. [C5a counts the number of frequency 
graticule lines and divides by five. The output 
clocks bistable IC4d producing the 'add stripes' 
signal. This bistable is reset at line rate by a 
differentiated ‘line blanking' pulse. The ‘add 
stripes' signal is started by a 'delayed line' pulse, 
and ended by the ‘line blanking' pulse. Hence the 
signal is just under one line long, the gap being 
during the flyback period of the line scan. 


The 'add stripes' signal opens gate IC8b. 
The second input of the gate is the output of counter 
1C7a, IC7b, which is two D-type bistables connected 
to divide by four. This divides the 10 dB 'graticule' 
signal producing a square wave pulse lasting for 
two 10 dB graticule counts every fourth graticule 
line. This signal, when gated with the frequency 
graticule, produces striped lines. 


The 2 and 10 dB graticule signals at pins 9 
and 8 are gated with the combined frequency grati- 
cule at IC9a, producing the ‘total graticule' signal 
This signal is routed to the bright-up mixers via 
R33. Two further signals, 'bright line' and 'read- 
in bright-up', are also fed to the mixers at TR6 
emitter. TR6 base is taken to potential divider 
R41, R42 which is connected to the graticule inten- 
sity potentiometer. 


The saw-tooth generator circuit, driven by 
the 'field drive’ signal, produces a saw-tooth in 
synchronism with field drive. The read-in sweep 
from AE4 enters at pin14. The signals are fed 
to input pins 3 and 2, respectively, of comparator 
IC12. The comparator output is connected via 
R26, D2, D3 and R27 to inverter IC13a. 


The output of ICl13a is a rectangular pulse; 
the start of each pulse is in synchronism with the 
field frequency. The termination of the pulse 
depends on the read-in sweep potential. As the 
read-in sweep progresses, the pulse becomes 
longer, and as it is in synchronism with field 
drive it can be used to denote the read-in point on 
the display. 
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The pulse is gated at IC9b with the 'scanning' 
signal entering at pin 23. The 'read-in bright-up' 
pulse then passes via test point 14 and R13 to the 
emitter of TRG. Pin 23 is connected to the read- 
in bright-up switch. If the input signal at the pin 
is low, the 'read-in bright-up' signal is inhibited 
by IC9b. The signal at pin 23 is low if 'read-in 
bright-up' is not selected or, if it is selected, if 
the 'scanning' signal from AE4 at pin 23 is low. 


The ungated 'read-in bright-up' signal passes 
through differentiation network C11, R28, R29, R30 
to inverter IC13d as a negative-going pulse, and is 
then fed to the K input of bistable IC6b. This bi- 
stable is clocked by the ‘line blanking' signal which 
is at line rate. 


During scanning IC6b is held in reset mode 
by the 'bright line’ signal (pin 17) from AE4, 
However, after a single shot, or during the manual 
mode, this reset is removed and the bistable is 
triggered at line rate whenever the 'bright-up' 
signal produces a negative-going edge. 


The output of J-K bistable IC6b is of one 
line duration, and is used to 'bright-up' the line 
as set by the bright line position control on AE4. 
The 'bright line’ signal passes via test point 13 and 
R34 to join the ‘total graticule and read-in bright-up' 
signal at the emitter of TR6. 


In the manual mode data enters the store 
coincident with the bright line. To effect this, 
the ‘bright line' signal is gated (IC10d) with the 
‘can refresh' signal from AE3 (pin 32). IC10d 
output is connected to monostable IC15, which 
produces a 'can store now manual' pulse of 0.5 us 
duration that is fed to pin 28, 


C13 at the input of the monostable removes 
a small spike caused by the delay through IC6b 
which would otherwise trigger IC15. 


"Line blanking' entering at pin 7 is gated at 
1C10a with the 'field blanking' pulse. Th2 com- 
bined pulse after inversion at IC3d becomes the 
‘dispiay mask' signal, and is coupled via level 
shifter R32, R31 to the base of TR4. When this 
signal is in '0' state, TR4 is turned on, turning 
off TR5, and causing the video drive to blank out 
the screen. 


The ‘end of ordinate' pulses (pins 5 and 6) 
from AE3 are routed through IC11la and b by the 
signal at pin 25 to either IC14a or IC14b, which 
are reset by the negative edge of the 'end of 
ordinate’ pulses. 
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Pin 25 is connected to the display switch. 
If high defn is selected, pin 25 is at '1' state. If 
either display A or B is selected, pin 25 passes a 
switching signal of ‘complete field' from AE3. 
This waveform switches, at half field rate, the 
input to IC14a and IC14b from input pins 6 and 5. 
Thus the input signal to IC14a is that of store A, 
and the signal to IC14b is that of store B when in 
dual store mode. 


In the single display mode only the output of 
IC 14a is used, i.e. only the set control of IC14a is 
set by the differentiated ‘line blanking' pulse. In 
the dual store mode, both IC14a and IC14b are set 
by this pulse depending on the setting of display 
switches A and B, whose outputs are routed via 
IC10b and IC10c. The output pulses of IC 14a and 
b are passed to the emitters of TR? and TR8, 
whose bases are controlled by the A and B intensity 
potentiometers on the front panel. 


The voltage on the potentiometers is switched 
by the A, B single display store buttons, so that 
when both potentiometers are used in the dual store 
mode, the maximum combined brightness is the 
same as when only one control is used. 


The collectors of TRG, 7 and 8 are connected 
to the current summing emitter of TR5. The col- 
lector of TR5 is connected to pin 30 via R39, which 
is included so that a voltage waveform can be pro- 
duced at TP17. 


It is essential that the read-in point on manual 
is the same @s on auto mode in order to avoid in- 
accuracies in tracking. The saw-tooth generator 
(TR2, TR3) must, therefore, be very stable in 
amplitude and level. Zener diode D1 is chosen to 
have a temperature coefficient similar to that of 
the base emitter junction of current source TR3. 


The amplitude and voltage level of the saw- 
tooth are adjusted by potentiometers R20 and R22, 
which affect the gain and shift of the saw-tooth 
generator. 


3.21 SYSTEM CONTROL LOGIC (1)—-AF1 
SYSTEM CONTROL LOGIC (2)—AF2 


Circuit diagrams —Fig. 7.25 and Fig. 7.26 


A main feature of the response analyser is 
push-button control. Four groups of push-buttons, 
i.e. vertical scale, horizontal scale, horizontal 
range and filter bandwidth, are combined by logic 
circuits and output buffers on these boards to pro- 
vide signals which select the following : 
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Technical description 


(1) Degree of attenuation of the input attenuator. 
(2) Required filter. 


(3) Amount of gain required by 100 kHz i.f. 
amplifier in accordance with the filter selection 
in (2) above. 


(4) Fastest permissible sweep speed. 


(5) Appropriate counter time base. 


Board-- AF1 


The horizontal scale, range and filter band- 
width control buttons provide inputs to this board. 
The board consists mainly of AND gates, and pro- 
duces the following three groups of outputs: 


(a) 4 lines, at pins 6, 4, 14, 13, carrying infor- 
mation to determine the sweep speed of the display. 


(b) 2 lines, at pins 17 and 18, carrying infor- 
mation to determine the counter gate time. 


(c) 5 buffered outputs, at pins AL, 28, 30, 32, 
29, which are routed to AF2, 


(d) 1 line, at pin 16, normally high, which is 
set low to move the decimal point when Frequency 
Extender TK 2373 is used. 


Board-. AF2 


This board controls the sweep speed, pro- 
grammable attenuator drive, and select filter drive 
circuits. 


Input from AF1, at pins AF, AL, 32, Ad, 
AH, is further buffered by TR7 to TR11, and gated 
by D31 to D36 and D40, to give 5 pairs of lines to 
select each of 5 filters. Also derived is a slow/ 
fast control line taken via pin 29 to AD2, anda 
group of 3 lines, at pins AL, AF, 27, which are 
routed to the vertical scale buttons on the front panel. 


The vertical scale buttons have 12 output lines 
which are taken to diode gates, D6 to D30, on AF2. 
Outputs of the gates drive four buffer output stages, 
TR2 to TRG, to operate the 10, 20, 30 and 60 dB 
solenoids of the programmable attenuator. 


Four lines, at output pins 16, T, H, A, 
control the sweep speed. Truth Table 3.2 shows 
the logic states required on each line to command 
each sweep time. The lines are designated code 
A, code B, code C and code D. 
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Technical description 


Truth Table 3.2 


Logic states of sweep speed control lines 


Sweep time Code Code Code Code 
A B Cc D 
100s 1 1 1 1 
50s 1 1 1 0 
20s 1 1 0 1 
10s 1 0 1 1 
5s 1 0 1 0 
28 1 0 0 1 
ls 0 1 1 1 
0.58 0 1 1 0 
0.258 0 1 0 1 
0.1s 0 1 0 0 


It is required that by pressing the x5 sweep 
speed button, the sweep time is decreased by two 
steps, in Truth Table 3.2 On releasing the button, 
the sweep speed must return to its former state. 
This is achieved as follows : 


Note Although the button is labelled x5, in 
some instances the increase in sweep speed is x4. 


When the x5 button is not pressed, all inputs 
to IC5c are in'l' state. IC5c output is in '0' state, 
and IC4f output is in '1' state. This holds divider 
IC6 reset, and the following gates open: ICla, b, 
c, d and IC2a, b, c, d. 


The required sweep speed code (from the 
front panel controls), at pins R, P, D, F, is stored 
at J-K bistables IC7a, b, and IC8a, b, via the open 
gates of ICl and IC2. The output of the bistables 
passes via pins 16, T, H, Ato AG4_ to determine 
the sweep speed. 


IC5, IC7 and IC8 form a counter which, 
when not locked into a particular state by signals 
arriving through open gates IC1, IC2, counts down 
Truth Table 3.2 on receipt of clock pulses at IC7 
pin 1. 


If the x5 button is pressed, IC1 and IC2 
gates are closed so that the code entering at pins R, 
P, D, F no longer affects the stored information. 
Also IC6 reset is removed, and either IC3c or IC3d 
is opened. 


As ICG is normally held reset, the + 4 and 
+ 8 outputs at IC6 pins 8 and 11, respectively, are 
at '0' state. Therefore, outputs of gates IC3c, 
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IC3d are in 'l' state, and gate IC3h is open to 
pulses arriving at input pin 1. However, the 
integrated circuits to which these pulses are routed 
are inhibited. 


When its reset is removed ICG begins count- 
ing the pulses at input pinl, After 2 pulses, the 
output at IC6, pin 8, goes to '1' and if the x4 button 
is pressed the output of IC3d goes to '0', closing 
IC3b to further pulses. 


Thus operating the x5 button allows IC3b to 
pass 2 pulses to clock the counter. 


Pressing the x5 button, therefore, allows 
the initial sweep time code to progress two steps 
down Truth Table 3.2, and thereby increase the 
sweep speed by 5. 


After the 2 or 4 steps are completed, no 
further change occurs until releasing the x5 
button restores the initial sweep speed code. 


If the initial sweep time is near the bottom of 
Truth Table 3.2, and pressing a sweep speed button 
attempts to drive the counter beyond 0100, the con- 
dition is detected by negative logic gate D38, D39, 
R38. Gate IC3b is then closed, via D37, to further 
pulses making it impossible to decrease the sweep 
time beyond 0.1 s, 


3.22 OVERALL DESCRIPTION OF THE 
FREQUENCY COUNTER-—AGI1 to AG5 
Block diagram—Fig. 3.16 


The input signal is amplified, shaped and 
pre-scaled in frequency by a factor of two. The 
signal is then gated into a chain of reversible 
decade counters. 


At the end of each count, the information 
present in the decade counters is transferred to a 
main latch, and then to the display to provide a 
visual rcadout of the count. 


At the end of the first count, after a 'start-T' 
pulse, the information present in the decade coun- 
ters is also transferred to a centre frequency latch. 
This frequency is the centre frequency of the pre- 
ceding sweep. 


The stored centre frequency may be recalled 
and displayed at‘any time by operating the past 
centre frequency switch. 
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In the difference frequency mode, a chain of 
decade dividers is loaded with the stored centre 
frequency instead of being reset to zero, and the 
count is changed from forward to reverse. A 
count of the input frequency is then obtained by 
opening the gate for the required period. A count 
down from past centre frequency to zero is then 
initiated. If the count reaches zcro, the dircction 
of count of the decade chain is changed from reverse 
to forward. The final count in the decade chain 
is then the modulus of the difference between the 
past centre frequency and the input frequency, and 
is displayed in the normal way. 


In the mode bright line frequency, the input 
signal is continuously measured and displayed. 


3.22.1 Counter time base AG4 


Circuit diagram — Fig. 7.27 


Intergrated circuits IC1 to IC7 form a cas~ 
caded chain of decade counters which make up the 
dividing chain for the time base. 


Selection gates associated with ICL0a and b 
and IClla, b and c, increase the period of a refer- 
ence 2.5 MHz signal entering at pin | from 102 
to 10’, to form the various time base gating 
intervals. 


The variable gating interval is present at 
pin?7. The negative-going edge of the output of 
IC1b is used to re-set the time base divider chain 
via Cl and IC10d. This reduces the waiting period 
to 5 cycles at 2.5 MHz (i.e. 2 ws) if the MHz/div. 
switch is operated, and 1000 times this (i.e. 2 ms) 
if the kHz/div. switch is pressed. 


The gating period is chosen to give sufficient 
resolution of the counter display for an 0.5% accu- 
racy of the total dispersion of the display. If the 
wide '3' filter bandwidth is selected and the kHz/ 
div switch is pressed, the gating period is selected 
to be 20 ms irrespective of dispersion. 


The counter gating period against dispersion 
is shown in Table 3.3. 


The gating times are effected by gates as- 
sociated with IC8, IC9 and IC16. If neither the 
kHz/div or the wide '3' filter bandwidth switch is 
operated, the output of IC 8b is at 'l' state. There- 
fore, the gating interval is selected via [C8, IC9, 
IC16 and ICLL, according to which of the horizontal 
scale triple group lines is at 'l'. Two of these 
lines enter at pins 5 and 6. 


2370 (Lb) 


Technical description 


Tabie 3.3 


Counter gating period against dispersion 


Dispersion Counter Gating Period 
Filters 1 and 2 Filter 3 

0.02 

0.05 kHz/div. 2s 20 ms 

0.1 

0.2 

0.5 kHz/div. 290 ms 20 ms 

1 

2 

5 kHz /div. 20 ms 20 ms 
10 

0.02 

0.05 MHz/div. 2ms 2ms 

O.1 

0.2 

0.5 MHz/div. 200 ys 200 us 

1 

2 

5 MHz /div. 20 us 20 us 
10 


If, however, the kHz/div and the wide '3' filter band- 
width switches are pressed, the output of IC8b 
ensures that no matter which of the three horizon- 
tal scale triple group lines are at '1', IClla only 
will be enabled, thus producing a 20 ms gating 
interval. The three gating interval select lines 

to IC11 are fed out at pins 14, 15 and 16. 


Since the decrease by a factor of 10 of the 
gating interval means a shift to the left by 1 digit 
of the decimal point, the position of the decimal 
point in the display is determined from the gating 
interval. The three gating interval select lines, 
therefore, operate on the multiplexing logic of AG5 
to determine the position of the decimal point in 
the counter display. Pin 9 is fed a 'start-T' pulse 
from AG2 which resets the divider chain via IC10. 
This ensures the correct measurement of past 
centre frequency which would not be the case if the 
measurement began after the start of a gating 
interval. Pin 4 inputs the decimal point position 
when Frequency Extender TK 2373 is in use. 


The — 5 output of IC4 is fedto pin 3. This 
output after processing by IC3 and IC4 of AG2 pro- 
vides a suitable 1 kHz reference frequency for the 
multiplexing of the digits of the counter display. 
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Technical description 


X-Y recorder circuit 


The X axis signal is the read-in sweep wave- 
form taken from the output amplifier of the digital 
scan generator AE4. This signal is passed to the 
output socket SKR, pin 10 via short circuit protec- 
tion resistor R14 on board AG4, The Y signal is 
taken from AE1 TP5 via pin 24, this being the out- 
put of the peak detectors and is directly before 
the signal is digitized. As with the X signal, a 
short circuit protection resistor R75 on board 
AG4 is included. 


The pen-lift signal, which is generated from 
the scan signal generator on board AF4, is a ive 
going 5 V pulse during the read-in sweep. This 
signal is passed via pin 23 AE4 to pin 32 AG4 and 
through a 2-transistor non-inverting buffer TR2, 
TR3 and used to drive a dry reed relay RLA, the 
relay having normally open contacts. One side of 
the relay coil is taken to the rear socket, and it is 
necessary to earth this point to operate the relay. 


A latching push button provides a 100s sweep. 
The sweep rate is controlled by a 4-bit word,which 
determines the input signal rate to the digital scan 
generator. This 4~-bit word is established by the 
sweep width and filter buttons operated. The four 
controlling signal wires are taken from pins 16, 
T, H, AAF2 to AG4A pins 21,19, 27, 26 where they 
are presented to four AND-OR-NOT gates which 
enable the signal either to pass normally or when- 
ever the 100 s sweep button is pressed, in order to 
establish the correct code for a 100s sweep. The 
sweep code is then passed from AC4 to AE5 where 
itis used to set a variable ratio divider which pro- 
duces the clock signal for the digital scan generator. 
‘This enables the instrument to sweep at a rate 
compatible with an X-Y recorder with no loss of 
resolution. 


3.22.2 Counter display AG5 
Circuit diagram-— Fig. 7.28 


The 9 digit display panel of the counter is 
driven in a multiplexing mode. Transistor pairs 
TR1 to TR18 form the drivers to the 9 anodes. 

The inputs to the driver-pairs, at pins 1, 3, 5, 7, 

9, 11, 13, 15 and 17, are derived from the outputs 

of IC4 on AG2, which is a one of ten decoder, used 
to strike the 9 anodes in a cycling, or multiplexing, 
mode. The frequency of striking an anode is 1 kHz, 
i.e. the period between striking a particular anode 
and the next time that it is struck is 1 cycle of 


100 Hz (10 ms). 


Transistors TR19 to TR27 form the drivers 
to the cathode segments of the display. The inputs 
to the drivers are derived from IC1. This inte- 
grated circuit is a 7 segment decoder which trans- 
lates the four bit b.c.d. information per decimal 
digit, entering at pins 36, 37, 38 and 39, into 
7 lines of information for driving a 7 segment 
display. 


In a standard 7 segment display the digit 1 
is off centre, and the digits 6 and 9 have no top or 
bottom bars, respectively. To overcome this, 
the information present at the outputs of IC1 is 
processed before driving the display panel. 


If the four bit b.c.d. information represents 
any decimal digit other than 4, the output of IC2c 
is at 'l' state. If also, the decimal digit to be 
displayed contains the cathode segment g (pin 14, 
IC1), the output of IC4a will be at '0'. This over- 
rides the inputs to IC4b and IC4d, which in turn 
causes TR19 and TR20 to drive segments a and d 
into illumination. This ensures that the digits 6 
and 9 have a top or bottom bar. If the four bit 
binary information represents the decimal digit 1, 
the output of IC3b will be at '1'. This will turn 
off TR24 and TR25 but turn on TR26, and thus 
ensure a central digit 1. With alternative Display 
Panel BRO 9450 a central digit 1 is not available 
and, therefore, TP2 is earthed. 


The four bit b.c.d. information from the 
main count chain memory is selected, one decimal 
digit at a time by the outputs of IC4 on AG2, de- 
coded, and then displayed by striking the relevant 
anode in synchronism with the selection of the four 
bit binary information. 


TR27 is the driver for the decimal point. 
The combination of '1' states on pins 31, 32, 33 
and 34, which represent the length of the gating 
interval, determine which of the gates of IC5 and 
IC6 are to be enabled. Each gate is enabled 
when its third input, at pins 13, 15, 11, 5, 9 or 7, 
is at'l'. These lines select after which digit 
the decimal point will be displayed. When one of 
the gates of IC5 or IC6 is enabled, their wired 
outputs go to '0'. This turns on driver TR27 and 
illuminates the decimal point in the relevant 
position. 


Pin 35 also receives the 1 kHz reference 
signal, from AG4, that is used to drive the display 
anodes. The signal has a mark-space ratio of 
1to4. ‘The positive part of the waveform is used 
to blank (turn off) all the drives to the segments 
of the display either directly, as in the case of 
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TR26 and TR27, or indirectly by applying a blank- 
ing pulse to pin 4 of IC1, which causes all the out- 
puts of IC1 to goto '0'. The blanking pulse, being 
the same 1 kHz reference frequency that is used to 
drive the multiplexed anodes, occurs at the moment 
that one anode is extinguished and the adjacent 
anode is struck. Because of the mark-space ratio 
of 1 to 4, the blanking is applied for the first 1/5th 
of the duration of an anode being struck. 


Blanking is necessary to eliminate the effect 
of after glow on the digit. 


Truth Table 3.4 
Logic states of first reversible decade counter 


Forward mode 


Q outputs 
IC2a IC2b IC3a IC3b Decimal 
(Pin 5) (Pin 9) (Pin 5) (Pin 9) 


0 0 0 0 0 
1 0 0 0 1 
0 1 0 0 2 
1 1 0 0 3 
0 0 1 0 4 
1 0 1 0 5 
0 1 1 0 6 
1 1 1 0 7 
0 0 0 1 8 
1 0 0 1 9 
Reverse mode 
Q outputs 


IC2a 
(Pin 5) 


IC2b 
(Pin 9) 


IC3a 
(Pin 5) 


IC3b 
(Pin 9) 


1 1 1 1 
0 1 1 0 
1 1 1 0 
0 0 0 1 
1 0 0 1 
0 1 0 1 
1 1 0 1 
0 0 1 1 
1 0 1 1 
0 1 1 1 
1 1 1 1 
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1C2a 
(Pin 6) 


Technical description 


3.22.3 Counter front end --AG1 
Circuit diagram— Fig. 7.29 


The 'restored frequency' signal enters at 
pin 1, and is fed to Schmitt trigger TR3, TR4. 
The Schmitt output is buffered by emitter follower 
TRS. The now square wave signal is pre-scaled 
in frequency by a factor of 2 by IC1 to ensure 
reliable division by the first reversible decade 
counter. 


After pre-scaling, the signal is fed to level 
translater TR7 which produces nominally 4.5 V 
spikes coincident with the rising edge of the input 
waveform. These spikes drive the input of the 
first reversible decade counter. This consists 
of four J-K bistables, IC2 and IC3, with gating 
provided by IC9b and c, IC10a and b, and IC11b. 


Outputs 5 and 6 of J-K bistable IC4b provide 
the inputs to gates IC10a and IC10b. These lines 
decide the direction of count, forward or reverse, 
of the first reversible decade counter. If the Q 
output of IC4b (pin 5) is at '0' and the Q output of 
IC4b (pin 6) is at '1', the counter will count ina 
forward mode. If the two outputs are in the 
reverse logic mode, the counter counts in the 
reverse direction. 


Truth Table,3.4 gives logic states for 
counting in both forward and reverse directions of 
the first reversible decade counter. 


Q outputs 
IC2b IC3a 
(Pin 7) (Pin 6) 


IC3b Decimal 


(Pin 7) 


[> oe ee oe oe 
Go c coer F-¥ fre YK FD OC CS 
oc c.mUcUNUCcOUlUCOCUCOClCOlllRrLlCUr RC CD 
Co Ee So 2 > °° 
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a 


fechnical description 


Table 3.4 shows that the Q outputs of IC's 2 
and 3 present the four bit b.c.d. information for 
the first decade when counting in a forward mode. 
Also, the Q outputs of IC's 2 and 3 present the four 
digit binary information of the first decade when 
counting in the reverse mode. 


To read out the information present in the 
first decade, either the Q or the Q outputs must be 
accessed depending on whether the last counting 
operation was done in a forward or reverse mode. 


The outputs are accessed by gates IC12 and 
IC13. The gates [Cl2c, IC12d, IC13c, IC13d 
access the Q information which after inversion 
through the gates becomes the Q information. To 
enable the gates, the Q output of IC4b (pin 6) musthe 
at 'l', which is the same condition as for a forward 
counting mode. To access the Q information in a 
reverse counting mode, gates IC1l2a, IC12b, IC13a 
and IC13b are used. The gates access the Q in- 
formation which after inversion through the gate 
becomes the Q information. To enable the gates, 
the Q output of IC4b (pin 5) must be at '1', which 
is the same condition as in the reverse counting 
mode. 


The accessed Q or Q outputs of the first 
decade are fed to ICG, the main latch, or memory, 
of the first decade. The outputs of IC6, which 
are taken to pins 16, 19, 17 and 15, are the inverse 
of the inputs, and are fed to multiplexing gate IC20 
on AG3, The four bit b.c.d. information is re- 
inverted after passing through IC20 on AG3 and 
restored to the same polarity as before entering 
IC6 on AGI. 


IC14d is a gate producing a main latch 
memory transfer pulse for IC6 and all the other 
main latches. 


IC7 is the centre frequency latch. At the 
end of a centre frequency measurement, IC4a is 
triggered by the end of the main gate pulse which 
enters at pin 9. This causes the outputs of IC4a, 
at pin 9 and pin 7, to change state; this will only 
occur once due to the polarity of the J and K inputs 
of IC4. The change of state of the output triggers 
IC5b producing a centre frequency memory transfer 
pulse which enters 1C7 at pins 4 and 13. This 
results in the past centre frequency measurement 
just obtained being stored in the centre frequency 


78 


latch. The information thus stored in IC7 may be 
used to pre-set the decade counter via IC's 15, 16 
and 17. 


At the beginning of a difference frequency 
measurement, IC4b is pre-set so that its Q output 
is at 'l' and its Q output is at '0'. This will enable 
gate IC14b, and when a 'transfer centre frequency 
latch to counter' pulse arrives via pin 27, the Q 
outputs of the first decade are pre-set to the centre 
frequency information via gates IC's 15, 16, 17, 
and the counter is ready for a count in the reverse 
mode. 


If the past centre frequency switch is 
pressed, IC4b is reset so that its Q output is in 
'0' state and its Q output in 'l' state. This will 
enable IC14c, and when a 'transfer centre frequenc: 
latch to counter' pulse arrives, the Q outputs of 
the counter are pre-set to the information contained 
in the centre frequency latch. The counter is in 
the forward mode, and therefore any information 
accessed will be from the Q outputs. 


At the end of a count, without a ‘transfer 
centre frequency latch to counter' pulse, the wired 
outputs of IC16 and 17 are at '1' and a positive 
'reset' pulse entering at pin 13 resets the Q outputs 
of the decade to '0' via IC15. The 'reset' pulse 
is derived from IC1b, IC18b, IC12b and IC14a on 
AG2, 


IClla and IC9a form part of a chain of gates 
which detect a full register of zeros when counting 
in the reverse mode. 


When counting in the reverse mode, as the 
count reaches zero, i.e. all the b.c.d. outputs of 
all the decades are momentarily at '0', the output 
of IClla also goes to '0'. This changes the state 
of IC4b which reverses the direction of count to the 
forward mode. This process is used in the dif- 
ference mode when the counter is pre-set with the 
centre frequency information, and a count is 
initiated down to zero at which point the counter 
must be reversed to count in the forward mode. 

At the instant of reaching zero in the reverse mode, 
before counting in the forward mode is possible, 
the Q outputs of the first decade must be changed 
from '1' to '0'; this is the correct condition for 
zero in the forward mode, and the first decade 
must be reset. This is effected by the 'detect 
zero’ pulse from IC1lla and IC&. 
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Monostable IC5a is triggered by the falling 
edge at the end of a gating period; the gating wave- 
form enters at pin 9. The output of the monostable, 
after passing through gate ICl4a, is used asa 
'transfer centre frequency latch to counter' pulse 
via the route switch S10 on AOl, and gate IC13c on 
AG2., 


At the end of a centre frequency count, IC5b 
is triggered by J-K bistable IC4a, and the output 
of IC5b inhibits gate IC14a, which in turn inhibits 
the first 0.4 us of the 0.8 ws pulse produced simul- 
taneously by IC5a. This inhibition is necessary to 
prevent a 'transfer counter to centre frequency 
latch' pulse, and a 'transfer centre frequency latch 
to counter’ pulse being applied to the decades 
simultaneously, which may result ina loss of 
information. 
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Technical description 


3.22.4 Counter control and dividers 
Circuit diagram-— Fig. 7.30 


AG2 


The output of the first decade enters at pinAF, 
where it is shaped by monostable IC18a, IC18b 
which has a nominal pulse period of 40 ns. The 
monostable is triggered by the negative edge of the 
input waveform. 


Consider the counter working in the difference 
mode : 


The counter is pre-loaded with the past 
centre frequency, and a count-down is initiated 
until it reaches zero; at this point the direction 
of count is reversed to a forward mode and a 
count-up is initiated. As the direction of the 
count is reversed, the Q output of IC3b on AGI 
(see Truth Table 3.4) changes from '1' to '0' at 
the time of re-setting. This, however, is inter- 
preted by the next decade as a carry pulse which 
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Fig. 3.18 Flow diagram—bright line mode 


would lead to anerror. To overcome this, a 
blanking circuit consisting of R1, R5, R3, C2, C4 
and D1, operates via gate IC18b, to blank the 
carry pulse through the monostable when the logic 
level at pin AH changes from '1' to '0'. This pin 
is fed from the output of IC4b on AG1, which is 
the logic line to denote a reverse count. Thus 
the blanking is performed at the time of changeover 
from a reverse count to a forward count. D1 
presents a small time constant to the positive- 
going transition at pin AH. 


After the monostable pulse has been inverted 
by IC18c, it passes through gate IC12d or IC12c to 
the forward and reverse counting inputs of IC1 on 
AG3. Steering the monostable pulse onto the 
correct input of IC1 on AG3, forward or reverse 
count, is achieved via pins AD and AII. These 
pins are the Q and Q outputs, respectively, of 
IC4b on AGI, and determine the direction of count. 
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The end of a gating interval input at pin K 
triggers monostable ICla. The negative-going 
output at pin AA, after passing through gate IC4d 
on AG1, is used as a 'transfer counter into main 
latch’ pulse. The positive-going output of [Cla 
triggers IClb. The positive-going output of IC1b, 
after gating through IC12a, IC13a and IC13c, is 
used as a 'transfer centre frequency latch to 
counter’ pulse. The negative-going output of 
IClb, after gating via IC13b, becomes a 'reset 
main count chain' pulse. 


IC12b inverts the positive-going 're-set' 
pulse to a negative-going 're-set' pulse which is 
then gated via IC14a to re-set the first decade. 


IC2a inhibits a 'transfer counter into main 
latch' pulse after a centre frequency measurement 
in the difference mode. This is to ensure that in 
the difference mode, the first reading to be dis- 
played is not the past centre frequency but a true 
difference. 
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When the difference frequency switch is 
pressed, the pre-set input of IC2a, which enters 


at pin A, is connected to the Q output of IC4a onAGl. 


Up to the end of the past centre frequency measure- 
meht, this output is at '0', which holds the Q output 
of IC2a at '1l'. This in turn inhibits gate 1C14d on 
AG1, and thus prevents a 'transfer counter into 
main latch' pulse being initiated at the end of a 
centre frequency measurement. 


After a past centre frequency measurement, 
the Q output of IC4a on AG1 goes to '1', which 
allows IC2a to be triggered at the end of the next 
gating interval. The Q output of IC2a then goes 
to '0', which does not inhibit gate ICl4d on AGI, 
and will thus allow a 'transfer counter into main 
latch' pulse to be initiated at the end of this gating 
interval. Therefore, the first 'transfer counter 
into main latch' pulse is initiated at the end of the 
first true difference measurement. 
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Technical description 


In the past centre or bright line frequency 
modes, the pre-set input of IC2a is fed from a 
‘start-T' pulse. This is at '1' at the end of a past 
centre frequency measurement, and IC2a is trig- 
gered by the end of the first gating period which 
enters at pin K, causing the Q output of IC2a to go 
to'0'. This does not inhibit the gate IC14d on AGI, 
and thus a 'transfer counter into main latch' pulse 
is initiated at the end of a past centre frequency 
measurement. 


Flow diagrams, Figs. 3.17, 3.18 and 3,19, 
of 're-set' and 'transfer' pulses for past centre, 
bright line and difference modes, respectively, 
illustrate how the outputs of the four monostables, 
IC1 of AG2, and IC5 of AG1, are gated and routed 
in the operating modes of the counter. The bright 
line switch is mechanically ganged to the past 
centre and difference switches, and when pressed 
automatically releases these two switches. 
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Technical description 


IC5 and IC8 are pre-settable reversible 
decade counters, and IC2b is a D-type bistable. 
These integrated circuits produce the three most 
significant digits of the display. 


IC7, IC10 and IC11a form the main latch for 
the three digits, and IC's 6, 9 and 11b form the 
centre frequency latch. The operation of the 
latches is the same as for the least significant 
digit decade (see Sect. 3.22.3). 


IC15 forms part of the detect zero circuit 
for detecting a complete register of zeros in the 
counter chain when counting down in the difference 
mode (see Sect. 3.22.3). 


The outputs of the main latches are gated to 
AG3 via IC's 19, 20 and 21. 


A 1 kHz ‘reference frequency' signal enters 
via pin 1. The signal is divided by ten by IC3, 
and the four bit b.c.d. information is decoded by 
IC4 into 9 lines. IC's 16 and 17 invert the outputs 
of IC4. As the 'l' state cycles through the 9 out- 
puts in turn, IC's 19, 20 and 21 are enabled, one 
at a time, to allow the four bit b.c.d. information 
per decade digit to pass to the common information 
lines in a multiplexed manner. 


The common information lines are fed via 
pins 14, 15, 20 and 18 to AG5, where the four bit 
b.c.d. information is decoded and displayed by 
the relevant digit of the display. 


3.22.5 Main divider chain AG3 


Circuit diagram— Fig. 7.31 


IC's 1, 4, 7, 10 and 13 are pre-settable 
reversible decade counters, cascaded to form 
part of the main count chain. Pins 5 and 12 of 
each integrated circuit form the input and output 
drives, respectively, when counting in the forward 
mode. Pins 4 and 13 form the input and output 
drives when counting in the reverse mode. 


IC's 3, 6, 9, 12 and 15 are the main latches 
for each of the decades in the count chain. IC's 2, 
5, 8, 11 and 14 are the centre frequency latches 
for each of the decades in the count chain. 


The operation of the main latches and the 
centre frequency latches for these decades is the 
same as described in Sect. 3.22.3. 
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IC's 16, 17, 18 and 19 form part of the 
detect zero circuit for detecting a full register of 
zeros in the count chain when counting in a reverse 
direction in the difference mode. The function of 
the detect zero circuit is described in Sect. 3.22.3, 


The four bit b.c.d. information outputs of 
the main latches are fed to gates IC20 to IC25; 
the outputs of the gates are wired together to form 
the common information lines at pins 14, 23, 20 
and V. 


The inverted outputs of the 1 of 10 decoder 
1C4 on AG2, enter at pins K, 24, 28, H, F and 13. 
The lines enable, one at a time, IC20, IC21, IC22, 
IC23, IC24 and IC25 (see Sect. 3.22.4), allowing 
the four bit b.c.d. information for each decade of 
the count chain to pass to the common information 
lines. The common information lines are fed to 
AGS where they are decoded and displayed in the 
relevant position of the counter display. 


3.23 POWER SUPPLY—AKO 
Circuit diagram— Fig. 7.32 


This provides unregulated lines of +190 V 
and +80 V, and regulated lines of +30 V, +15 V, 
-15 V, +6 V, -6 Vand+5 V. Also 6.3 Va.c., 
or alternatively 11.5 Va.c., is supplied to the 
Cs Kets. 


The e.h.t is generated in a sub-assembly 
mounted on the power supply chassis, and is 
described under EHT unit. 


3.23.1 Diode bridges . AK1 


Circuit diagram— Fig, 7.32 


The supply is fed via supply fuses FS1 and 
FS4, SKTA, and the mains voltage selection panel 
to transformer T1, which is mounted on power 
supply chassis AKO. Secondary windings of T1 
are connected to bridge rectifiers formed by 
diodes D1 to D20, 


Fuse FS1 in the +190 V line protects diode 
bridge D1 to D4. Reservoir capacitor Cl (AKO) 
provides smoothing, and R1 (AKO) discharges Cl 
if FS1 is blown. 


‘he #80 V unregulated line is produced 
similarly to the +190 V unregulated linc. 
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The outputs of bridge rectifiers D9 to D12, 
D13 to D16, and D17 to D20 are taken to regulator 
board AK3 to produce the +80 V, +15 V and -15 V 
regulated supplies. 


Reservoir capacitors C2, C3, C4 are mounted 
on chassis AKO. 


R1 and D21 together with thyristor CSR1 
(AKO) provide over-voltage protection for the +5 V 
(1) line. Similarly, R2, D22 and CSR2 (AKv) 
provide over-voltage protection for the +5 V (2) 
line. 


3.23.2 Diode bridges AK2 
Circuit diagram Fig. 7.32 
T1 secondary windings L'l4, LT3 are con- 
nected to rectifier bridges D1 to D4 and D5 to D8, 
whose outputs are taken to AK3 to provide the +6 V 
and -6 V regulated lines. 


Centre tapped windings LT2 and LT1 are 


taken to full-wave rectifiers D9, D10 and Dll, D12. 


Outputs of these rectifiers are routed to AK3 via 
FS2 (AKO), FS3 (AKO) to provide the regulated 
+5 V (2) and +5 V (1) lines. 


LT7 provides the c.r.t. heater current 
(6.5 Va.c.); an alternative 11.5 Va.c. supply 


is available for use with other manufacturers tubes. 


3.23.3 Regulator- AK3 
Circuit diagram— Fig. 7.33 


-15 V line : 


Input at pins 38, 39 is passed to series regu- 
lator transistor TR3, mounted on the rear heat 
sink section of the power supply chassis AKO, 
which is controlled by regulator IC7. Line output 
voltage is adjusted by R39. 


R37, in series with TR3 (AKO) emitter, pro- 
vides sensing for the current limiting facility of 
IC7. R386 ensures equal source resistance at IC7, 
pin 3, with that at IC7 pin 2. C18 provides exter- 
nal frequency compensation to IC7 to prevent insta- 
bility. 


C19 is an output de-coupling capacitor. 


The other regulators are similar to the -15 V 
line regulator, and are referenced to the -15 V 
line. Voltage outputs are fed back to pin 3 of the 
integrated circuit regulators via potential dividers. 
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Technical description 


Additional protection for regulators IC4 and 
IC5, against switch transients and line shorts, are 
provided by diodes D2, D3 and D4, D5. 


3.24 EHT UNIT—AL1 
Circuit diagram—Fig. 7.32 


A 19 kHz square wave drive is fed from AM2 
(via SKTA) to the base of TR2 on e.h.t. unit chassis 
ALO, and switches the transistor on and off. TR2 
has an inductive load formed by transformer T1 
(ALO), which resonates with C6. 


When TR2 is switched off, a pulse of approxi- 
mately 90 V peak-to-peak is present at its collector. 
This is stepped up to a peak voltage of 4 kV by T1, 
and fed to voltage multiplier VM1 (ALO). The 
multiplier is a tripler stage which feeds +14 kV 
d.c. to the c.r.t. final anode. 


R4 senses the current drawn by the c.r.t., 
and the voltage developed across this resistor is 
used to control the voltage applied to Tl. This 
control is effected via TR1 (ALO) which with IC1 
forms a power Supply regulator. R4 is adjusted 
to minimize the change in e.h.t. for changes in 
c.r.t. beam current. R7 sets the e.h.t. voltage 
with no current drawn by the c.r.t. 


Zener diode D1 protects the input of IC1. 


3.25 LINE SCAN AND VIDEO AMPLIFIER— 
AM2 
Circuit diagram—Fig. 7,34 


19 kHz square wave ‘line drive' signals 
(pin 32) from AE3 switch transistor TR2 on and 
off via TR1. This produces a rectangular wave- 
form of approximately 60 V peak-to-peak at the 
collector of TR2, which is fed to transformer T1. 
The transformer has two secondary windings; one 
winding feeds driver TR2 on board AL1, and the 
other feeds a current drive to the base of transistor 
TR3. 


When switched on, TR3 has an inductive load 
consisting of transformer T2 and line drive coils 
L38, LA, which is switched across the +30 Vd.c. 
supply. Current through L3, LA rises ina saw- 
tooth waveform, and provides the scanning current. 
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Technical description 


When TR2 is switched off, L3, L4, T2 and C2 
form a resonant tuned circuit clamped by diode D3. 
The output of the tuned circuit provides the first 
part of the scan via D3. 


The pulse output of TR3 collector is rectified 
via D4 to provide 350 V d.c. tothe c.r.t. (V1) 
anode Al. 


The ‘switching off' delay of TR3 is set to 
2 us by R9 which varies the excess base current. 
R10 alters the voltage applied to T2 to adjust the 
scan height. 


‘Video drive’ current signals (pin 1) from 
AE6 develop a voltage across R14, R15 which, 
depending upon the setting of set peak white level 
potentiometer R15, varies the voltage to TR4 base. 


Video amplifier TR4, TR5 gives an approxi- 
mate output of 60 to 110 V___to the cathode of the 
c.r.t. Amplifier h.f. compensation is provided 
by C6 and Ll. 


Diode D6 suppresses the display centre spot at 
at switch off. 


3.26 FIELD SCAN AND CRT BIAS—AM3 
Circuit diagram— Fig. 7.34 


‘Field drive' signals (pin 6) from AE6 are 
fed to TR2, which with TR1 forms an integrator 
circuit. The integrator produces a linear saw- 
tooth of approximately 13 V peak-to-peak at the 
collector of TR2. 
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Diodes D2 to D5 form a shaper network 
which distorts the saw-tooth waveform into an 'S! 
shaped saw-tooth. 


Source follower TR3 is a buffer stage. 


R17 varies the amplitude of the signal which 
is fed to feedback amplifier TR4 to TR7. R28 
samples the scanning current which is compared 
by TR4, TR5 with the signal at TR4 base. The 
action of the loop is to make the scanning current 
identical in shape to the input saw-tooth. 


The output is coupled via frame output trans- 
former T1 to the frame coils. 


TR8 is a d.c. amplifier which varies the 
c.r.t. grid voltage via set black level potentiometer 
R30. 


3.27. CRT CIRCUIT--AM1 
Circuit diagram—Fig, 7.34 


The frame coils are damped by R1, R2 to 
prevent oscillations caused by shock excitation 
from the line coils. 


A linearity sleeve is positioned in the deflec- 
tor coil system to effect line linearity at the start 
of the scan. 


Spark gaps are introduced into the c.r.t. 
grid, cathode and anode leads to protect devices 
connected to the electrodes. The gaps limit the 
voltages which can occur during flash over inside 
the tube. 


Current flow is limited by series resistors 
R12 on AM2, R32 on AM3, and R3 on AM1. 
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Chapter 


4 Maintenance 


41 INTRODUCTION 


This chapter contains information for check- 
ing the instrument's performance. Many of the 
methods used are simplified and of restricted 
range compared with those which would be needed 
to demonstrate complete compliance with the 
specification. They should be regarded only as 
providing a check procedure, for use during 
routine maintenance, to determine whether repair 
is needed. 

Performance limits quoted are for guidance 
only and should not be taken as guaranteed per- 
formance specifications unless they are also quoted 
in Sect. 1.2, Data Summary. 


4.2 PERFORMANCE CHECKS 
4.2.4 Test equipment required 

This section provides a list of test equipment 
required to carry out the performance checks 
detailed in this chapter. 
Item Description 
a Frequency counter, e.g. m TF 2424A, 


b ~=Signal generator, e.g. mit TF 2002B. 


c Sensitive voltmeter (standardized at -10 dBm 
into 50 Q at 10 MHz), e.g. mi TF 2600A. 


d_ RF attenuator, e.g. mi TF 2163. 
e RF amplifier, e.g. mi TF 2175. 
f Comb generator (or narrow pulse generator). 


g VHF detector, e.g. mt :‘TM 9701. 


4 ? 
_ Oscilloscope, general purpose, 15 MHz. 
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4.2.2 Calibrator 

Test equipment : items a, b, c. 

Frequency : 

fa) Connect the counter to the STANDARD 10 MHz 
OUTPUT of TF 2370, Check that the output fre- 


quency is +20 Hz of 10 MHz. 


(b) Remove counter.” 


Amplitude : 


Set the controls to the following positions : 


VERTICAL SCALE RANGE - 1 dB/DIV 

VERTICAL SCALE - -7 dBm 

HORIZONTAL SCALE ~ 10 kHz/DIV 
- WIDE '3! 


FILTER BANDWIDTH 


(a) Set the signal generator frequency to 10 MHz 
and its level, using the voltmeter (item c), to 

-10 dBm. Apply the signal to INPUT 50 Q, and 
note the level. : 


(b) Disconnect the signal, and connect the 
STANDARD 10 MHz OUTPUT to INPUT 50 2. 
Check that the level is within +0.3 dB of the level 
in (a). 
4.2.3 Tracking generator 
Test equipment : items d, g, h. 
Frequency (tracking accuracy) : 

Set the controls as follows : 


HORIZONTAL SCALE 0.02 kHz/DIV 


FILTER BANDWIDTH - WIDE '3' 
VERTICAL SCALE RANGE - 1 dB/DIV 
VERTICAL SCALE - -10 dBm 
COUNTER FREQUENCY - BRIGHT LINE 
SWEEP MODE - MANUAL 
STORE - REFRESH 'A' 
BRIGHT LINE POSITION - CENTRAL 
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(a) Connect the STANDARD 10 MHz OUTPUT to 
INPUT 50 &, and tune the analyser using the 
REFERENCE FREQUENCY control and the 
COUNTER READOUT. 


(b) Using the BRIGHT LINE control carefully 
position the top of the 50 Hz filter response on the 
1 dB/DIV display. 


(c) Switch the FILTER BANDWIDTH to NORMAL 
'2' and the STORE to REFRESH'B! Carefully 
bring in the 5 Hz filter by rotation of the BRIGHT 
LINE POSITION control. Note the difference in 
amplitude between the two responses. 


(d) Return FILTER BANDWIDTH to WIDE '3' 
and STORE to REFRESH 'A'. Replace STANDARD 
10 MHz signal with TRACKING GENERA TOR OUT- 
PUT, and establish a new reference level by ro- 
tating the BRIGHT LINE POSITION control. 


(e) Switch to NORMAL '2' and REFRESH 'B'. 
Slowly rotate the BRIGHT LINE POSITION control, 
and note the difference between this level and the 
level in (d). 


(f) Subtract the difference obtained in (c) from 
the difference obtained in (e) and use this value to 
find the error in frequency shown in Fig. 4.1. 
This should be within +2 Hz of the input tuned 
frequency. 


FREQUENCY ERROR (Hz) 


AI OIFFERENCE (d8) 


Fig. 4.1. Frequency error 


Amplitude and frequency response 


Set the controls to the following positions : 


VERTICAL SCALE RANGE - 1 dB/DIV 
VERTICAL SCALE - 0 dBm (-7 dB on 

* 1 dB step) 
HORIZONTAL SCALE - 10 kHz/DIV 
FILTER BANDWIDTH - NORMAL '2! 
SWEEP MODE - AUTO 
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(a) Connect the STANDARD 10 MHz OUTPUT to 
INPUT 50 Q, and tune the analyser to 10 MHz using 
the COUNTER READOUT. If necessary adjust the 
GAIN control to calibrate the analyser to the 

~10 dBm input level taking into account any error 
of the STANDARD signal indicated in the amplitude 
check in Section 4.2.2. 


(b) Disconnect the STANDARD 10 MHz OUTPUT, 
and connect the TRACKING GENERATOR, 
Measure the TRACKING GENERATOR output level 
at 10 MHz. This should be -10 dBm +2 dB. 


(c) Disconnect the TRACKING GENERATOR from 
the INPUT 50 , and connect it to the attenuator. 
Connect the output of the attenuator to the detector, : 
and monitor the detector output with the oscilloscope. 


(d) Adjust the attenuator from 0 to 1 dB, and 
calibrate the oscilloscope gain and shift controls sc 
that a 2 division change occurs. The oscilloscope 
will now read 0.5 dB/division. 


(e) Remove the attenuator and connect the detec- 
tor direct to the TRACKING GENERATOR OUTPUT. 
Measure the frequency response at 1 MHz and at 
every 10 MHz up to 110 MHz, adjusting the 

0-110 MHz REFERENCE FREQUENCY control, 

and using the COUNTER READOUT. Note results. 


(f) Replace the detector with the voltmeter, and 
re-set the following controls : 


- 0.1 kHz/DIV 
- MANUAL 


HORIZONTAL SCALE 
SWEEP MODE 


(g) Using all four REFERENCE FREQUENCY 
controls, as necessary, tune to 10 MHz using the 
COUNTER READOUT. Note the voltmeter reading — 
this being the new reference level. Tune to 

100 kHz, 10 kHz, 1 kHz, 100 Hz and 30 Hz, and 
measure the frequency response. 


The frequency response, relative to the 
10 MHz level, should be +1 dB from 100 Hz to 


100 MHz, and -3 dB at less than 30 Hz and greater 
than 110 MHz. 


4.2.4 Amplitude measurement 


Test equipment : items d, e. 


Frequency response : 


(a) Connect the TRACKING GENERATOR OUT- 
PUT to INPUT 50 Q, and set the controls as follov 


2370 (1) 


at 


i 


HORIZONTAL SCALE - 10 MHz/DIV 
FILTER BANDWIDTH - NARROW 'I! 
VERTICAL SCALE RANGE - 1 dB/DIV 
SWEEP MODE - AUTO 
VERTICAL SCALE ~ -5 dBm 


(b) Adjust the REFERENCE FREQUENCY con- 
trols so that the d.c. marker is positioned on the 
left-hand dashed graticule line. Shift the dB 
graticule to normalize the response at 10 MHz. 


(c) Check the combined TRACKING GENERATOR/ 


analyser frequency response at 10 MHz intervals 
from 1 MHz to 110 MHz, and note results. 


(d) Reset the following controls : 


HORIZONTAL SCALE - 0.02 kHz/DIV 


VERTICAL SCALE RANGE - 10dB/DIV 
VERTICAL SCALE - 0dBm 
SWEEP MODE ~ MANUAL 
COUNTER FREQUENCY - BRIGHT LINE 
BRIGHT LINE POSITION - CENTRAL © 


(e) Reset the reference level by adjusting the 
dB graticule at 10 MHz. Tune the analyser to 
100 kHz, 10 kHz, 1 kHz, 100 Hz and 30 Hz, and 
measure the error in the displayed signal at each 
frequency. Note the response figures. 


(f) Subtract the response obtained in (c) from 
the response in (e), and ensure that the input fre- 
quency response is +1 dB, relative to the 10 MHz 
level, from 100 Hz to 110 MHz, and -3 dB at less 
than 30 Hz. 


Vertical scale range accuracy : 


(a) Connect the equipment as in Fig. 4.2. 


(b) Set the analyser to 1 dB/DIV at +30 dBm, 
and COUNTER ON/OFF switch to ON. Set the 
attenuator (item d) to 0 dB, and select the VERTI- 
CAL SCALE (1 GB step attenuator) position that 
gives a display at the centre of the screen. 


(c) Set the analyser sweep width to 0.02 kHz/DIV, 
FILTER BANDWIDTH to NORMAL '2', and SWEEP 
MODE to MANUAL. Tune the analyser to 2 MHz 
as indicated by COUNTER READOUT. 


(d) Using the 'slideback’ technique, check the 
accuracy of the analyser input attenuator from 

+30 to -90 dBm (10 dB steps) against the attenuator 
(item d); the error being the change in level of the 
analyser display. The accuracy should be +0.3 dB/ 
10 dB; cumulative error less than +1.5 dB. 
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Note Take into account any attenuation 
error present in item d. 


(e) Repeat check (d) from -90 dBm to -50 dBm 
using 2 kHz/DIV. Accuracy should be +0.3 dB/ 
10 dB; cumulative error less than +1.5 dB. 


(f) Select 0 dBm position of the analyser input 
attenuator, and set 1 dB step attenuator to 0 dB. 
Adjust attenuator (item d) for a display in the centre 
of the screen, using the GAIN control if necessary. 


(g) Repeat check (d) on the 1 dB step attenuator. 
Accuracy should be +0.1 dB/1 dB; cumulative error 
less than +0.3 dB. 


(h) Repeat (c) and (d) at 100 MHz. 


TF 2370 
VWOMHgz SPECTRUM ANALYSER 


yoauuauuuouuu 
@ uuuUUvUULLY @ 
RF INPUT nal 


TF2163 
UHF ATTENUATOR 


TF 2175 
RF POWER AMPLIFIER 


Fig. 4.2 Connection diagram—vertical scale range accuracy 


Gain; 
(a) Connect STANDARD 10 MHz OUTPUT and 
INPUT 50 & together using a short length of 50 2 


coaxial cable. 


(b) Set the controls as follows : 


HORIZONTAL SCALE - 1 kHz/DIV 
FILTER BANDWIDTH - WIDE '3!' 
VERTICAL SCALE RANGE - VOLTS/DIV 
VERTICAL SCALE - 10 mV/DIV 


(c) Set the zero signal level to the zero datum 
graticule line using the VERTICAL SHIFT control. 
Switch to 10 dB/DIV, and adjust the VERTICAL © 
DISPLAY GAIN control to align the displayed 
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signal with the ~10 dBm graticule line (1 major 
division from the top of the screen). Switch to 

1 dB/DIV, set the VERTICAL SCALE to -10 dBm, 
and adjust the GAIN control until the displayed 


signal just touches the top graticule line (-10 dBm). 


Repeat these adjustments for optimum setting. 


(d) Switch VERTICAL SCALE RANGE control to 
VOLTS/DIV, and the VERTICAL SCALE to 10 mV/ 
DIV, and check that the STANDARD 10 MHz signal 
is displayed at a level between 67 and 74 mV. 


(e) Switch in 3 dB's of gain using the VERTICAL 
SCALE control (1 dB step attenuator), and adjust 
the GAIN control so that the STANDARD 10 MHz 
signal is displayed at the top graticule line. 

Switch to 30 mV/DIV and check that the displayed 
signal is between 3.2 and 3.4 major divisions from 
the bottom graticule line. Reset the GAIN control 
to the calibrated position. 


(f) Check that the cover of the GAIN control 
allows the signal to be increased at least 5 dB, and 
decreased at least 2 dB about the correct calibra- 
tion level. Finally calibrate the analyser to the 
correct level. 


Vertical scale display accuracy : 


(a) Connect the equipment as in Fig. 4.2 and 
repeat section (b) of vertical scale range accuracy. 


(b) Switch to 1 dB/DIV, and adjust the display 
to the top of the screen using the GAIN control. 
Switch in 1 dB steps of attenuator (item d), and 
check the accuracy of the screen display. This 
should be : overall law accuracy +0.1 dB. 


(c) Switch to 10 dB/DIV, and repeat (b), switch- 
ing in 10 dB steps of the attenuator (item d). The 
accuracy should be : overall law accuracy 0 to 

-80 dB, +1 dB; -80 to -100 dB, +1.5 dB. 


Bandwidth dispersion switching accuracy : 


(a) Connect STANDARD 10 MHz OUTPUT and 
INPUT 50 2 together with a short length of 50 2 
coaxial cable. 


(b) Switch to 10 dB/DIV, and set a reference 
level on the screen with the 5 kHz filter in use. 
Switch through all combinations of FREQ/DIV and 
FILTER BANDWIDTH noting any changes in level. 
The,maximum error should be +1.0 dB +1% f.s.d. 
on LOG, and +10% pn LINEAR, 


o os 
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Average noise level : 
Set the controls as follows : 


VERTICAL SCALE RANGE ~- 10 dB/DIV 


VERTICAL SCALE - -50 dBm 
HORIZONTAL SCALE - 1 kHz/DIV 
FILTER BANDWIDTH - NORMAL '3! 
COUNTER ON/OFF - OFF 
SWEEP MODE - MANUAL 


(a) Observe the average noise level displayed 
onthe screen. This should be below -130 dBm 
(i.e. 8 major divisions from the top of the screen). 


4.2.5 Frequency measurement 


Test equipment : items a, f. 


Range of controls : 


Set the controls to the following positions : 


COUNTER FREQUENCY - BRIGHT LINE 
SWEEP MODE - MANUAL 
REFERENCE FREQUENCY - CENTRE 
HORIZONTAL SCALE - 0.1 MHz/DIV 
FILTER BANDWIDTH - NARROW 
COUNTER ON/OFF - ON 


(a) Connect the counter (item a) to the TRACKING 
GENERATOR OUTPUT. Turn the REFERENCE 
FREQUENCY controls fully counter-clockwise. 


(b) Tune the 0-110 MHz control over the frequency 
range, and check that it continuously covers from 
below zero to above 110 MHz. Select kHz/DIV 
RANGE, and check that the control tunes in 1 MHz 
phase locked steps over the same frequency range. 


(c) Set the 0-110 MHz control to a convenient 
frequency, for example 10 MHz, and check the total 
cover of the other three REFERENCE FREQUENCY 
controls. This should be nominally 2 MHz, 

140 kilz and 2 kHz respectively. 


Note The 2 MHz cover control is phase 
locked every 100 kHz in the kHz/DIV mode. 
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Reference frequency selection : 
Set the controls as follows : 


COUNTER FREQUENCY ~ PAST CENTRE 


REFERENCE FREQUENCY - CENTRE 
HORIZONTAL SCALE - 1 MHz/DIV 
FILTER BANDWIDTH - WIDE '3'! 
SWEEP MODE - AUTO 


(a) Set COUNTER READOUT with REFERENCE 
FREQUENCY controls at zero, then switch from 
CENTRE to LH. 


(b) Adjust HORIZONTAL GRATICULE SHIFT to 
align the d.c. marker to the left-hand dashed 
frequency graticule line. 


(c) Switch from LH to CENTRE, and adjust 
HORIZONTAL GRATICULE GAIN control to align 
centre dashed frequency graticule line behind the 
d.c. marker. 


(d) Set HORIZONTAL SCALE control to 0.02 MHz/ 
DIV, and FILTER BANDWIDTH to NARROW '1'. 
Align the d.c. marker to coincide with the centre 
dashed frequency graticule line. 


(e) Switch HORIZONTAL SCALE control to 

10 MHz/DIV, reset FILTER BANDWIDTH to WIDE 
'3', and ensure that the d.c. marker is still on the 
centre line, +1%off.s.d. This may be measured 
by moving the d.c. marker into alignment with the 
centre graticule line using the REFERENCE FRE- 
QUENCY controls, and measuring the shift in MHz 
on the counter, item a, (1 MHz =1%f.s.d.). 


Sweep mode function : 


(a) Select AUTO, and READ IN B/U display. 
Switch through all HORIZONTAL SCALE MHz/DIV 
and kHz/DIV ranges, and check that they auto- 
matically sweep. 


(b) Select MANUAL, and check that the analyser 
does not automatically sweep but may be manually 
swept by adjustment of the BRIGHT LINE POSITION 
control, 


(c) Select SINGLE, and chéck that one sweep may 
be inigiated by depressing the SWEEP MODE START 
switch. ; 


’ 


2370 (la) 


Maintenance 


Sweep range accuracy : 


Set the controls as follows : 


SWEEP MODE - AUTO 
COUNTER FREQUENCY - PAST CENTRE 
REFERENCE FREQUENCY - LH 
VERTICAL SCALE RANGE - 10dB/DIV 
HORIZONTAL SCALE - 0.5 MHz/DIV 
FILTER BANDWIDTH - NORMAL '2! 
COUNTER ON/OFF - ON 


(a) Connect the comb generator to INPUT 50 Q. 


(b) Select analyser sensitivity to give a satis- 
factory display of 1 MHz comb markers across the 
screen. 


(c) Adjust REFERENCE FREQUENCY controls 

to check every 5 MHz increment of the 0 to 110 MHz 
range. Note the frequencies of maximum and 
minimum error of the displayed comb, with respect 
to the display graticule. 


(d) At both frequencies found in (c), check all 
positions of the HORIZONTAL SCALE control, 
using the appropriate comb frequency for each 
range. Ensure that all ranges are within +10% 
of full-scale +20 Hz, against the electronic 
graticule. 


(e) Set the 0-110 MHz and +1 MHz REFERENCE 
FREQUENCY controls to give a counter reading of 
approximately 1 MHz. Adjust the +70 kHz 
REFERENCE FREQUENCY control fully counter- 
clockwise, and press the CENTRE, REFERENCE 
FREQUENCY control. Switch to WIDE '3', 
FILTER BANDWIDTH, and apply a 10 kHz comb 
on the 10 kHz/DIV sweep range. 


(f) Using the counter reading as a guide, check 
the total range of the +70 kHz control noting the 
frequencies of the maximum and minimum grati- 
cule errors. With the control fully clockwise 
switch the REFERENCE FREQUENCY to LH, and 
check the comb calibration. 


(g) At both frequencies found in (f), check all 
positions of the HORIZONTAL SCALE using the 
appropriate comb frequency for each range, with 
the FILTER BANDWIDTH at NORMAL '2', All 
ranges should be within +10% of full-scale +20 Hz, 
against the electronic graticule. 
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Sweep speed function : 


(a) This check ensures that the nominal sweep 
speeds are being correctly selected. Table 4.1 
shows sweep speeds derived by HORIZONTAL 
SCALE and FILTER BANDWIDTH selection. 
Visual observation of the trace on the screen is 
sufficient to determine any errors of selection. 


Table 4.1 


Sweep speed against HORIZONTAL SCALE and 
FILTER BANDWIDTH selection 


Horizontal Filter 1 Filter 2 Filter 3 
scale Narrow Normal Wide 

10 MHz/div 10s 100 ms 100 ms 
5 5s 100 ms 100 ms 
2 2s 100 ms 100 ms 
1 ls 100 ms 100 ms 
0.5 500 ms 100 ms 100 ms 
0.2 200 ms 100 ms 100 ms 
0.1 10s 100 ms 100 ms 
0.05 5s 100 ms 100 ms 
0.02 2s 100 ms 100 ms 

10 kHz/div 100 s 1s 100 ms 
5) 50s 500 ms 100 ms 
2 20s 200 ms 100 ms 
1 10s 10s 100 ms 
0.5 5s 5s 100 ms 
0.2 2s 2s 100 ms 
0.1 100s 100 s ls 
0.05 50s 50s 500 ms 
0.02 20s 20s 200 ms 


(b) Repeat check (a) for HORIZONTAL SCALE 
positions shown in Table 4.2, using the x5 SWEEP 
SPEED control. 


4.2.6 Frequency counter 


Counter functions and accuracy : 


Set the controls to the following positions : 


HORIZONTAL SCALE - 10 MHz/DIV 
FILTER BANDWIDTH - WIDE '3' 
VERTICAL SCALE RANGE - 10dB/DIV 
VERTICAL SCALE - -10 dBm 
SWEEP MODE - AUTO 


COUNTER FREQUENCY BRIGHT LINE 


(a) Adjust the REFERENCE FREQUENCY con-~ 
trols so that the d.c. marker aligns with the left- 
hand dashed frequency graticule line. 


(b) Connect STANDARD 10 MHz OUTPUT and 
INPUT 50 22 together, and dim out the graticule 
using the GRATICULE CONTRAST control. Switci 
the SWEEP MODE to SINGLE. 


(c) Align the BRIGHT LINE cursor behind the 
d.c. marker, using the BRIGHT LINE POSITION 
control, and check the COUNTER READOUT. 
This should indicate between 0 and 1 MHz. 


(a) Shift the BRIGHT LINE cursor behind the 
10th harmonic of the STANDARD 10 MHz signal, 
and check the COUNTER READOUT which should 
indicate between 99 and 101 MHz. 


(e) Set the COUNTER FREQUENCY controls to 
DIFFERENCE. Check that the COUNTER READ- 
OUT indicates approximately zero when the BRIGHT 
LINE cursor is central, and approximately 50 MHz 
when the BRIGHT LINE cursor is either on the d.c. 
marker or the 100 MHz line. 


Table 4.2 


Sweep speeds using x5 SWEEP SPEED control 


Horizontal Filter 1 
scale Narrow 
xd 
10 kHz/div 20s 
5 10s 
2 5S 
1 2s 
0.5 ls 
0.2 500 ms 
0.1 - 
0.05 - 
0.02 - 
0.02 MHz/div - 
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Filter 2 Filter 3 
Normal Wide 
x5 xo 


2370 (1c) 


ww 


(f) Reset the COUNTER FREQUENCY controls 
to BRIGHT LINE. Reset to AUTO sweep and 
PAST CENTRE. Switch the COUNTER ON/OFF 
switch OFF, and check that the counter stops 
functioning (reads zero), Check also that the 
amber light adjacent to the TRACKING GENERA - 
TOR OUTPUT is illuminated. 


Note If the COUNTER FREQUENCY controls 


are set to DIFFERENCE when the COUNTER 


ON/OFF switch is OFF, the COUNTER 
READOUT will display the contents of the 
latch. 


4.2.7 Display 


Display functions : 


Set the controls as follows : 


SWEEP MODE - AUTO 
VERTICAL SCALE RANGE - 10dB/DIV 
STORE/ DISPLAY - HIGH DEFN 
HORIZONTAL SCALE - 0.05 MHz/DIV 
FILTER BANDWIDTH - WIDE '3! 
VERTICAL SCALE - 0dBm 


(a) Connect STANDARD 10 MHz OUTPUT and 
INPUT 50 © together. 


(b) Adjust the REFERENCE FREQUENCY con- 
trols to position the STANDARD 10 MHz signal to 
the left-hand side of the graticule. 


(c) Press the STORE, REFRESH'‘A', and the 
DISPLAY 4'and'B' buttons, then re-position the 
display to the right-hand side of the graticule. 

The stored'B' display will now be on the left, and 
the refreshed'A' display on the right. By switching 
the ‘A'and'B' DISPLAY buttons ensure that either 
signal can be removed from the screen. 
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(d) With both ‘A'and'B' pictures displayed, press 
the REFRESH 'B'button and re-position the display 
on the left-hand side of the graticule. Display 'A' 
should now be observed as before but in reverse. 
Repeat the DISPLAY ‘A’ and'B'checks in (c). 


(e) Press the HIGH DEFN button, and check that 
the DISPLAY 'A'and'B' switches have no effect. 


(f) Press the PEAK MEMORY button, and check 
that the largest noise signal applied at each point 
across the screen is stored on the display. 


(g) Press the READ IN B/U button and select 
FILTER BANDWIDTH, NARROW '1'. The display 
should be brightened up at the data renewal point 
as it is swept across the screen. 


Display controls : 


(a) Set the analyser as for display functions 
check, sections (a), (b) and (c). 


(b) Check that the INTENSITY ‘A' control varies 
the brightness of display'A', and the INTENSITY'B' 
control varies the brightness of display'B'. Both 
controls should be capable of producing very bright 
(excessive brilliance) displays down to low bril- 
liance (but not cut-off). 


(c) Press the HIGH DEFN button, and check that 
INTENSITY ‘A' control is the only control] which 
varies the display brilliance. 


(d) Position the signal to the centre of the screen. 
Check that the cover of the VERTICAL SHIFT con- 
trol is at least 1 major division; reset to initial 
level, 


(e) Check that the cover of the VERTICAL DIS- 
PLAY GAIN control is at least +10% of the signal 
amplitude; reset to initial level. 
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Chapter 


5 


5.4 INTRODUCTION 


This chapter contains information for the 
repair and overall realignment of the instrument, 
and is to be used in conjunction with the circuit 
diagrams at the rear of the manual. Performance 
limits mentioned are for guidance only, and should 
not be taken as guaranteed performance specifica~ 
tions unless they are also quoted in the Data 
Summary section. 


Integrated circuits and semiconductor 
devices are used throughout this instrument and, 
although these have inherent long term reliability 
and mechanical ruggedness, they are susceptible 
to damage by overloading, reversed polarity and 
excessive heat or radiation. Avoid hazards such 
as prolonged soldering, strong r.f. fields or other 
forms of radiation and the use of insulation testers. 


In case of difficulties which cannot be resolved 
with the aid of this book, please contact our Service 
Division at the address given on the rear cover, or 
your nearest Marconi Instruments representative. 
Always mention the type and serial number of your 
instrument. 


5.2 SCREW FASTENERS 


Most screws used in this instrument are 
ISO metric and are the following sizes : M1.6, 
M2, M2.5, M3 and M4, 


Other screws used are 4BA nylon and 4BA 
brass. 


5.3 ACCESS AND REMOVAL OF UNITS 


The following operations are performed with 
the instrument switched OFF, and dis- 
connected from the supply unless otherwise 
stated. 
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Display unit—-removal of covers and access 


Remove top cover by withdrawing four M4 
screws (two at each side), and lifting away. The 
bottom cover is similarly removed. 


Extender Board 44827-235 is available for 
use with boards AD, AE, AF and AG series. The 
boards are removed by being carefully pulled from 
the edge connector sockets using Board Extractor 
41700-048. 


RF unit—removal of covers and access 


Remove the display unit by unplugging 
Connector Assemblies 43169-005 from the rear of 
the r.f. unit, and releasing two toggle latches at 
each side of the r.f. unit. The display unit can 
now be lifted clear. Remove the top and bottom 
covers of the r.f. unit by withdrawing four M4 
screws from each cover (two at each side) and 
lifting away. 


Turn the display and r.f. units on their sides 
and position as illustrated in Fig. 5.1. Two blocks 
of wood approximately 50 mm x 25 mm x 300 mm 
are best positioned beneath each unit to give 
clearance for the side handles, and provide stability 
on the bench. 


DISPLAY UNIT : STAY 


y) 


AC TRAY AB TRAY AA TRAY 


Fig. 5.1. Instrument positioned for access to rf. unit 
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For access to the AB and AC trays, hinge 
out the AC tray to an approximate right angle after 
removing two M4 screws at each side of the tray, 
which fix the tray to the unit side panels. Secure 
the tray in position with Stay Assembly 34900-209. 
One end of the stay is attached to an anchor nut 
midway along the side of the tray. The other, 
anchor nut end, by an M4 screw inserted through 
a hole in the top edge of the unit side panel, and 
screwed into the stay anchor nut. 


When the AC tray is hinged in position, 


ensure that it does not short against the display unit. 


Re-connect connector assemblies, 


EHT unit—removal 


(WARNING) 


Before attempting any work on the e.h.t. 

unit make sure that the supply is disconnected 
from the instrument. Detach the final anode 
lead from the c.r.t. and short it against the 
e.h.t. chassis several times immediately it 
is unplugged. 


The c.r.t. also retains a charge which must 
be shorted to earth before handling. This 
is best done by inserting a screwdriver into 
the final anode cavity and shorting it to the 
main chassis. 


The e.h.t. unit has a red cover and is 
situated at the rear, left-hand side of the display 
unit. To remove the unit, lift off the cover which 
is secured by two M4 nuts. Remove two M4 nuts 
from studs protruding through board AL1, which 
is positioned across the top of the e.h.t. unit. 
Hinge board AL1 upwards on its back edge, and 
unsolder the red/white lead on AL1 tag 8, and the 
screened lead on ALI, TR2 base. 


Remove four M4 nuts from the underside of 
the display unit, which secure the e.h.t. unit to 
the power supply chassis. Take off c.r.t. cover 
(lift and pull cover at rear). Disconnect final 
anode plug from c.r.t. 


The e.h.t. unit may now be lifted out. 
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Cathode ray tube—replacement 


WARNING 


The c.r.t. retains a charge for a considerable 
time after switch-off, and must be shorted 

to earth as detailed in the WARNING above. 
Also see above WARNING for digcharging 

final anode lead. 


Take off the c.r.t. cover, and carefully 
remove the c.r.t. base connector. Remove the 
final anode plug from the c.r.t. Loosen the 4BA 
cheese head screw in the deflector coil clamp ring. 
Release the spring harness hook from the front 
panel frame. With extreme care manoevre the 
c.r.t. backwards free of the front bezel, slip the 
magnetic focusing ring off the end of the c.r.t., 
and withdraw the c.r.t. from the deflector coils. 


Reverse the above procedure when replacing 
the c.r.t. ensuring that the moulded rubber seal 
is fitted to the front of the c.r.t. Before tightening 
the deflector coil clamp ring make the following 
adjustments : 


(a) Connect the instrument to the supply and 
switch ON. Obtain an electronic graticule display. 


(b) ‘Turn the plastic clamp moulding of the 
deflector coil assembly until the vertical graticule 
lines are upright. 


(c) Adjust, by turning, the shuffle plates to cen- 
tralize the c.r.t. picture. 


(ad) By gripping the linearity sleeve lugs, gently 
slip the linearity sleeve into the deflector coil 
assembly until best spacing of the horizontal grati- 
cule lines is achieved, consistent with good picture 
shape. 


(e) Re-set the shuffle plates, if necessary, and 
tighten the deflector coil clamp ring. 


(f) With the magnet of the magnetic focusing 

ring uppermost, gently turn the ring, as necessary, 
to improve the graticule line focusing at the corners 
of the picture. 
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from below 


Fig. 5.3 Location of units—r.f. unit 
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Power supply chassis—-removal 


Discharge c.r.t. and final anode lead as 
previously described. 


The power supply chassis, which houses the 
e.h.t. and power supply units, is situated across 
the rear of the display unit, and is removed as 
follows : 


Take off c.r.t. cover and disconnect final 
anode plug. Remove e.h.t. cover. Withdraw 
two M4 screws at each side of display unit which 
fix the black guard strips to the rear panel. 
Remove three M4 screws fixing the power supply 
chassis to the main chassis, situated along the 
front edge of the power supply chassis. 


Remove four M2.5 screws fixing sockets 
SKB and SKC to the rear panel, and withdraw the 
sockets through the panel. Disconnect the main 
frame connector, underneath the main chassis. 


The power supply chassis is now free to 
lift out. 


5.4 TEST POINTS 


A number of test points are available on the 
printed boards, and may be located using the cir- 
cuit diagrams in Chapter 7. 


Waveforms are given on the circuit diagrams 
for most test points, together with control settings 
of the TF 2370. The waveforms were monitored 
and photographed on a dual trace, 100 MHz band- 
width, oscilloscope using a x10 (10 M&) probe. 
Horizontal and vertical sensitivities (at the probe 
tip) are givén together with details of external 
triggering where applicable. 


Photographs containing more than two wave- 
forms were compiled by multiple exposure. 


5.5 LOCATION OF SUB-ASSEMBLIES 


Fig. 5.2 and Fig. 5.3 show the location of 
sub-assemblies. The display and r.f. unit outer 
and inner covers are removed, and the AC tray of 
the r.f. unit is hinged out. 


é 
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5.6 COMPONENT LOCATION 


All printed boards are marked with a legend 
which allows the precise location of a component 
part by its circuit reference number. 


5.7 FAULT LOCATION 


The following sections comprise fault finding 
charts and test schedules which provide a systema- 
tic procedure for localizing faults to comparatively 
small groups of components, The system operates 
as follows: 


1. Start with the overall fault finding chart, 
Fig. 5.4, which gives a branched sequence of 
checks, symptoms and actions related to the dis- 
play. This will enable you, without removing the 
covers, to localize the fault to one of 9 functional 


areas, indicated by a boxed title, e.g. {STORE}. 


2. Go to the section corresponding to the sus- 
pected functional area; this includes an area fault 
finding chart and/or a step-by-step test schedule. 
If there is a fault finding chart, start with this to 
further localize the fault; if the branch ends with 
a boxed title or code, e.g. » go to that 
part of the associated test schedule for further in- 
structions. 


To assist fault finding it is advisable to study 
the appropriate part of the circuit description in 
Chap. 3 and to check the waveforms and voltages 
included on the circuit diagrams. 


In the event of failure of the 1st local oscilla- 
tor boards AA5 and AA6 or the shaper circuit on 
AA1 (as diagnosed by fault-finding chart Fig. 5.5) 
do not attempt to recalibrate locally but return the 
complete instrument to Marconi Instruments Ltd. - 
See rear cover for addresses. 


Note After completing a repair it is advisable 
to carry out the appropriate part of the 
realignment procedure in Sect. 5.8. 
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5.7.1 Overall equipment 


ccc 


YES 
| 


Can the READ-IN B/U be 


selected to display the read-in 


YES 


Does the SINGLE sweep mode 


operate, #8 Indicated by the 
read-in bright up? 


YES 


Docs the MANUAL, sweep mode 


Repair 


Iy the cor.t. being scanned and 
displaying a graticule with some 
evidence of renewal of the stored . 
display using the AUTO and 
160 dH/DIV displry pusitions 7 
= 


NO 


Is the graticule display correct ? 


ee 
sweep? | YES NO 
NO Is noise ne on the display 
in the 10 dB/DIV mode using (5.7.7) 
the 50 kHz BW positions? 
O.7.7) a 
YES NO 
SSS SSS ! 
NO With the STD 10 MHz cal. signal [STORE] 
connected, is the VERT SCALE (5.7.7) 
calibration nominally correct 
debe tect). using the 10 dB/DIV mode and 


operate properly ? 


i rae | the 50 kHz BW? 


YES 


Connect a suitable wide band 
detector to the TRACKING GEN 


output. Rotate 0-110 MHz 


control over its range. Is the 


output level correct? 


YES 


Connect a counter to the 
TRACKING GEN output. Does 
the frequency range exceed 

0 to 110 MHz as the 0-110 MHz 
control is fully rotated? 


YES NO 
Does the output frequency change VAR 
by >120 kHz as the 470 kHz LES) 
control is fully rotated? (5.7.2) 

YES NO 


Ia the counter reading correctly 
in all its modes? 


YES NO 
| 
With the STD 10 MHz cal signal 
connected, is the VERT SCALE (5.7.4) 


calibration nominally correct 
using the 10 dB/DIV mode and 
the 60 kHz BW? 


NO 


. YES NO 
| 


YES 
| 
Are the SWEEP SPEED factora 
correct? (See table 4.1) 


YES NO 
| 
Are the filter BW and VERT STORE 
SCALE switching correct and (5.7.7) 


in accordance with the front 


panel marking ? 


YES NO 
Connect the TRACKING GEN 
output to the signal INPUT and 
compare the relative levels of (5.7.5) 


the display using first the 

50 kHz BW and then the 5 liz BW. 

Is the 5 Hz BW display >5 dB 

down on the 50 kHz display level? 
$+, 

YES 

Arce both the DET OUTPUT and 

the 1 Miiz EXT STD INPUT 

working properly? 


He NO 


Return to Mi Service Division Cheek detector and ext. ref, 


if fault atill unidentified, SigniLamp. ACS, 


(6.7.7) 100 kHz Is the STD 10 MHz cal signal 
FILTERS al its correct level? 
(5.7.5) Hh 
YES NO 
NO IF 
| AMP 
Can the d.c, marker be displ ved? (5.7.4) (5.7.3) 
YES NO 
TRACKING VAR 
GEN 
(9.7.9) (5.7.2) 
NO 
I 
Is the STD 10 MHz cal. signal 
ut its correct level? 
——— 


YES 


Can the d.c. marker be displayed 
on all five filter BW positions? 


| (8.7.3) 


YES NO 
| 
Check input attenuator and Can the d.c, marker be displayed 
(nput amplifier AB10. onthe 50 kitz BW positions? 
YES NO 


100 kliz {F 
FILTERS AMP 


8.7.5) (5.7.4) 


Fig. 5.4 Fault finding chart—OVERALL EQUIPMENT 
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5.7.2 


Circuit diagrams—Figs. 7.10 to 7.16 


Variable local oscillators --AA1 to AA7 


Using TO Miz DIV, oun the doe. 
neerker be displayed ? 


a : 7 
YES NO 
I j 
Arc uny dispkayed signals Check osc. drive level from 
unstible in frequency ? AAS and/or AAT buffers. 
= 1 
YES NO 
I 


Switch to 0.2 MiHz/DIV and 
tune Into 10 Mliz cal, signal. 


Ia It unstable? 


YES NO 
| \ 
Is the signal deviation less Switch to KHZ, DIV. Dees the 
than tb MHZ? 0-110 Milz control lock in 
1 Mla increments ? 


is the sweep linearity within spee ? 
YES NO 
} 
Is the 0-110 AINZ and/or o1 MHz 
luring range correct on’ kIZ/DIV 2? 


Is the sweep linearity on 
10 MIIz/DIV correct ? 


YES NO 
I 


Check 2nd t,o, shaper on AAI. Check Ist l.o. shaper on AA), 


YES NO 


Is the (70 kifz or «1 kHz tuning 
Tange correct on kHz/DIV? 


Cheuk AAG, AA3 and/or AA1. 


YES NO 
! | 


Return to MI Service Division 
if fault stall unidentified, 


Cheek AAd and/or AAL. 


ie 
Does the tl Miz control lock 
in 100 kHz increments ? 


YES 


Return to MI Service Division 
(f fault still unidentified, 


YES NO 
Check AAG/AAS phase lock link 
and/or AAI/AAT phase lock Link, 


Check AAS phase locked loop. 


NO 
I 
Check AA2/AAG/AAL phase 
locked loop. 


NO 


Chuck AAZ/AA3/AAL phase 
locked loop. 


Fig. 5.5 Fault finding chart—-VARIABLE LOCAL OSCILLATORS 
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AM3 AD1 AD2 AE1 AE2 AE3 AE4 AK3 AK1 AK2 


ALl 


AM2 
Magnetic 
focusing 
ring 
Linearity 
sleeve 


. Shuffle 
plates 


Fig. 5.2 Location of units—display unit 


AG4 

AG3 

AG2 
AG1 
AF2 
AF1 
AE6 
AE5 


AGS 
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5.7.3 Fixed local oscillators-- AB1 to AB4 


Circuit diagram—Fig. 7.9 


(1) Ifthe STD 10 MHz cal signal is at the incorrect 
level or absent, check back through AB4 TRG, 
TR5, TR4 and dividers IC1b2, ICla2 for fault. 


(2) If the STD 10 MHz cal signal is more than 
20 Hz in error, suspect the 80 MHz phase 
locked crystal oscillator is in error or the 
10 MHz reference standard (AB4 X 1) has 
stopped. 


(3) If the TRACKING GEN output signal is off 
tune, suspect the 36.4 MHz phase locked 
crystal oscillator on AB1 is not phase locked. 


(4) To remedy, check for the presence of the 
100 kHz drive signal on ABI pin 2. Check 
that TR2 produces a pulse, ringing at approx- 
imately 36 MHz, across the primary of AB1 
T2, 


(5) If the fault has still not been found, break the 
link between ABI pins 9 & 10. Connect a high 
impedance voltmeter to pin 10 and arrange a 
pair of resistors to bias pin 9 to -3 V. Adjust 
AB1 R30 so that the voltage on pin 10 reads 
-3 Valso. Connect a counter to the link 
between AB1 pins 11 and 12, and check that 
frequency of oscillator is 36.400 MHz, if not 
adjust core of L3 on AB1 until the frequency is 


correct. Reconnect the link between pins 9 
& 10. 
5.7.4 IF amplifiers - AB6 to AB10 


Circuit diagrams—Figs. 7.7 and 7.8 


Note A calibration table showing internal 
signal levels is given on circuit diagram Fig. 7.7. 


(1) Check that the STD 10 MHz cal signal is pre- 
sent and accurate; then apply this to the 
INPUT socket. Select 0.02 MHz/DIV, WIDE 
filter, MANUAL mode and the BRIGHT LINE 
counter position and tune in to 10.0 MHz. 
Select 10 dB/DIV and an indicated input sensi- 
tivity of -10 dBm at the top of the screen. 


(2) Measure the signal level on AB8 pin 5; it 
should be -17 dBm at 3.6 MHz. If the signa] 
is low enough to account for fault, check 
levels as in (3). If the level is approximately 
right, proceed as in (4). 


(3) Check that the following signal levels are 
present on board AB8:- 
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pin 3: +8 dBm at 40 MHz 

TP4: -12 dBm 

TP3: -15 dBm 

TP2 : “edna 
TP: -14 dBm 

pinl: -19 dBm 


If the fault is still not found, check the following 
signals are present on board AB10a:- 


pin 2: ~26 dBm 
pin 3: -26 dBm 
TR3 collector : -18 dBm 
TR4 collector : -18 dBm 
pin 6; ~30 dBm 


at 10 MHz 


If the fault is still not found, remove the inner 
lid from AB9 and check that the following signals 
are present:- 


R port of AZ1 : +13 dBm at 210 MHz 
L port of AZ1: -22 dBm 

Ll tap: -14 dBm 

a : ae es at 200 MHz 
L7 tap ~10 dBm 

R port of AZ2: -13 dBm 

X port of AZ2: + 8 dBm at 236.6 MHz 
Lport of AZ2: -20 dBm at 36.4 MHz 


(4) As the level is correct on AB8 pin 5, measure 
the signal level at :- 


AB7 pin 5: 
AB6 pin 5; 


-17 dBm 
-17 dBm 


at 400 kHz 
at 100 kHz 


This will establish where the signal loss is occur- 
ring and the following list of approximate signal 
levels will help locate the fault :- 


TPL: ~ 4daBm at 3.6 MHz 
TP2: - 2dBm at 3.6 MHz 
AB7 ( TP3: - 3 dBm at 3.6 MHz 
TP4: -13 dBm at 3.6 MHz 
pin 3: + 9dBm at 4.0 MHz 
TP1: + 2 dBm at 400 kHz 
TP2: -10 dBm at 400 kHz 
ABG6 ( TP3: - 8 dBm at 400 kHz 
TP4: +12 dBm at 400 kHz 
pin 3: +10 dBm at 500 kHz 
AC6 TP1: 0 dBm 
(640 mV p-p) at 100 kHz 
AC6 TP6: +17 dBm 
(4.5 V p-p) at 100 kHz 
ACT pin 10: +20 dBm 
(6.4Vp-p) at 100 kHz 
9 
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5.7.5 100 kHz filters—AC3, AC4 and AC8 


Circult diagram—Fig. 7.17 


Select MANUAL, counter to 
BRIGHT LINE and set counter 
display to about 100 kHz. 
Check TRACKING GEN output 
frequency using #n external 
counter. Do the two readings 
agreo to 42 Hz? 


Apply TRACKING CEN signal at 
about 10 MHz to INPUT and note 


ee SSS 


YES NO 


the level on the display, using phase locked. 


Check that 36.4 MHz crystal 
oscillator on AB1 ie correctly 


the 50 kilz filter, 1 dB/DIV and 
0,02 MHz/DIV. Apply the 

10 MHz CAL signal to the INPUT 
and note the level and -3 dB 
bandwidth. Are the two above 
signal levels within 12 dB and 

the 50 kHz bandwidth within 120%? 


pee 


YES 
J 
Select 2 kiIz/DIV, FILTER 4 
(5 kHz) und repeat ahove tests. 
Are the two signal levels similar 
to the 50 kHz levels and is the 
bandwidth 5 kHz 120%? 


YES 


1 
Select 0.2 kHz/DIV, FILTER 3 
(500 Hz) and repeat above tests. 
Are the two signal levels similar 
to the 50 kHz levels and is the 
bandwidth 500 Hz 22027 


NO 
| 


Check AB6 and/or AC7. 


NO 
! 


Check 5 kllz filter circuit on AC8, 


-——___—__,, 


YES 


Select 0.02 kHz/DIV, FILTER 3 
(50 Hz) and repeat above tests. 
Are the two signal levels similar 
to the 50 kilz levels anc is the 
bandwidth 50 Hz 220'%7 


NO 
| 


Check 500 Hz filter circuit on ACB. 


rd 


YES 
I 
Select 0.02 kllz/DIV, FILTER 2 
{5 Hz) and repeat above teats. 
Are the two signal levels similar 
to the 50 kHz levela? 


NO 
| 


Check 50 liz filter circuit on AC4. 


-———_—_- 


YES 


Return to MI Service Division 
if fault still unidentified. 


Fig. 5.6 Fault finding chare—100 kHz FILTERS 


100 


NO 
| 


Check 5 Iiz filter clreuit on AC3, 
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Is the display o' 


Are the lines of the vertically 
scanned raster display stable 


aml correct ? 


(Turn RV on 


AMZzZ clockwise if no picture at 


all ia seen, 


visible, answer 'no'), 


ot 


YES 


f the electronic 


graticule complete? 


a 


YES NO 


Using the HIGII 
doen the MANU. 
work? 


| 1 
DEFN made, 


AL position present ? 


YES 


If still no picture 


Are all the dB yraticule lines 


Is the frequency graticule 


absent ? | 


YES 


YES NO 
I | 


Using the HIGH 
does the AUTO 


DEFN mode 
position work? 


On the 100 kiiz/DIV swecp posi- 
tion, does the BRIGHT LINE 


control change the counter 


YES NO reading (switched to BRIGHT 
| LINE) by > 1 MHz when 
Using the HIGH DEFN mode, Does the READ IN B/U display fully rotated ? 
does the SINGLE sweep mode correctly ? 
work? ee 
YES NO 
(sau) ES 
ah NO YES 
| 
Do the A & B REFRESH STORE AES5b Using the AUTO scan moue, 
buttons give the correct display? 10 dB/DIV and a 50 kilz BW ia 
. thcre noise displayed? 
YES NO 


1 : 
Do the A & B DISPLAY buttons I 


display the correct stored image? 


YES 


Using the 50 kHz BW on the 


YES NO the d.c. marker, 
| display Jagged ? 
Return to MI Service Division AEot 


Mf fault still unidentified. 


102 


YES 


la the 


0.02 MHiz/DIV swecp, tune in 


NO 


NO 


Are the counter digits all glowing 
with an equal steady brightnoss ? 


NO 


NO 


| 
Are all the frequency graticule 
lines present and correctly 
daahcd? 


-———__L._____., 


NO 


NO 


NO 


Fig. 5.7 Fault finding chart—DIGITAL STORE 


a 


Can atable vertical scan lines 


be seen? 


——- 1. 


YES 


NO 
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5.7.6 Log amplifier—AD1 and AD2 


Circuit diagrams—Figs. 7.8, 7.17 and 7.18 


(1) Select a 50 kHz filter position and MANUAL 
mode. The most insensitive VERTICAL 
SCALE button (300 mV or +30 dBm) should 
be used, and the 0 dB button used on the lower 
row, 


(2) Apply a signal from a calibrated 50 2 signal 
generator at 100 kHz (+10 kHz) to SK K 
(-see Fig. 7.8). Attach a 10:1 oscilloscope 
probe to ADI pin 32 to monitor the signal 
level at the input to the log amplifier. 


Volts/DIV 


If the instrument was not faulty in this posi- 
t tion, proceed to the 10 dB/DIV section. If it was 
faulty in this position, proceed as follows:- 


(i) Adjust the level of the signal generator 
output until the monitoring oscilloscope 
displays a peak-to-peak level of 2.5 V. 
Switch in 40 dB of attenuation to produce 
an input signal of 25 mV p-p. 


(ii) Transfer the probe to AD1 TP6; the signal 
level should be 2.5 V p-p. If it is not, 
check back through TP5, TP4 and TP3 to 
see where the gain discrepancy occurs; 
the signal level at each test point should be 
10 dB larger than the previous one. 


If the level is correct at TP6, check the 
level at AD2 TP5; it should be 2.7 V p-p. 
If it is not, check AD2 I1C4a3, R57, R58, 
R59 and C23, the Volts/DIV switching and 
AD1 R62, R63 and C28, 


If the level is correct at TP5, measure the 
d.c. level on AD2 TP7; it should be 1.3 V 
d.c. If it is not, check detector circuit 
1C4c3, TR3. 


If the level is correct at TP7, check the 
output at AD2 pin 4; it should be +2 V d.c. 
If it is not, check IC5 and associated 
switching and circuitry. 


If the level is correct at pin 4, and the 
screen does not display top of the screen 
signal level, see AE] fault finding guide 
in Sect. 5.7.7. 
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(ii) 


(iii) 


(i) 


(ii) 
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10 dB/DIV 


If the instrument is only faulty on the 
1 dB/DYIV position proceed to the next section; 
if not, proceed as follows:- 


Replace the oscilloscope probe on AD1 
pin 32 and adjust the signal generator out- 
put such that the oscilloscope displays 

6.4 V p-p. Check that the d.c. level at 
AD2 pin 29 is -6 V and that it changes to 
+15 V when the 500 Hz, 50 Hz and 5 Hz 
filters are selected. Switch back to the 
50 kHz filter if correct. 


Measure the signals at AD1 TP2 to 9 and 
AD2 TP10 and11, They should all be 
limiting at 4 V p-p with a mean level of 
about +3 to+4 V. Ifthis is so, measure 
the signal at AD2 TP5, This should be 
about 3 V p-p._ If it is not, reduce the 
input signal in 10 dB steps and observe if 
the signal on TP5 reduces by 0.27 V for 
each step. If there is a fault in the 
current summing transistors (TR2, 
IC1b3, IC2b3, IC3b3 on AD1 and IC3b3 on 
AD2) some indication of where the fault 
might lie can be obtained by noting at what 
input level the signal at AD2 TP5 departs 
from 0.27 V/10 dB. The offending stage 
will be at or near the point in the signal 
chain where the signal is just limiting. 


If the signal on AD2 TP5 is correct and 
the output at AD2 pin 4 is still wrong, the 
fault can only be in switching of the leads 
from AD2 pins 1, 3, 7, 8, 9 and 26 as the 
detector circuit is known to be working on 
Volts/DIV. 


1 dB/DIV 


Replace the oscilloscope probe on AD1 

pin 32 and adjust the signal generator out- 
put such that the oscilloscope displays 
6.4 V p-p. Now add 40 dB of attenuation 
so that the input signal is 64 mV p-p. 


Measure the signal level at AD2 pin 17; 

it should be 2.0 V p-p. If this is so, 
check the signal level at AD2 TP1; this 
should be a just limiting sinewave of 

4V p-p. Similarly, check the signal at 
AD2 TP2, 3 and 4 for 4 V p-p signals, each 
successive one limiting rather more 
severely. 
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(4) Check at AE5 pin 26 for 400 ns +ve pulses. 
If present, check the connection from AES 
pin 26 to AE1 pin 26. 


(5) If pulses are not present here, and the 
‘ordinates' pulses on pin 13 are present 
(read-in bright up would not work if these 
were absent), check pin 25 is at logic 'l', 


(6) Check 'ordinates' pulses through IC9b and c 
and IC8b. 


(1) Select WIDE BANDWIDTH, SINGLE, 
.02 MHz/DIV and tune to the d.c. marker. 


(2) Connect AE1 TP10 to earth. 


-(3) Check inputs at AE2 pins 20 to f3 in sequence 


for square waves increasing in duration by 
factors of 2 from 0.8 ys at pin 20 to 102.4 ps 
at pin 13. 


(4) If any input is faulty, check outputs on AE1,. 
(5) Select AUTO and disconnect TP10 from earth. 


(6) Check that outputs at AE2 pins 23 to 30 per- 
form logic level transitions. If not, check 
at TP1 and TP2 for 100 ns -ve going pulses 
of +5 to -11 V excursion every 800 ns, with 
the TP2 waveform displaced half a period 
from that of TP1, 


(1) Disconnect the drive to the line scan and e.h.t, 


units by removing board AM2, 


(2) Check at AE3 pin 3 for a 10 MHz 180 mV p-p 
square wave input from AB4, 


(3) Check the following supply lines :- 


pinld : +6V 
pin 11 : +15 V 
pinl2 :+5V 
pin 21 : -15V 
pin 22 : -6V 


(4) Check at pin 1 for 2.5 MHz square wave clock 
output with rise and fall times of about 50 ns. 
With this drive the counter should multiplex 
correctly. 
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(1) 


(2) 


(3) 


(4) 


Disconnect the drive to the line scan and e,h. t. 
units by removing board AM2, 


Check the following supply lines :- 


pinlO : + 6V 
pin 11 : +15 V 
pinl2 :+5V 
pin 21 : -15V 
pin 22 : -6V 


Check at pin 19 for a 51,2 ys squarewave 
(at logic levels). 


Check pin 7 for a 9 ps -ve pulse every 

51,2 ys. With these two drives the line scan 
and e.h.t. should work. However, as a pre- 
caution, turn down all INTENSITY controls 
before operating the instrument with board 
AM2 replaced. 


(1) 
(2) 


(3) 


(4) 


(5) 


(6) 


(7) 


(8) 


(9) 


If the fault is in the graticule shift, go to (5). 


Check at AE3 pin 8 for 220 ns -ve pulses 
every 4 ys.Trigger from +ve edge at TP3 and 
check that the pulses can be moved in time by 
operating the GRATICULE VERTICAL SHIFT 
control. 


Check at pin 9 for 60 ns -ve pulses every 
0.8 ps. 


If both (2) and (3) are present, check connec- 
tions toIC9 on AEG, If not, check drives 
from IC7 to monostables IC8, 


Check at AE3 pin 13 for a 26. 26 ms square 
wave, 


Check at TP4 for 6 ys +ve pulses every 
26.26 ms, the width being variable by the 
GRATICULE VERTICAL SHIFT control. 


Check at TP5 that the 2.5 MHz square wave 
is stopped during this 6 ys interval. 


Check that IC7 pins 11 and 12 reset to '1' 
when there is a -ve going pulse on pin 20. 


Check that the -ve pulse on pin 20 occurs 
every 51,2 us. 
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(iii) If these signals are correct and the output 
at AD2 pin 4 is not +2 V d.c., then the 
fault must lie in the current summing 
transistors IC1b3, IC2b3 or the range 
switching on leads from AD2 pins 14, 6, 


7, 8 and 9, 


5.7.1 Digital store- AE1 to AE6 


Circuit diagrams—Figs. 7.19 to 7.24 


Use the fault finding chart, Fig. 5.7, to 
localize the fault to one of these 17 functional 
areas. 


AEla, AEl1b, AE2a, AE3a, AE3b, AE3c, 


AE4a, AE4b, AE5a, AESb AESc, AE6a, 
AE6b, AE6c, AEGd, AE6e, AE6Gf. 


Then carry out the procedure detailed under 
the appropriate heading below: 


Note Waveform levels in this section are all 


t.t.1, compatible unless otherwise 
specified. 


(1) Select WIDE BANDWIDTH, AUTO, 10 dB/DIV 
and 10 MHz/DIV. Ensure PEAK MEM is off. 


(2) Check at AE] pin 4 for a signal of greater than 
OVd.c. Ifnot, goto Sect. 5.7.6, 

(3) Check AE1 pin 26 for 400 ns +ve pulses 
every 230 us. 

(4) Check that I1C4 pin 8 is at logic '1', 


(5) Check for pulse waveforms at TP8, TP9, 
TP10, pin 9 and pin 8 as in Fig. 5.8, 


(6) Select MANUAL and check that TP2 and TPS 
are at the same potential as pin 4. 


(7) Select AUTO and connect pin 4 to earth. 


(8) Check for waveform at TP12 as in Fig... 8. 
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(9) Select MANUAL and disconnect pin 4 from 
earth, ; 


(10) Check at TP6 for about twice the voltage at 
TP2+1V. 


(11) Connect pin 4 to earth again and check at 
TP13 for a waveform as in Fig. 5.8 with 
voltage excursion from 0 V to the new 
potential at TP6. 


(12) Check at IC4 pin 11 for burst of 2.5 MHz 
clock pulse as in Fig. 5,8 while TP11 is 
low. 


(13) Switch to SINGLE and connect TP10 to earth, 
(14) Check outputs at pins 20 to 13 in sequence for 
square waves increasing in duration by factors 
of 2 from 0.8 us at pin 20 to 102.4 us at 
pin 13. 


(15) Remove earth connections. 


0 ® 20 % 4050 0 Oo 200 250 
TIME (ps) 


TRB2735 


Fig. 5.8 AEta waveforms 


[aa] 


(1) Select WIDE BANDWIDTH, AUTO, HIGH 
DEFN, 10 dB/DIV and 10 MH2/DIv. 
As MANUAL operation is correct, the fault 
must lie in IC3 or the switching and pulses 
to it. 

(2) Check that AE] pin 25 is at logic '0'. 

(3) Check at AE1 pin 26 for 400 ns +ve pulses. 


(i) If present, check TP8 for similar pulses; 


(ii) If not present, check AE5 as follows : 
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(1) 


(2) 


If the fault condition is the bright line stick- 
ing at the centre of the screen as the 
BRIGHT LINE POSITION control is moved 
counter clockwise ;:- 


(a) Select SINGLE and MANUAL alternately 
and see if the fault clears. 


(b) If it clears, select AUTO and check that 
AUTO sweeps run normally. It is most 
likely if AUTO sweeps fail to run that the 
'T time’ pulse on AE4 pin 20 is not work- 
ing. 


(c) To check this, remove AGI and check if 
all troubles have cleared (except that the 
counter will not now operate). If this is 
the case, the fault lies on AGI and 
associated circuitry. 


No bright line appears in SINGLE or 
MANUAL :- 


(a) Check that TP1 is at 6 V or greater. If 
not, check that pin 17 and pin 20 are at 
logic '1', 


(b) Check that TP4 voltage varies between 
<7.5 V and >11.5 V as the BRIGHT 
LINE POSITION control is operated. If 
TP4 is correct, check for a similar 
voltage swing on TP5 and TP6, 


(c) Check at pin 14 for an output of 0 to >10 V. 


(1) 


(2) 


(3) 


If fault is +10% tracking error between the 
bright-up and the auto read-in point, check 
at AE4 pin 14 for an output of 0 to 10 V 
exactly on AUTO sweep. 


If 0 to 10 V is correct, readjust the tracking 
error using AE6 R20 and R22, 


If 0 to 10 V is not correct, select AUTO, 
MHz/DIV and WIDE BANDWIDTH and check 
sweep on TP4 as in Fig. 5.9. 


If sweep on TP4 is not correct, check at emit- 
ters of TR4, 5,6,7,9,11,13,15 and 17 for 6 V 
square wave, the last three as shown in 

Fig. 5.9. 
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If sweep on TP4 is correct :- 


(a) Check waveform at TP5 and TP6. The 
waveform at TP5 is similar to that on 
TP4 except for a slight increase in gain, 
and that on TP6 is similar except that it 
lacks the small -ve step. 


(b) If TP5 is correct, or TP6 is faulty, check 
pins 27, 28, 29,30 are at logic '0', '1', 'o! 
and '0' respectively. 


(c) Check at the following points :- 


TP10 and TP12 : OV 
TPll : +15 V 
TP13, TP14 and TP15 : -12 V or below 


SY 
wv 


TRL 
Sv 


SV 

EMITTER TRI7 
ov 
Sv 

EMITIER TRIS 
ov 


ov 
EMITTER TRI3 


a 0 2 40 50 80 100 M20 
TIME tena) TRA2724 


Fig. 5.9 AE4b. waveforms 


(1) Select WIDE BANDWIDTH, AUTO, HIGH DEFN 
and .02 MHz/DIV. 


(2) If fault is incorrect sweep speeds go to (11), 


(3) If the fault is a failure of auto sweeps to run, 
remove board AG1 and re-check. _ If this is 
a cure, check that 'T time' pulses from AG1 
to AE5 pin 20 are 2 ms -ve pulses every 
120 ms, 


(4) If fault is otherwise, or fails to be cured, 
connect TP7 to earth and check that pin 15 
is at logic '1', If at '0', check that TP8 
is at 'l'. Keep TP7 earthed and check at 
TP4 for 40 ps, +ve pulses every 231 ys, 
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(5) 


(6) 


(7) 
(8) 


(9) 


(10) 


(11) 


ee 


Tf not present, check back through the divider 
chain (TP1 and TP2). If the pulse repetition 
rate is incorrect, check inputs on pins 27, 28, 
29 and 30 for logic '0', '1', '0’ and '0' re- - 
spectively. 


Check at pin 13 for 400 ns -ve pulses every 
231 ps. 


Check at TPS for a 118 ms square wave. 


Check at pin 19 for 5 us -ve pulses every 
118 ms, 


Disconnect TP7 from earth and check at TP7 
for 0,2 us -ve pulses every 205 ps. If not 
present, remove board AGI1 and recheck. 
Check also at TP6 for +ve 0.2 ys pulses. 


Check at pin 26 for 400 ns +ve pulses every 
231s, 


For incorrect sweep speed operation check 
the following logic states :- 


Switch to 


0.2 MHz/DIV 
0.5 MHz/DIV 
1,0 MHz/DIv 
2,0 MHz/DIV 
5.0 MHz/DIV 
10.0 MHz/DIV 
2.0 kHz/DIV 
5,0 kHz/DIV 
10.0 kHz/DIV 


NARROW, 
AUTO 


ePereooo Fr KF = 
He OF KH Ore COO 
FPOorrPoOorRrROFS 


If correct, check at TP4 for 40 ps +ve pulse 
every 231 ps, 436 us, 1051 us, 2078 us etc., 
in a roughly 1-2-5-10 series. 


If this is correct, go to AE4a and check 
table against similar pins and logic on this 
board, 


If AE4a is incorrect, check connections to 
board AG4, 


AEDSb 


(1) Select WIDE BANDWIDTH, SINGLE and 
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MHz/DIV. 


0.2 MHz/DIV, WIDE, AUTO 


(2) 


(3) 


(4) 


(5) 


Check that TP8 goes to logic '0’ when the 
START button is pressed and held in. 


Check also that IC21 pin 8 is at logic '0' (with 
START pressed). 


Check at TP7 for 0,2 ps -ve pulses every 
205 ps (with START pressed). 


Check on releasing START that IC21 pin 8 
goes to logic '1' (triggered from -ve going 
edge on IC21 pin 13). 


(1) 


(2) 


(3) 


(4) 


Select REFRESH A, WIDE BANDWIDTH, 
AUTO and MHz/DIV. 


Check at pins 23 and 24 for 462 us square 
waves in antiphase to each other. 


Check that on REFRESH A the waveform at 
pin 23 is in phase with that at pin 25, and on 
REFRESH B the waveform at pin 24 is the 
same as at pin 25, 


By comparing the waveforms ai pins 13 and 26 
check that alternate pulses at pin 13 are gated 
out by the square waves at pin 25, 


(1) 


(2) 


Disconnect the drive to the line scan and 
e.h.t. units by removing board AM2, 


Check at pin 29 for 200 ys +ve pulse every 
13,13 ms. Check thut the pulse amplitude 
is >2 V starting from -150 mV. This is the 
only drive to the field scan board AM3. 


(1) 


(2) 


Check at pin 20 for 400 ns -ve pulses every 
51,2 ps. 


Check at TP3 for 51.2 ys tve pulses approx. 
every 1 ms (depending on calibration of 
graticule gain.) If not present, check at 
IC1b pin 5 and the trigger signal to ICib at 
TP1, where there should he 2 ms 've pulses 
every 13,13 ms. 
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If pulses are present on TP3, connect TP4 to (2) If the frequency graticule lacks the dashed 

earth and proceed with (3). lines only, and the amplitude graticule lacks 
the major divisions, check at pin 8 for 220 
ns -ve pulses every 4 us. 


(3) Check for partial frequency graticule (no 


dashed lines). If absent, go to AE3c, 

If present, check drive to IC7 pin 3 and IC9 
If the partial graticule is present, check sig- pin 1, 
nals to IC7 and IC4. 
If the partial graticule is not present, deter- 
mine why signals from TP3 do not arrive at ia), Check-ah pins Teron sve Pulses every, 
IC8 pin 8. Ore ues 


(4) Check that the pulses on pins 8 and 9 appear 
inverted and added at TP6. 


If extra graticule lines are present (12th, 
13th etc.) excepting the 16th (dashed) line, check 
at TP2 for ‘frequency graticule mask’ pulses 
every 13.13 ms. These blank out all but the 
eleven lines normally displayed. 


If there is no signal on TP6, check that IC9 
pin 2 is at logic '1'. If '0', goto AE6c. If 
'1', suspect IC9 or the tracks associated 
with IC9 pins 1, 2, 13 or 12. 


2 If the dashed lines are missing, check TP4 and 
TP5. TP4 has three -ve pulses during the dura- 
tion of the +tve pulse at TP5, as in Fig. 5.10. AE6e 
If non-dashed lines are missing, check at TP2 and 
TP3. If no lines are dashed, check at TP5 and 


(1) Check if READ IN B/U and AUTO work satis- 
IC8 pin 12 for ‘add stripes' signal. 


factorily. If B/U only is faulty, check:- 


TP9 ; 10 V ramp every 13.13 ms, starting 


from 0.3 V. 
EXPANDED 
yee | II VIEW TP10 : 


(with AUTO, WIDE and MHz/DIV 


selected) 10 V ramp every 120 ms. 
TPs | MARKER STRIPES | | 
1P5 j Ano SiAloES fl fl TP11 : (with SINGLE selected and using 
BRIGHT LINE) a +ve pulse should 
1P2 FREQ GRAT MASK appear as TP9 voltage passes that 
of TP10. 


TP3 | 


FREQ GRATICULE 


If B/U and AUTO are faulty go to AE4b. 


ae aa <a an ee aS ae a Oe a If AUTO and READ IN B/U are correct, 
TIME (ms) 1902793 proceed with (2). 


Fig. 5.10 AE6 
ies ¢ waveforms (2) Select HIGH DEFN and check pin 32 for 400 ns 


i -ve pulses every 51.2 us. 


AE6d 
5 (3) Select MAN and check at IC10 pin 12 for 


(1) Check at pin 20 for 400 ns -ve pulses every 51.2 ps +ve pulses every 13.13 ms, i.e. at 
._ € 2 51.2 ys. If absent, go to AE3c. the pulse repetition rate on TP11, 
- ON 
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(4) Check at pin 28 for 400 ns +ve pulses every 
13.13 ms. 


If all correct, check for this pulse on AE1 
pin 27 and check through to AE1 TP8. 


If fault is in A, B or A+B only go to (1), (2) 
or (3) as appropriate. 


(1) Select DISPLAY A and check :- . 


pin 25 : 26.26 ms square wave 

pin 27 : logic '1' 

pin 26 : logic '0' 

TP15 -ve pulses (triggered from -ve 


edge on TP7) 


Select DISPLAY B and check that TP15 is at 
logic '1', 


(2) Select DISPLAY B and check :- 


pin 25 : 26.26 ms square wave 

pin 27 : logic '0' 

pin 26 : logic ‘1! 

TP16 -ve pulses (triggered from TP7) 


Select display A and check that TP16 is at 
logic ‘1°. 


(3) Select DISPLAY A + B and check :- 


26.26 ms square wave 
: both logic ‘i! 


pin 25 : 

pins 27 and 26 

pins 5and6 : 
at random times within the 
51, 2 8 between line rate 
pulses on TP7 (timing de- 
pends on the data stored in 
the shift register). 

TP15 & TP16: -ve pulses (triggered from 
TP7) of varying durations 
according to the data in the 
store. 


If all is correct, check the video mixer transistors 


TR7 and TR8 and their associated base drive re- 
sistors, potentiometers and switching. 
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3.2 ps tve pulses occurring 


5.7.8 Frequency counter—AG1 to AGS 


Circuit diagrams—Figs, 7.27 to 7.31 


Use the fault finding chart, Fig. 5.11, to 
localize the fault to one of these five functional 
areas: 


AGla, AG1lb, AG2 & AG5, AG4a & AF1, AG4b. 
Then carry out the procedure detailed under the 
appropriate heading below. 


Waveform levels in this section are all 
t.t.1. compatible unless otherwise 
specified. 


Note 


Counter display AG5. Remove link 


across current limiting resistor R59 
prior to work on circuitry associated 
with transistors Nos. 1 to 18, 


(1) Select MANUAL and BRIGHT LINE and set 
the REFERENCE FREQUENCY to about 
200 kHz. Check at AGI pin 1 for a sine wave 
of 200 kHz, 400 mV p-p. 


(2) Check at TP8 for a sine wave of 1.2 V p-p 
about a d.c. level of +7.8 V. 


(3) Check at TP1 for a square wave with a slight 
ring on the leading edges and lying between 
+4,0 V (or greater) and +3. 675 V (or less); 
adjust R8 if necessary. Increase the fre- 
quency to at least 110 MHz and check that the 
waveform becomes a distorted sine wave but 
maintains the voltage levels. 


(4) Return to 200 kHz and check at TP7 for a 
100 kHz square wave between +4.15 V (or 
greater) and +3. 50 V (or less). 


(5) Check at TP3 for 100 kHz, 75 ns +ve pulses 
between +4.5 V (or greater) and +0.4 V (or 
less). Check that pulses of the same size 
are still present when the input frequency is 
lowered to 27 Hz. Check that when the input 
frequency is raised to at least 110 MHz the 
pulses are still there, at a p.r.f. of half the 
input frequency and lying between +2.4 V (or 
greater) and +0.4 V (or less). 
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Is counter display jlluminated? 


a ee 


YES 
Are all digits evenly illuminated? 


YES NO 
{ | 
Is the display of the decimal Examine data multiplexing elr- 
point correct? cuits on AG2 and AGS, Chock 
waveforms to Figs. 5.12 and 
5.13. 


YES NO 
| | 
Select BRIGHT LINE, 0.1 kHz/ Check AGS: [C5 and 6 
DIV, MANUAL, FILTER 1. and AG4 ; IC8 and 9. 
Is correct frequency displayed 
t.e. frequency of TRACKING 


GEN output ? 
ee eee eaeeee eee 


YES NO 


Are correct frequencies dis- 
played on all ranges and filters? 


YES NO 
| 
Position BRIGHT LINE cursor 
onto centre dashed gruticule line 
and select AUTO, PAST CENTRE. 
Ig the displayed frequency the 


Check time base on AGI pin 9 
to truth table below. Is it 


correct ? 


same ag in the previous bright YES NO 
line case? 
SUBROUTINE } and(AG4_b & AFI 
YES NO 


Enter a past contre frequency 
sbout 110 MHz into the centre 
frequency latch and then select 
DIFF mode. Does the counter YES NO 
‘difference’ correctly for | | 

bright ne frequencica slightly Examine the centre frequency Examine control circuits on 
leas than 110 MHz? latch(es) appropriate to the AGI and AG2, 


| incorrect digit(s). 


YES NO 


Are control circult waveforms 
correct to Fig. 5.14 (b)? 


Does the counter ‘difference’ Are control circuit waveforms 


correctly for bright line fre- correct to Fig. 5.14(c)? 


quencies slightly greater than -e---___________,, 


110 Miz? YES a 
Examine control circulta on 
AGI] and AG2. 


Examine the counter-down mode 
of the main divider chain. 


YES ‘NO 

I 
Examine zero detection on AGI, 
AG2 and AG3, steering on AG2 
and count directlon change on 
AGI. 


Return to MI Service Division 
If fault still unidentifled, 


TRUTH TABLE for AGI pin 9 


Noriz. acale 


kilz/DIV 
a 


Miz /div 
” 


Fig. 5.11 Fault finding chart. 
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NO 


Is there 190 V d.c. on AGS pin 287 


-———_, 


YES No 
| | 


Are there 1 kliz ve pulses on Check power supply. 


AGS pin 35? S 
| 
YES NO 
| 
Is there a 2,5 Miiz square wave 
on AG4 pinl? 


Examine data multiplexing cir- 
cults in AG2 and AGS, Check 
waveforma to Figa. 5.12 and 
5.13. 


YES NO 


I 
AG4 a from step (2) 


Look for broken wires etc. 


SUB-ROUTINE 1 


Stay awitched to BRIGHT LINE. 
Ia the waveform at AGI TP3 «ve 
75 as pulses at p.r.f. of f/2 
(where f - tracking generator 


frequency)? 


ae NO 
Inhibit time base by connecting 
AG4 TP10 to 0 V at the correct 
time so that the main gate is 
held open, l.c. AGI pin 9 is 
permanently In the '1" state. 
Is the waveform at AGI pin 28 
‘ve pulses of 1:4 m/s at p.r.f, 


of £/20? 


YES NO 


Ia the waveform on AG3 pin AH a) 


‘ve 40 ns pulses at p.r.f. of £/20? 


YES NO 
| 
la the waveform on AG2 pin 26 Examine AGZ ateering : 
+ve 40 na pulses at p.r.f, of 1C18 and IC12 (c), (a). 


1/2 x 1075? | 


YE3 NO 
Ia the waveform on AG2 pln 19 Examine AG3 - see circult 
a square wave of frequency description, Sect. 3.22.5. 


£/4 x 10782 | 


YES NO 

l 
Examine AG2 dividers - seo 
clreuit description, Sect.3,22.4, 


If this applies to all values of f 
from 30 Hz to 110 MHz the main 
divider is working correctly and 
the fault must be In the main 
iatch or control circuits. Are 
control clrcult waveforma 
correct to Fig. 5.14(a)? 


YES NO 
| { 
Examine (i) BCD outputs of Examine AGI ICS and AG2 ICL, 
main divider and (il) the maln 
latch.* 


* (1) comprises AG]: IC2, 3, 9b, 9e, 10, 11b, 
AGS: ICl, 4, 7, 10, 13, 
AG2: 1C2b, 5, 8. 


(lt) Comprises AGI: IC6, 
AGS; [C3, 6, 9, 12, 15, 
AG2Z: ICT, 10, lla, 


--COUNTER : 
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Inhibit the time base with the main gate open 
as described in sub-routine 1 of Fig. 5.11. 


(1) Check that AG1 pin 26 is in the '1' state and 
AG1 pin 29 is in the '0' state. 


(2) Set the REFERENCE FREQUENCY to a suit- 
able frequency (still on MANUAL, BRIGHT 
LINE) and check for waveforms as shown in 
Fig. 7.29, 


Note that the waveforms shown relate to an input 
frequency of 2 MHz. As the frequency is increased 
the 75 ns pulses at TP3 deteriorate in shape and 
amplitude. 


TkHz PRE 
AG2 PIN] 


2 ; 
ering 5 | |e 


10 
z 1PAIIIG 


Fig. 5.12 AG2 waveforms 
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—9 


DISPLAY 
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5 ee gee ean 
PIN 


| TPB??? 


Fig. 5.13 Display panel waveforms 
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(3) Check for decoding as follows :- 


Disconnect the 8 wires on AG5 pins 31, 32,33, 
34,36,37,38 and 39, and connect each of these 
pins via a 2 kQ resistor to AG5 pin 29, Connect 
to earth (AG5 pin 30) as in the table below and 
check the display. 


AG5 pins connected to earth Display 


ALL 000000000 
31,32, 33, 36,37, 38 111.111111 
31,32,34, 36,37, 39 2222, 22222 
31,33, 34, 36,37 33333. 3333 
32,33,36,38,39 444444, 444 
32,34, 36,38 5555555, 55 
33,34, 36,39 66666666. 6 
36 TUTTE Tee 
37,38,39 888888, 8.8.8 
37,38 999999.9,9.9 


Check that waveforms are as follows:- 


AG4 pin 1 : 2.5 MHz square wave. 
for broken wires, dry joints etc. 


If not, look 


TP1 : 500 kHz +ve pulses of 1:4 mark/space 
ratio. If not, check in order, 


(i) Normally 0 V with 5 us +ve reset pulses 
on IC1 pin 3. 


(ii) ICla, IC2 and IC10a, 


TP2 (with TP8 connected to 0 V) : 50 kHz +ve 
pulses of 1:4 mark/space ratio. If not, check 
IC2 and IC3. 


TP3: 5 kHz +ve pulses of 1:4 mark/space ratio. 
If not, check IC3 and IC4. 


AG4 pin 3: 1 kHz +ve pulses of 1:4 mark/space 
ratio. If not, check IC4 and check that 
AG4 pin 3 is not being held externally. 


TP4 : 500 Ilz square wave. If not, check IC4 and 


1C10c. 
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MEASURING POINT 


(a) BRIGHT LINE CASE AG No ae 


SS 
START T SIGNAL 
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—————— i 
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tn! , 
RESET COUNTER 10 ZERO 2| 28 
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(b) PAST CENTRE CASE 


TRANSFER COUNTER TO CF LATCH 1| 20, 
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Fig. 5.14 Counter waveforms 


AG4b & AF1 (2) Verify the table below :- 


(1) Verify the table below :- 


Filter Horiz. scale 


Range 


Filter Range  Horiz. scale 


1,2 kHz/DIV .02, .05 .1 /0 0 1 
8 ft tt 1 0 0 
1,2 a 2  .5, 1 )0 1 0 " -kH2/DIV ANY [= - - 0 = 
38 tr Y 1 0 0 tt MHz/DIV tt es is = 1 7 
ANY i 2, 5,10 | 1 0 0 1,2 ANY us - -- -0 
3 W W me et Le 
i MHz/DIV- .02, .05,.1 40 0 1 
7 i -2, .5, 140 1 0 If satisfactory, examine the appropriate gates on 
2, 5,10 }1 © © AF and the RANGE,SCALE and FILTER switches; 


If satisfactory, goto(3). If not, proceed as below. if not, examine AG4 IC8 and IC9. 
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(3) Connect TP8 to0 V. Check that the waveform 


on TP5 is :- 


(i) 500 Hz square wave with kHz/DIV selected 


(ii) 500 kHz +ve pulses of 1:4 mark/space 
ratio with MHz/DIV selected. 


If not, check 1C10a,b,c and TR1. 


(4) With TP8 still at 0 V, select MHz/DIV and 
check waveforms :- 


(i) TP6 ; 50 kHz +ve pulses of 1:4 
mark/space ratio 

(ii) TP7 : 5 kHz +ve pulses of 1:4 
mark/space ratio 

(iii) TP8& : 500 Hz +ve pulses of 1:4 
mark/ space ratio 


If not, check IC5, IC6, IC7 and IClla,b,c as 
appropriate. 


(5) With TPS still at 0 V and still on MHz/DIV, 
check waveforms at TP10 :- 


(i) 50 kHz +ve pulses 1:4 mark/space ratio 
with HORIZ SCALE at 10 

(ii) 5 kHz +ve pulses 1:4 mark/space ratio 
with HORIZ SCALE at 1 

(iii) 500 Hz +ve pulses 1:4 mark/space ratio 
with HORIZ SCALE at 0.1 


If not, check IC1]. 


(6) With TP8 still at 0 V and still on MHz/DIv, 
select HORIZ SCALE 10. Check that the 
waveform on AG4 pin 7 is a 25 kHz square 
wave. 


If not, check IC1b and check that AG4 pin 7 is not 
held externally. 


If the waveform is correct, then the reset circuit 
consisting of IC10d, IC7, IC6, IC5 and [Cla is 
faulty. 


5.7.9 Tracking generator ACi and AC2 


Circuit diagram—Fig. 7.7 


(1) If the tracking generator output level is only 
a few dB low(say, 10 dB max.), try peaking 
AC] L1,3 and 5. 


(2) Check that the signal level on the 'X' port 
AZl1 mixer is ~20 dBm (63 mV p-p) at 
36.4 MHz. Check that the frequency is 
‘ stable and has the correct absolute value to 
within 50 Hz, 


112 


(3) Check that the signal level on the 'L' port 
of AZ1 mixer is -20 dBm at 200.2 MHz. 
This signal level is produced by. the combina- 
tion of the 6 dB mixer conversion loss and 
the 1:2 step-up transformer in the signal path. 
lf this level is low, check the level of the 
local oscillator drive at the 'R' port. This 
should be 2+7 dBm at 236.6 MHz. If this 
level is low, check the buffer amplifier on 
AAT. 


(4) Check that the signal level on the 'L' port 
of AZ2 is not less than -24 dBm. If the 
level is low, check through the 200. 2 MHz 
i.f. amplifier for the following approximate 
levels: - 


Ll tap : -15 dBm 
L3 tap : -10 dBm 
LS tap : - 6dBm 


(5) Turn the 0-110 MHz REFERENCE FREQUENCY 
control fully counter-clockwise. Check the 
local oscillator drive on the 'R' port of the 
AZ2 mixer for a level of 2+9 dBm at about 
200 MHz. If the level is low, check through 
the AC1 TR5 buffer stage to the input coaxial 
lead for a level of 2+5 dBm. If this level 
is low, check the buffer amplifier on AA5. 


(6) Check the signal level at the 'X' port of the 
AZ2 mixer. It should be -30 dBm (20 mV p-p) 
at a frequency of 0-5 MHz with the controls 
as set in (5). 


(7) Check that the output of the low pass filter 
(R1 on AC2) is at the same -30 dBm level. 


(8) Finally, with the front panel TRACKING 
GENERATOR OUTPUT socket terminated in 
50 &, check that the signal on AC2a pin 2 is 
-10 dBm and that on AC2a pin 5 is -4 dBm. 


5.7.10 Scanning and e.h.t.-AM1, AM2, AM3 
and AL! 


Circuit diagrams—Figs. 7.32 and 7.34 


Line scan and e.h.¢. 


If no e.h.t, or line scan is suspected, check 
the signal at AM2 TP4, It should be a positive 
going pulse of about 400 V peak, 10:1 mark/space 
ratio with a period of 51.2us, If it is absent, 
check AM2 TRI, 2 and 3 and associated circuitry 
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Also check the scan coils for a line coil short, 

If the pulse is present at TP4, check the d.c. level 
on TP5 using a high resistance voltmeter. It 
should be at least +300 V. If this is present and 
there is still no display, check the difference 
potential between pin 7 and pin 2 of the c. r.t. base. 
If pin 7 is more than +10 V above the potential of 
pin 2, adjust R30 on AM3 so that it is reduced to 
this value. 


If the raster is still not visible, there must 
be no e.h.t. or a tube fault, e.p. heater open- 
circuit etc. Remove the red cover of the e.h.t. 
unit and hinge out AL1 hoard alter removing the 
two fixing nuts. Measure the d.c. level on the 
positive end of C4. This should be within the 
limits stated, i.e. +19 V to +28 V. 


If the voltage is correct, check the waveform 
at the collector of ALO TR2. It should be a posi- 
tive going pulse of approx. 100 V peak. ‘If it is 
not, check the drive to AL.1 TR2 hbase, TR2 itself, 
Tl and D2 andC6. Ifit is, and noe.h.t. is 
present, replace ALO VM1. 


Field scan 


If no field scan is present, check that the field 
drive waveform enters AM3 on pin 6. Check that 
there is an S-shaped saw-tooth of about 10 V peak- 
to-peak on TP2. If this is correct, check that the 
mean level of the emitter of AM3 TR7 is about 
2.5 V. If not check TR4,5,6 and 7 and associated 
circuitry. 


5.8 REALIGNMENT 


This section contains information for the 
overall realignment of the instrument. All pre- 
sets used are readily accessible; those inside 
internal covers are accessible through holes 
marked with the preset's circuit reference number. 


Note Before any adjustments are made, 
all screening covers, with the exception of the one 
covering AA1 to AA4, must be fitted with at least 
half of their screws. 


After completing repairs under Section 5.7, 
it may be necessary to realign affected circuits. 
Any adjustments additional to those detailed in 
this section should be carried out only after con- 
sulting Chapter 3, and the circuit diagrams in 
Chapter 7. 
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If the full overall realignment procedure is 
not required, individual steps may be performed 
providing they do not interact with other adjust- 
ments. It is recommended that the effects of 
any readjustment are considered with reference 
to the circuit diagrams. 


5.8.1 Test equipment required 


This section provides a list of test equipment 
required to carry out the overall realignment of 
the instrument. 


Item Description 


a Signal generator, e.g. mi TF 2002B. 
b RF attenuator, e.g. mt TF 2163. 
c Digital Multimeter, e.g. mt TF 2671. 


d__ Sensitive voltmeter (standardized at -10 dBm 
into 50 @ at 10 MHz), e.g. mi TF 2600A. 


5.8.2 Calibrator and tracking generator levels 
Test equipment : items a, b, d 


Set the controls as follows : 


VERTICAL SCALE RANGE - 1 dB/DIV 
VERTICAL SCALE - -10 dBm 
HORIZONTAL SCALE - 0.02 MHz/DIV 
FILTER BANDWIDTH - WIDE '3! 
SWEEP MODE - AUTO 

STORE - REFRESH 'A' 
DISPLAY ~ tA! 


PAST CENTRE 
CENTRE 


COUNTER FREQUENCY 
REFERENCE FREQUENCY 


(a) Tune to 10 MHz using the REFERENCE 
FREQUENCY controls. 


(b) Set the signal generator to 10 MHz and its 
output level, using the voltmeter, to -10 dBm into 
50 Q (terminate the voltmeter input at 50 9). 


(c) Connect the output of the signal generator to 
INPUT 50 © via the attenuator (item b). Adjust 
the attenuator until the displayed 10 MHz signal is 
1 to 2 major divisions down from the top of the 
screen. 
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(d) Switch SWEEP MODE to MANUAL and the 
COUNTER FREQUENCY to BRIGHT LINE. Slowly 
rotate the BRIGHT LINE POSITION control, and 
trace a manual scan. Switch STORE to REFRESH 
‘B'and press DISPLAY'B' button. 


(e) Remove the attenuator lead from the signal 
generator, and connect it to the STANDARD 10 MHz 
OUTPUT. Maintain the attenuator setting as in 

(c) above for this and subsequent tests in this 
section, and also section 5.8.3. 


(f) Slowly rotate the BRIGHT LINE POSITION 
control and trace a manual scan. Position the 
bright line on the peak of this signal, and adjust 
R30 on AB4 until this level is the same as that of 
the reference signal ontrace A. This sets the 
STANDARD 10 MHz OUTPUT amplitude. Trace 
out the scan to check that R30 is set accurately. 


(g) Re-connect the attenuator input to TRACKING 
GENERATOR OUTPUT, and maintain the attenuator 
level as in (c) above. 


(h) Adjust R23 on ABI so that the bright line 
level is at the same level as the reference signal 
ontrace A. This sets the TRACKING GENERA- 
TOR OUTPUT level. Trace a manual scan to 
check that R23 is accurately set. 


5.8.3 Filter gain balancing 


Test equipment : items a, b, d. 


Set controls and equipment as for check 
5.8.2(g). 


(a) Rotate the BRIGHT LINE POSITION control 
to produce a trace over, for example, +2 divisions 
around the centre. Switch to STORE 'A'and AUTO 
SWEEP MODE. The new trace will be approxi- 
mately 0.4 dB higher than the stored B trace, due 
to noise. Adjust the VERTICAL SHIFT to align a 
major graticule line with the mid-point of the two 
traces. This is to be the reference level for the 
remainder of the filters. The stored B trace may 
be left on as a reminder of which major graticule 
line is being used, or alternatively, the STORE 
control can be returned to HIGH DEFN. 
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(b) Switch the HORIZONTAL SCALE to 0.1 MHz/ 
DIV, the FILTER BANDWIDTH to NORMAL '2', 
and the SWEEP MODE to MANUAL. Use the 
BRIGHT LINE POSITION control to indicate a 
portion of sweep. Note this level with respect to 
the reference graticule line as defined in (a). Re- 
connect the attenuator to STANDARD 10 MHz OUT- 
PUT, and use the same attenuation level at in check 
5.8.2(c). Tune in and note the signal level. 

Switch COUNTER FREQUENCY to PAST CENTRE, 
HORIZONTAL SCALE to 2 kHz/DIV and FILTER 
BANDWIDTH to WIDE '3'. Tune to 10 MHz using 
the REFERENCE FREQUENCY controls and 
COUNTER READOUT, and note signal level. 

Adjust R31 on AC8 to centre these three levels 
around the reference graticule line. This sets 

the 5 kHz filter gain. 


(c) Switch the HORIZONTAL SCALE to 1 kHz/ 
DIV, and the FILTER BANDWIDTH to WIDE '3'. 
Note the signal level. Switch the HORIZONTAL 
SCALE to 0.2 kHz/DIV. Re-connect the attenuator 
input to TRACKING GENERATOR OUTPUT. Switch 
SWEEP MODE to MANUAL, and indicate a portion 
of the sweep using the BRIGHT LINE POSITION 
control. Set the 500 Hz filter gain by adjusting 
R12 on AC8 to centre the three levels around the 
reference graticule level. 


(d) Switch the HORIZONTAL SCALE to 0.02 kHz/ 
DIV, and indicate a portion of the manual scan 
using the BRIGHT LINE POSITION control. Note 
this level. Re-connect the attenuator input to the 
STANDARD 10 MHz OUTPUT, and switch SWEEP 
MODE to AUTO. Re-centre the displayed signal 
with the REFERENCE FREQUENCY controls, if 
necessary. Note the signal level. Set the 50 Hz 
filter gain by adjusting R27 on AC4 to centre the 
above two values around the reference graticule. 


(e) Set the FILTER BANDWIDTH to NORMAL '2', 
and add READ IN B/U to identify the read-in point. 
Note this signal level. Connect the attenuator input 
to TRACKING GENERATOR OUTPUT, and switch 
SWEEP MODE to MANUAL. Indicate a portion of 
the manual sweep using the BRIGHT LINE POSITION 
control, and note its level. Set the 5 Hz filter gain 
by adjusting R29 on AC3 to centre the above two 
values around the reference graticule. 


Note If these two values vary one from 
the other by more than 0.5 dB, suspect the fre- 
quency accuracy of the tracking generator. 
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5.8.4 Front panel gain control setting 


(a) Switch the HORIZONTAL SCALE to 1 kHz/ 
DIV, FILTER BANDWIDTH to WIDE '3', SWEEP 
MODE to AUTO, and the READ IN B/U OFF. 
Remove the attenuator from circuit, and directly 
connect the TRACKING GENERATOR OUTPUT to 
INPUT 50 2. Turn the VERTICAL DISPLAY GAIN 
preset fully counter-clockwise, and set the VERTI- 
CAL SCALE buttons to give a sensitivity of -10dBm 
at the top of the screen. Set the 36.4 MHzi.f. 
amplifier gain by adjusting R12 on AB8 to give a 
display 3 dB down from the top of the screen. 


(b) Using the VERTICAL SCALE buttons, select 
0 dBm at the top of the screen, and ensure that the 
VERTICAL DISPLAY GAIN preset, when turned 
fully clockwise, will move the displayed image 7 dB 
up from the bottom of the screen. If not, readjust 
R12 on AB8 for a minimum of 5 dB increase and 

2 dB decrease of gain around the calibrated level. 


Note [If R12 on AB8 cannot be set, covers 
should be removed and individual i.f. amplifier 
gains checked. 

5.8.5 Sweep generator voltage levels 


Test equipment : item c. 


Set the controls as follows : 


HORIZONTAL SCALE - 10 MHz/DIV 

FILTER BANDWIDTH -: NORMAL '2! 

BRIGHT LINE POSITION - fully counter- 
clockwise 


(a) Remove board AG1. Connect the d.m.m. 
(switched to the 10 V range) to pin 14 of AE4. 


(b) Press the SWEEP MODE, MANUAL then 
SINGLE, then START buttons, and hold pressed. 


Adjust R49 on AE4 until the d.m.m. indicates zero. 
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(c) Release the START button and adjust R38 on 
AE4 until the d.m.m. indicates 5 V. 


(d) Because of interaction between these two 
adjustments, repeat (b) and (c) until no further 


improvement results. 


(e) Replace board AGI, 


5.8.6 Bright line tracking adjustments 


Set the controls as follows : 


VERTICAL SCALE RANGE - 10 dB/DIV 
VERTICAL SCALE - ~10 dBm 
HORIZONTAL SCALE - 10 MHz 
FILTER BANDWIDTH - WDE '3' 
COUNTER FREQUENCY - BRIGHT LINE 
SWEEP MODE - AUTO 

STORE ~ HIGH DEFN 


(a) Fit Extender Board 44827-235 to AE6. 


(b) Using the REFERENCE FREQUENCY con- 
trols, position the d.c. marker approximately on 
the left-hand dashed graticule line. Connect the 
STANDARD 10 MHz OUTPUT to INPUT 50 2& (using 
50 Q coaxial cable). Switch SWEEP MODE to 
SINGLE and dim out the graticule. Adjust the 
BRIGHT LINE POSITION control to achieve a 
COUNTER READOUT of zero. Adjust R22 on AE6 
so that the bright line cursor is coincident with the 
d.c. marker. 


(c) Adjust the BRIGHT LINE POSITION control 
to achieve a COUNTER READOUT of 100.0. Set 
R20 on AEG so that the bright line cursor is co- 
incident with the 10th harmonic of the calibration 
signal. If the adjustment of R20 has been more 
than 1% of f.s.d., recheck the setting of R22. 


(d) Refit board AE6. 
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Unit 
designation 


A0l 


A02 
AAOa 
AAOb 
AA] 
AA2 
AA3 
AA3a 
AA3b 
AA4 
AA4a 
AA4b 
AA5 
AA5a 
AA6 
AA6a 
AA6b 
AAT 
AA7a 
ABOa 
ABOb 
AB1 
AB2 
AB3 
AB4 
AB5 
AB6 
AB7 
AB8 
AB9 
AB10 
AB10a 
AB10b 
ACOa 
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Description 


Front panel (part 1) 

Upper front panel (part 2) 

Lower control panel 

AA tray 

AA tray 

Sweep shaper and local regulator 

Frequency divider and pulse generator 

4.8 MHz interpolating oscillator assembly 

4,8 MHz interpolating oscillator board 

4,8 MHz interpolating oscillator board 

3.6 MHz master second local oscillator assembly 
3.6 MHz master second local oscillator board 

3.6 MHz master second local oscillator board 

200 to 310 MHz slave first local oscillator unit 
200 to 310 MHz master first local oscillator board 
205 to 315 MHz master first local oscillator unit 
205 to 315 MHz master first local oscillator board 
205 to 315 MHz master first local oscillator board 
236 MHz slave second local oscillator unit 

236 MHz slave second local oscillator board 

AB tray 

AB tray 

36.4 MHz crystal oscillator 

Fixed oscillator divider chain 

80 MHz crystal oscillator 

10 MHz reference crystal oscillator 

Line cleaners 

400 kHz i.f. signal amplifier 

3.6 MHz i.f. signal amplifier 

36.4 MHz i.f. signal amplifier 


200.2 MHz i.f. signal amplifier 


30 Hz to 110 MHz input signal amplifier unit 
30 Hz to 110 MHz input signal amplifier board 
30 Hz to 110 MHz input signal amplifier board 
AC tray 


Parts list 
poge 
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Circuit diagram 


Fig. 


Fig. 
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Index to units 


Unit ; Parts list Circuit diagram 

designation Description page Fig. 
ACOb AC tray 183 Fig. 7.6 
AC1 200.2 MHz i.f. amplifier for tracking generator signal 148 Fig. 7.7 
AC2 30 Hz to 110 MHz output amplifier for tracking generator 

signal, unit 149 Fig. 7.7 
AC2a 30 Hz to 110 MHz output amplifier for tracking generator 

signal, board 149 Fig. 7.7 
AC3 5 Hz bandwidth, 100 kHz filter 150 Fig. 7.17 
AC4 50 Hz bandwidth, 100 kHz filter 151 Fig. 7.17 
AC5 Detector and external reference signal amplifier 152 Fig. 7.16 
AC6 Switched gain amplifier 154 Fig. 7.8 
AC7 Low-pass filter 156 Fig. 7.17 
AC8 500 Hz and 5 kHz bandwidth, 100 kHz filters 156 Fig. 7.17 
AD1 Logarithmic amplifier 158 Fig. 7.18 
AD2 Logarithmic amplifier 159 Fig. 7.18 
AE1 Peak detector and analogue to digital converter 162 Fig. 7.19 
AE2 Shift register store 163 Fig. 7.20 
AE3 Readout waveforms generator 164 Fig. 7.21 
AE4 Digital scan generator 165 Fig. 7.22 
AE5 Read-in sequence controller 167 Fig. 7.23 
AE6 Frequency graticule generator and bright-up processing 168 Fig. 7, 24 
AF1 System control logic (1) 170 Fig. 7.25 
AF2 System control logic (2) 170 Fig. 7. 26 
AG1 Counter front end 172 Fig. 7.29 
AG2 Counter control and dividers 173 Fig. 7.30 
AG3 Main divider chain 174 Fig. 7.31 
AG4 Counter time base & X-Y recorder output 174 Fig. 7.27 
AG5 Counter display 175 Fig. 7. 28 
AH1 Programmable input attenuator 119 Fig. 7.7 
AKO. Power unit assembly 183 Fig. 7.32 
AK1 Diode bridges 176 Fig. 7.32 
AK2 Diode bridges 177 Fig. 7.32 
AK3 Regulator 177 Fig. 7.33 
ALO EHT unit assembly 183 Fig. 7.32 
All EHT unit 178 Fig. 7.32 
AM1 CRT circuit 178 Fig. 7.34 
AM2 Line scan and video amplifier 179 Fig. 7.34 
AM3 Field scan and c, r.t. bias 180 Fig. 7.34 
AZ@1 Input balanced mixer 181 Fig. 7.7 
AZ2 Output balanced mixer ; 181 Fig. 7.7 


2370 (1b) 117 


